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ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORAYT &7
Complets this report in duplicate at the time of the regular manthly preventative malntenance checkLgyEg!rEomi?m 9'18 am. Mar 14, 2014 |paired.

Send copy to Departmant of Health and Senior Services; retain original in depaniment file.
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CHECKLIST: Place a mark in the box by sach Itern if found to be salisfactary or if nperating within established fimits. {Write in observed val-
ues where determined.) Unmarked items must be corrected before using instrument,

[ZFBIGITAL READOUT (AL ELEMENTS OPERATIONA pos s o o
7

DATE OF INSFECTION

TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 2‘7/ @ <

PRIMTER WORKING PROPERLY 1y ¢ o o ]
y o

& e AND DATE DISPLAYING PROPERLY O3 el /4/
BREATH ALCOHOL ACCURACY STANDARDS 7
[ SIMULATOR SOLUTION mompnasseo ETHANOL-GAS MIXTURE

[ STANDARD suPPLER /e X e Lo LoT G CIOC0Z exp pre /fom [/ v

SIMULATOR EXP DATE

[] SIMULATOR TEMPERATURE (34°C = 0.2°C) SIMULATOR SN

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REFORT)
Run three 1ests using a standard solution. All three tests must be within 25% of the standard value and mugt have a spread of .005 or
less. Check the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)
100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST AEAD BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1w o797 TEST 2 wr L, O TEST 3 = O?g
EXFF DETEGTOR OPERATING Passel

INDICATE THE NUMBER OF BHEE\TH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(15-19) =X |(oveER .10 =

{0-.04) / ’ {.05-.09) 5 1 (.10-.14) 4

REFUSALS ®)

List any new parts and describe any alterafion or modification that was made to restore the instrument to operate satisfactorily and within
ostablished limits (use other sidg if necessary).
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Return completed report to the: Breath Aldehol Program, MO Depariment of Health and Senior Services, Southeast Dlstric] Office
2875 James Boulevard

Poplar Bluff, MO 63901
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Certificate of Analysis

C rNa
Intoximelers, Ine,
2081 Cralg Road
St. Louls, Mo 63146

Nitrogen

Dear Si,
This Is-your Cortificate of Analysls:
..
11/1/2014 108 Ethano!

.ot # AG230602

Oerﬂficaﬂon.‘rracaa'ble to NIS.T. RaM Ethanol Standards:

Sorlal No, .

EB0010581 391.6 ppm
EBO010570 258.4 ppm
EB0010285 208.9 ppm
EB0010561 101.9 ppm
EB0010884 , $3.0ppm

Analytieal Mothod: NDIR

Analysf:

Serlalo, .
EB0010803 -

EB0Q10559
EB0010595
EB0O10562
EB0010579

Alrgas Mid Amerlcs (LABORATORY)
3500 Bernard Streat

St Louis, Mo, 63103

Ph: (314) 633-3100

Fax! (314} 533.7428

Test Date: 1.Nov-2012

0.080 £ 0.002 BrAC (218 ppm)
Balance )

390.9 ppm
-258.3 ppm
208.2 ppin
104.9 ppm
524 ppm

1SO 1 7025:2005 A2LA accredifed, Certificate Number 2989.01

Sd0 d1A1d F4I83HS

1Z/668  35%d

—-

£GBSEPEIET  BZIBT

p18c/91/20



A5 IV Serial no: D3@793
Yarsion nos BR4C

TEST RECORD @8556
-4
Temr Date Time 2U8L

Rir Blards

02716414 89219 , 680
Calibration Creck:
24 62/38/14 89119 G790

Subdect Hame

SubdJdact 1I.D.

/
Uref atof Wana, 1.3.

e S0

BSc

AS 1V Serial no! 939798
Version " not BB4C
TEST RECORD @6897

LN w\
Temk Date Time Z18L

fiir Blank:

92716714 8921 G
Lalibration Checks
24 B2/16/°14 B2 L EVS

SubJdeet Mame

Subdect 1.0,

/

fS 1Y Serial no: g3@79s
Varsion noL B84

TEST RECORD  9a893
8/
Terp Dafte  Time 2i8L

N e e P s S e st i anam

fir Blank:

22/16714 89:27 .o8h
Calibration Check:
25 di71e/14 89122 672

SubJect Hame

Subdact I.D.

/[

A5 IV Serial no: G3879%
Usrsion noi BR4C

TEST RECIRD  @@R93

Temr  Date Tive 2180

Uoid: RFI
12 52716714 99:24

SubJect Mame

Subject I.1.

idcdtion

62917 prac/9t/2n
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State of Wissourt
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

MICHAEL C HOEFLE =

Is hereby authorized to instruct and supervise operators, train Instructors, inspect,
calibrate, perform fisld repairs, and operate the following breath analyzer(s);

ALCO-SENSOR IV W/PRINTER

for the determination of the alccholic content of blood from a sample of explired (alveolar)
air, Issyed under the provislons of ssctions 577.020 through 577.041, RSMo 1986.

08/03/2012 LA

Dlractor of Stats Publlo Hatlth Labgratory

Date ad
nomesry 220180 ' ' ﬂ >
B 08/03/2014 | s e

Dlrector, Depariment of Health
MO 580077 (7-08) ' Lxb, £ (R¥-53)
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