MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY RECEIVED 2/21/14-CD
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT RELORT ¢y
REVIEWED k
Complete this report in duplicate at the tIme of the regular monthly preventative maintenance chec By Carol Day at 9:19 am, Mar 14, 2014 44

Send copy to Department of Health and Senior Services; retain original in department filo.

DATE OF INSPECTION

ALCO SENBOR |V 8N FRINTER SN
gﬁ” R— 026, 3580, 724 2l
R JREGT AND CI / TIME OF INSPECGTION
lorlE Plertter T~ O Fallom A

CHECKLIST: Place a mark In the box by each item If found to be satisfactory or if operating within establlshed fimits. (Write in observed val-
ues where delermined.) Unmarked ltems must be corrected before using instrument.

MTAL READOUT (ALL ELEMENTS OPERATIONAL) Jesse 4
F4

[ TEMPERATURE OF ALCO SENSOR (10°C- 40°C) =5 ° <
Efﬁmsn WORKING PROPERLY 0G5 ¢-e. cl
[ TiME AND DATE DISPLAYING PROPERLY /)™ 74) 2 26— I

BREATH ALCOHOL ACCURACY STANDARDS
W
[J simutator soLuTION EH/CO/NTPFIESSED ETHANOL-GAS MIXTURE

%ANDAHD SUPPLIER —Lerbexire te7, LOT #/ﬁé&é@_é_@;?: EXP. DATE // — /7 7

SIMULATOR SN SIMULATOR EXP DATE

[ SIMULATOR TEMPERATURE (34°C = 0.2°C)

EXCALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tesls using a standard salution, Al three tests must be within £6% of the standard value and must have a gpread of .005 or

less. Check the box corresponding to the standard salution being used. (PRINTOUT ATTACHED)
. .100% STANDARD - MUST READ BETWEEN 0.085% and 0,105% INCLUSIVE
0.080% STANDARD - MUST HEAD BETWEEN 0.076% and 0.084%% INCLUSIVE
: 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = . Dgc,/ TEST2 & . ORY TESTer_OSj/

[ re1 DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) .

REFUSALS O ©-04 (O [(0508 £ ] (10-14)  / (15-19) 4 ,(oveme) /

List any new parts and describe any alteration ar modification that was made 1o restare the instrument to operale satisfactorily and within
established limits (use other side if necessary).

(o Gl . 029

,taemoue,i 1@0»« Service -@r /?e/az‘f's

1 e

> //?’ﬂ’ SN Y, (‘céﬂe
TYPE |l PEAMIT NUMBER/EXPIRATIONDALE, TELEPHONE NUMBER
JHSID 8 30 Lozl 999, OB0
Retum completed report to the: Bredih Alcohal Program, MO Department of Health and Senlor Services, Southeast District Office
2875 James Boulsvard

Poplar Bluff, MO 63901

A0 5801331 {6-10} AN EQUAL QP PORTUNITY/ARFIARATIVE ACTICN EMPLOYER
enrviess provided 00 a rondlscriniratony basky

540 dT13Ed 44iM3HS
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Allgas

Lustomeor Nama
Intoximaters, [ne,
2081 Craly Road
Sl Louls, Mo 63146

Dear Sir, .
This Is-your Certificate c;f Analysis;
11/1/201 ) Cl. Tvpe i '

) 105 Ethanol 0.080  0.002 BrAC (218 ppm)

Nitrogen Balance _
Lot# AG230602
EB0010581 : :
EB0010570 391‘5 PPM EB0010603 390.9 ppm
EB0010285 56.4 ppm EB0010659 258.3 ppin
EB0010561 2989 ppm EB0010535 209.2 ppm
EB0010881 1916 ppm EB0010562 104.9 ppm
53.0 ppm EB0G10S79 52.4 ppm
NDIR

Analytical Mathod;

Alrgas Mid America (LABORATORY)

3500 Bernard Strest
5L Louis, Mo, 63103
Ph: (314) 8233100

Fax: (314) 533.7328

Cetrtificate of Analysis |
Test Date:  1.Nov-2012

Analys!: M(—

IS0 17025:2005 AZLA aceredited, Certificate Number 2089.01
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State of Missouri
DEPARTMENT OF HEALTH

PERMI(T
TYPE I

MICHAEL C HOEFLE

Is hereby euthorlzed to Jnist '
ruct and supervise operators, traln instr I t
canbr'ate. perform field repairs, and operate the following bre'ath analyz;rl(,:)tf o epseh

ALCO-SENSOR 1V W/PRINTER

[—

for the determination of the alcoh
olic content of biood from a sampl
air. 1ssued under the provislons of sections 577.020 through 577!0‘119. :{Seé,;i%%glveolar)
>

08/03/2012 Lam .~

Datg
Number 220 1 80 ’ ;&WMSNM Publlc Health Laboratory
e
Expires 08/03/20 4 W/t QJ&%
Dirgctor, Depariment of Haalth
Lab. d (h1-89)

O Bsa-orry (7-89)
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