MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REFORT

RECEIVED

By Carol Day at 3:40 pm, Apr 28,2014

Cormplete (his repont in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain ariginal in dapariment file,

ALCO SENSOR v E; PH!NTER SN DATE OF, INSPECTION

LOCATION OF, 857? TREET - 3 52“7. 0 ?3 TIME bl:‘ CT 2 /
A TRUM {STRE| D CITY) INSPECTION

=0 KA caar/es OS2

'%’ECKLIS‘P Place a mark In the box by each item i found to be sallsfactory or if operating within established limits, (Wrile in observed val-
ues whete determingd.) Unmarked iterns must be corrected before using Instrument,

[Ef DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) pm&,
e . / s
[} TEMPERATURE OF ALGO SENSOR (10°G - 40°C) 25 'C

@/PﬁINTEF{ WORKING PROPERLY 'pg 58, CL :
B Tive AND DATE DISPLAVING PROPERLY O[ Oc. Cofr 28/ '/

- | BREATH ALCOHOL ACCURACY STANDARDS

M} SIMULATOR SOLUTION . . %MPHESSED ETHANOL-GAS MIXTURE
|- Al . ' yu

[E/S‘I:F\NDAHD SUPPLIER J-n*’taxr/»tfﬁ’ LOT #K YO2.703 Exp. vate _{ - > o

1 SIMULATOR TEMPERATURE (34°C * 0.2°C) SIMULATORSN _______ SIMULATOR EXP DATE

mammow CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run thres tests using a standard solutlon, All three tests must be wiihin £5% of the standard value and must have a spread of .005 or

less. Check the box correspoending to the standard selution belng used. (PRINTOUT ATFACHED)
“100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 . (07K TEST2w T TESTS ™ (TP

(BB DETECTOR OPERATING e _ge,cs.

INDICATE THE NUMBER OF BHEATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(.16-.19) 5

(0-.04) O '(0509;3 l(1o14) ‘7/

(OVER .18) /

REFUSALS 7

List any new parls and describe any alteration or modification that was made to rastore the instrument to operate satisfactorlly and within
establlzhed limits (use other side if necessary).

" ro CC?/ o777

INbPECT!Nﬁ C‘FFICEFI

TYPE I P |TNU Exmm-r_;d . ﬂ{wzﬁ! C( ’CJC
zﬁ‘é Q-—z/ﬂ/ L3Py G- O80T

Return completed repon to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63901

MO 580-1351 (6-10) AN EQUAL QPFQRTUNITYAFFIFMATIVE ACTICN EMPLOYER LAZ- 514
e8] B S9E 08 A FERA LIy Thg s

TTozT EEmd A4THzRE LlaTamIond R S -
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Received


Alrgas USA LLC (LAB)
3600 Bernard Street

St Louis, Mo, 63103
Fh: (314) 633-3100
Fax: {314} 533-7328

Certificate of Analysis

Customer Name Test Date! 28-Jan-201 4

Intoximeters, Inc.
2081 Craig Road
St. Louis, Mo 63146

Lot # AG402703

- Exp. Date ~ Cyl. Type Companent Certified Concentration
27-Jan-2016 ' 108 Ethanol 0.080 £ 0.002 BrAC (218 ppm)
Nitrogen Balance

Certification Traceable to N.I.S.T. RGM Ethanol Standards:
Concentration

Serlal No. Conceniratian Serial No.

EB0010581 391.8 ppm EB0010603 392.5 ppm
EB0010570 259.8 ppm : EB0010559 258.9 ppm
EB0010285 209.0 ppm EB0G10595 208.9 ppm
EB0010561 103.7 ppm ) EB0010562 104.9 ppm
EB0010681 §2.22 ppm EB0010579 52.94 ppm

Analytical Method: NDIR

Dignla? a?ned by Qual! Cantml
Pale; 2014,01.28 12.39 4 -06:00
Reasen! Dry gus standard ceriflcation of analysiv

fg4s USA LLG {Lab) Analyst;

Location:
Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01 .
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SO

State of Missouri
DEPAHTMENT OF HEALTH

PERMIT
TYPE Il

MICHAEL C HOEFLE

is hereby authorized to instruct and supervise operators, traln instructors, Inspect,
calibrate, perform field repalrs, and operate the following breath analyzer(s):

ALCO-SENSOR IV W/PRINTER

for ihe determination of the alcoholic content of blood from a sample of expired (alveolar)
dir. Issued under the provislons of seotlons 577.020 through 577.041, R$Mo 1986,

S
08/03/2012 LA u\,giaﬁ

Blrectar of State Public Heskth Labaratory

Numbor 220180 % 7./ 2
. ’ Sl
e 08/03/2014 % Z
] . Diruotor, Department of Healih
HO 380-0771 (754} Lab. d (R7-44)
Z4THEHE R L S AL R




