MISSOUR! DEPARTMENT OF MEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

(RECEIVED

A\By Carol Day at 8:03 am, Jan 02, 2015

Complete this report in duplicate at the time of the reguiar monthly preventative maintenance che
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
087969 08C.3527.186 01/02/2015

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
107 W MAIN ST, SMITHVILLE, MO 2:36 am

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established fimits. (Write in observed val-
ues where determined.} Unmarked items must be corrected before using instrument,

m DIGITAL READOUT {(ALL ELEMENTS OPERATIONAL)

m TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

IZI TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

] SIMULATOR SOLUTION /] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER INTOXIMETER LOT # AG418801 EXP. DATE 07/08/2016
[l SIMULATOR TEMPERATURE (34°C = 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
Y] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
| 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1@ 101 TEST 2@ 101 TEST3 & 101

7] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (o5-09y O (10-14y O (15-19) 0 (OVER .19y 0

List any new paris and describe any aiteration or modification that was made to restore the instrument to operate satisfactorily and within
established fimits (use other side if necessary).

PRINT NAME

Kathryn E Ford

TYPE il PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

240200 04/30/2016 {816) 532-0500

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63801

MO 580-1351 {8-10} AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-114
senvices provided on a nondiscriminatory basts
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Airgas UEA LLC (LAB)
3500 Bermard Street

St Louis, Mo. 83103
Ph: (314) 535-3100
Fax: (314) B32-7328

Certificate of Analysis

Customer Name

~ Jesi Date: B-Jul-2014
Intoximeters, Inc. '

2081 Creig Road
St Louis, Mo 63146

Lot# AG418901

Exsﬁ. Date Cyl, Type Componernt " Certified Concentration

g-Jul-2016 108 Eihanol 0400 £ 2% BraC (272 PR
: Nitrogen Balance

¥ . .
Certification Traceabls to N.LS.T. RGM Ethanol Standards:

Serial No. . Concentration Serial No. Concentraiion
EBO01 0581 391.8 ppm RO 0603 - 382.5 ppm ..
EBDO10570 T 2ER.8 ppm EBDO105ED 258.9 ppm
EBOO102Z85 208.0 ppm - _ - ERDD10SSS Z08.8 ppm -
ERO01 0561 103.7 ppm , EBDO1D5SZ 104,8 ppm
EBO01 0684 52.22 ppm EBOO1057 52.54 ppm
Anaiviical Method: NDHR

Dighally signed by Qupglity Contros

Date: 2074.07.08 45;11.38 -D5:00

Rezson; Dry oes siendarg serfication of snatysis
tpeztion: Alrges USALLE {Leb) Analys‘i: Cgi.-wdé——-
Rod Marsala

) ISO 17025:2005 AZLA accredited. Certificafe Number 2985071
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