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ALCO-8ENSOR IV WITH PRINTER MAINTENANCE REPORT REFORT 47
Complele Ihis report in duplicate al the time of the regular monthly preventative maintenance check, and whenever inslrument is repaired.
Send copy to Department of Health and Senior Services: retain original In department file.

Lo
(53

ALCO SENSOR IV §N PRINTER SN DATE OF INSPECTION
087970 08C 3627 187 07/01/2014

LOCATION OF INSTRUMENT [STREET AND CITY) : ‘ R TIME OF INSPECTION
P.O. Box 245 or 110 S. Maple St Galena, Mo. 65656 8:32 am

CHECKLIST: Place a mark in the box by each item If found to be satisfactory or if operaiing within established fimits, (Write In observed val-
uas where determined.) Unmarked itema rnust be corrected hefore using instrument. :

f/] DIGITAL READOUT (ALL ELEMENTS QOPERATIONAL)

I/l TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROPERLY

E TIME AND DATE DISPLAYING PROPEALY
'BREATH ALCOHOL ACCURACY STANDARDS

] sMuLATOR SOLUTION [} COMPRESSED ETHANOL-GAS MIXTURE
i1 sTaNDARD SUPPLIER Guth Laboratories In¢ LoT # 13280 ExP. paTe 10/16/2016

I/] SIMULATOR TEMPERATURE (34°C £ 0.2°C) _ 34 __ SIMULATOR SN___SD2282 SIMULATOR EXP DATE 01/10/2016

] CALIBRATION GHECK — (ONLY ONE STANDARD IS TO BE (USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .008 or
less, Check the box corresponding 1o the standard solution belng used, (PRINTOUT ATTACHED)
E 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.108% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.078% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = pg5 TEST 2+ 098 TEST 3 < 401

/] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-09) O (10-14) O (16-19) O (OVER.19) O

List any new parts and describe any alteration or modification that was made to restore e Instrument to operate aatlsfactorily and within
astablished limits (use other side if necessary).

Operates within DOHSS established limits.

INSPECTING_OFFICER S B S
' PRINT NIAE

SIGNATURE RN S B S
y J e/ (T, Sgt. Trent Massey #123

TYPE Il PERMIT NUMBEREXPIRATER DATE TELEPHONE NUMBER

220218 09-04-2014 (417} 357-6116

Return completed report to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office
2875 James Boulevard

Poplar Bluff, MO 63901

1O 5201551 {6-10) AN EQUAL OPFORTUAATYIARFIRMATIVE AOTION EMALOYER
SUVIOXY (AR (A p reRasdmnaliny Basd

LAB-j§4



dayc
Received


GUTH L.ABORAT@R!ES INC,

mmmmsm €r o HARRISBUR'GJ_PA A7144- 4811 8. TELEPHONE,HT»&H-HTO

E

" CERTIFICATE OF ANALYSIS

Cettified Aloohol Refeérence Solution .for Simulator

Random Samples aof .ot Number 13280 of
Alcohol Reférence Solution: for Simulator were analyzed by
gas 6h;omét~o'g'raphy'on_‘0.cfdi§e.r 18, '201-3, using'. a'Pérkin Elmer Gas '
" " Chromatograph Auitosystem XLS/N 610N9030209, and found fo. contain
0.1217%.(w/vol) .cthyl- alcohol. “The expiration date for this lot
number is Oetober 16,2015 at 11:59 PM

When used ‘in a calibrated Simulator, operating at
34°C. +/~ -.2°C, ‘this soiutfon will: give a breath -alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohal and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Preside
GUTH_ LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Referenee Srandard Ia! number FNI22211.02 whose

values are traceable to NIST.
" -All balances are callbratéd -annually by an outside agency using NIST traccable weights.

Callbration verification Is done prior to each use uiilizing NIST traceable weights.
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