STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANGCE REPORT By Carol Day:at3:51 pm, May 12, 2014

Complete this report In dupficale at the Hme of the regular monthly praventalive malntenance check, and whenever insirument Is rapalred.
Send copy to Daparlment of Heallh and Senlor Seivices; relaln orlginel In depariment fife,

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
[RECEIVED

DATE OF INSPEOTION

"BILGL 676380, 923 508 9014

LOGATION OF iNSTRUMENT (STRE A:f, m_\‘, C‘QP\.‘L@’ 1200 S H¢\°Q QW ©095 42,

)
Y\ S SO ARt
CHECKLIST: Place a maik In the box by each ltem If found to be satisfaciory or If opsrating within established limits, (Wrile In cbserved val-
ugs where defermined.) Unmarked flems must be correcled bafore using Insteument.

E}/melm AEADOUT (ALL ELEMENTS OPERATIONAL)
I}ﬁempsnmuns OF ALCO SENSOR (10°C - 40°C) 9 3 ®¢,
[APRINTER WORKING PROPERLY '

[V IME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURAGY STANDARDS
[ sIMULATOR SOLUTION [} COMPRESSED ETHANOL-GAS MIXTURE

[3/ STANDARD SUPPUERQA_-L\gL LQ&LQ Lot#_1 E 2.0 EXP.DATE 3+ 29 LO1 S

I’ SIMULATOR TEMPERATURE {34°G # 0.2°C) SY ¢ sIMULATOR SNOFYYGE  SIMULATOR EXP DATE oJllJJz.Qu’_

E’CAUBHATiON CHECK — (ONLY ONE STANDARD 18 TO BE USED PER MAINTENANGCE REPORT)
Run thres tests using & standard solullon. All three tosts must be within £5% of the slendard vaiue and must have a spread of .005 or

less. Check the box corresponding {o the standard solullon belng used. {(PRINTOUT ATTAGHED)
@'ﬂ.mo% STANDARD - MUST READ BETWEEN 0.095% and 0,105% iNCLUSIVE

0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 2w . 0?\5- TEST 3 - . 095-—

[\¥RFI DETEGTOR OPERATING
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS) :

oy o ,(.05-.09) gl(.m-.w q |15-19) & |oveR .19) @

REFUSALS ¢
vas made 1o reslofe the instrumant to operate sallsfactorlly and within

List any new parts and describe any altéhation or modification ifial v
establishad limlis {use other gide if necessary). .

PRINT RAME

8 RE
MQEM NALL S, DORos RD
TELEPHONE RUMBER

TYPE Il PERMIT RUMBEREXPIRATION DATE

230108 08~ /29 [zo1s bbd 2§00 Y

Reluwrn completed report o the: Breath Alcohol Program, MO Deparlment of Heallh and Senlor Services, Southeast Districl Office
2876 James Boulevard

Peplar Biuff, MO 63901
LAB-1id

40 5E0-1351 {810} NEOUAL DPPORTURIIYVAF FIRMATVE AGTION BAFLOYER
SenRas podded e Apnedet rmirakey gt



dayc
Received


®
@E& GUTH LABORATORIES, INC,

5% HORYH §7th TREET & HARRJSBURG, PA 17111- 4811 o TELEPHOQNE: 7475645410

CERTIFICATE O ANALYSIS

Certified Alcoho!l Reference Solution for Simulator

. Random Samples of Lot Number 132i0 of
Alcoliol Reference Solution for Simulator‘were analyzéd by
gas chromatogtaphy on July 31, 2€13, using a Perkin Elmer Gas Chromatogtaph -
Autosystemi XL $/N: 610N9030208, and found to contain 0.1216%'(€V/V0i)
ethyl alcohol. The expiration dats for this lot ‘
number is July 29,2015 at 11:59 PM.

Whon used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a Dreath alcohol
analysis instrument reading of 0,100 g/210L +/= 3%.

The alecohol and water used in this solutlon were

free of test interforing substances.

GUTH LABORATORIES, INC,

" NIST Traceability: . .
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose

values are traceable to NIST. . .
All balances are calibrated annually by an ountside agency using NIST traceable welghts, -

Calibration verifteation Is done prior to ¢ach use utilizing NIST traceable welghts.
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