
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO.SENSOR IV WITH PRINTER MAINTENANCE REPORT

AN EOUAL OPPOFTTUNITY/AFFIRMAIIVE ACTION EMPLOYER
srvicas provided @ a nondiscrifiinalory basas

REPORT #7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.

Send copy to Department of Health and Senior Services; retain original in department file.

DATE OF INSPECTION

05t23t2014
PRINTER SN

096.3580.877
TIME OF INSPECTION

1 :12  pm
LOCATION OF INSTRUMENT (STREET AND CITY)

317 BROADWAY, ELSBERRY
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-

ues where determined.) Unmarked items must be corrected before using instrument.

Z orcrrnr- READour (ALL ELEMENTS oeERATIoNAL)

ZI rruprnATURE oF ALCo sENSoR (10"c - 40"c)

fl enrruren woRKrNG PRoPERLY

Z rrrt,tE AND DATE DrspLAyrNG pRopERLy

BREATH Y STANDARDS

Z stuumroR soLUTroN f] COT',TPNESSED ETHANOL.GAS MIXTURE

Z srnruonnD suPPLlEq GUTH LABS LoT # 14110 EXp. DATE 0510112016

U stvtuuroR TEMPERATURE (34"C t 0.2"C) 34.0 SIMULATOR Sru SD2287 SIMULATOR EXP DATE 0211012015

Zl cnlranaloN cHEcK - (oNLy oNE sTANDARD rs ro BE usED pER MATNTENANcE REpoRT)
Run three tests using a standard solution. All three tests must be within t5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

v o.1oo% STANDARD - MUST READ BETWEEN 0.09s% and 0.105% INCLUSIVE
u 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
tr o.oilov. STANDARD - MUST READ BETWEEN 0.038% andO.042/o INCLUSIVE

TEST 2  -  .101 TEST 3 E .101TEST 1 C IO1

fl nn DETEcToR oPERATTNG

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT
(DO NOT INCLUDE SELF.ADMINISTERED TESTS)

REFUSALS 0 l (0- .04)  0 l ( .05- .0e)  0 l ( ,10- .14)  0 l ( ,1s- .1e)  1 l (ovER .1e)  0

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
established limits (use other side if necessary).

TYPE II PERMIT

240121
Return completed report to the: Breath Alcohol Program,

2875 James Boulevard
Poplar Bluft, MO 63901

MO Department of Health and Senior Services, Southeast District Otfice

MO 580-1351 (6 -10)

dayc
Received
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Gurn LnnonAToRrES, lNc.
5$ NORTH 07th STREET . HARRISBURG, PA 17111.4511 . TELEPHONE:717.6W.5{,7Q

Ct rRTIF ICATE OF ANALYSIS

Cer t i f i ed  A l coho l  Re fe rence  So lu t i on  fo r  S imu la to r

Random Samp les  o f  Lo t  Number  1 , l l l 0  o f

A l coho l  Rc le rence  So lu t i on  1 ' o r  S imu la to r  we re  ana l yzed  by

gas clrromatography on May 5, 2014, using a Perkin Eimer Gas Chromatograplr

Autosystem XL S,Ai:610N9030209, and tbund to contain $.L206% (w/vol)

ethyl alcohol. 
'['he 

expiration date lbr this lot

nun tbe r  i s  May  l , 2016  a t  I  l : i i 9  PM.

When  used  i n  a  ca l i b ra ted  S imu la to r ,  ope ra t i ng  a t

34oC  t ' l -  . 2oC ,  t h i s  so lu t i on  w i l l  g i ve  a  b rea th  a l coho l

ana lys i s  i ns t rumcn t  read ing  o f  0 .100  g l2 l$L  + l -  30  .

T 'he  a l coho l  and  wa te r  used  i n  th i s  so lu t i on  were

f ree  o1 '  t cs t  i n te r fe r i nu  subs tauces .

i r /  IST  T roce  uh i l i t v ' :
' f as t i ng  t vas  con t l uc ' t ed  us ing  Cc r i l l i an t  Rc . fe ra r t c :e  S lundu rd  l o t  nun the r
v u l u e s  a r t  l r t t c e u h l c  t o  N I S ' 1 .
, 4  l l  b t l unc ' t : s  u re  cu l i h ra led  unnuu l l y  hv  un  au ts i t l c  ugcnc ) ,  us ing  N IST
( ' u l i h ra l i on  ve r i { i cu t i o t r  i s  c l onc  p r i o r  l o  euch  us , :  u t i l i : i ng  N IST  t raceab la

Fwl222l  l - t lz  whose

l r sceub le  wc igh ts .
wa igh ts .

Paulcv .  Pres iden
GU' I " I I  LABORATORIES,  INC.



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

ROBERT J BODLEY
is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate. perlorm field service and repairs.
and operate the lollowing breath analyzer(s);

ALCO-SENSOR IV WITH PRINTER
for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of seclions
577.O2O through 577.O41, RSMo and 306.11' t  through 306.119 RSMo.

DArE 3/24/2014

NUMBER 24OI2T

EXPIRES 3/2411016

M O  5 8 3  : i  / t  i 6  1 ) )

OIRECTOR OF STATE PUBLK; ,IEALT I LABORATORY

( ] . r  (  \  ,  (  /- ) \ -^V \Jn , , [ , .U / '
, )

OIRECTOB OF DEPARTMENT OF -IEALTH AN) SENIOB SERVICES

t ^ t s . 1  4 l f )  l C )


