- i &, MISSOURI DEPARTIMENT OF HEALTH AND SEMIOR SERVICES RECEIVED
{5 %1@ STATE PUBLIC HEALTH LABORATORY By Carol Day at 423 priTA N IERE
AR el ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPOAT #7

R

TR

Complate this report in duplicate al the tima of the regular monthly praventative malntenance check, and whenever instruiment is repaired.
Send copy to Department of Health and Senlor Sgrvices; retaln original in depariment file.

ALGO BENSOR IV SN PRINTER SN DATE OF INSPECTION
097435 096.3580.876 04/16/2014

LOGATION OF INSTRUMENT [STREET AND CITY) TIME OF INSPECTION
602 S, Franklin St., Cuba 10:08 am

CHECKLIST: Place a mark in the box by each ltem If found to be satisfactory or if operating within establlshed limits. (Write in observed val-
ues where delermined.) Unmarked iterms must be corrected before using Instrument.

[/] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[¥] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[¥] PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[/l SIMULATOR SOLUTION [:] COMPRESSED ETHANOL-GAS MIXTURE

[Vl sTANDARD SUPPLIER Guth Labs LoT # 13100 EXP. DATE 04/23/20186

—rran]

[/l SIMULATOR TEMPERATURE (34°C % 0.2°C) __ 34.0 - SIMULATOR SN__SD 2752 gIMULATOR EXP DATE 03/06/2015

12] CALIBRATION CHECK — (ONLY ONE STANDARR IS TO BE USED PER MAINTENANCE REPORT)
Run three lests using a standard selution. All three tests must be wilhin +5% of the standard value and must have a spread of .005 or
less. Cheok the box corresponding to the slandard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.106% INCLUSIVE ‘
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0,084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= (08 TEST 2w (096 TEST 3 (g7

¥} RFI DETEGTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS L ©-04) O (0s5-09) 1 (t0-14) 4 (1619) 2 (OVER .19) !
List any new parts and describe any alteration or maodification that was made to restore the instrument to operale satlsfactorily and within
eslablished limits (use other side if necessary).

INSPECTINGOFFICER] | § =5
BIGNATURE
b / ﬂ P.O. Adam Carnal DSN 3441

YYPE fi PERMIT NUMBERTERRIRATION DA TELEPHONE NUKBER

230009 aexp, 01/11/2016 (673) 885-7979

Return completed report o the; Breath Alcohol Program, MO Department of Health and Senior Services, Soulheast District Office
2875 James Boulevard .
Poplar Bluff, MO 63901 . "

I3
MO 5801351 (6-10) At EQUAL GRPORTURITY/AFFIRMATIVE AGTION EXPLOYER LAG-114
415 pronided On & RendEsimnTien DY

PRINT NAME
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CERTIFICATE OF ANALYSIS

Certified AIcohol’Refercnce Solution for Simulator

Random Samples of Lot Number 13100 or
Alcohol Reference Solution for Simulator were analyzed b.y
4as chmmatography on Aprit 29, 2013, using a Perkin Bimer Clus
Chromatograph Autosystem X[, S/N: G10N%9030209, and found to sontain
0.1214% (wfvol) ethyl alcohol, The oxpiretion date tor this lot
Pumber s April 23, 2015 at 11:59 PM,

When used in g callbrated Simulator, operating a¢
34°C w4/ 2°C, this solution wili give 5 breath aloohol
analysis instl'ument"I'eading of 0,100 g/2101, +/. 3%,

The aleohol and water used in this solution were
free of test intert‘ering Yubstances,

i
At A e
o i

v :

- &f&fﬁ%
Ted L. Pauley, Presidéne

QUTH LABORATORIES,. INC,

NIST Traceabifity:

Testing was eondueted iing Coerttliant Reference Standard lot Autibor FNIZI211.02 whoyy
valtey are traceable lo-NIST,

Al balances gpe ealibirated “nnuatly by an guryide agency using NIST traceable weigkhry,
Catibraiion verification iy done Prior to eqeh yie uiiizing WIST traceabls welghts,

o e
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