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ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT gyfgflygf; wa0s ST 20ns

Complels this report in duplicate at the time of the regular monthiy praveniative maintenance check, and whehever Instrtument is repaired.
Send copy lo Departmant of Health and Senlor Setvices; retaln original in department file,

M GO SENSDR IV 5N PRINTER SN DATE QF INSPECTION i
097435 . 098.3580.875 05/20/2014

1 OCATION OF INSTRUMENT [STREET AND CITY) TIME OF INSPECTION B
602 S. Frankiin St., Cuba 1:57 pm

CHECKIIST: Place a mark In the box by each item if found to be satistactory or If operating within established limits. (Write in observed val-
ues whare determined.) Unmarked items must ba corrécted before ysing instrument, n

@ DIGITAL READCQUT (ALL ELEMENTS OPERATIONAL)

@ TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

[Zi TIME AND DATE DISPLAYING PROPERLY

BREATH ALCOHOL ACGURACY STANDARDS i

1
[/ sIMULATOR SOLUTION [[] cOMPRESSED ETHANOL-GAS MIXTURE i
[/} sTaNDARD suppLIER Guth Labs LOT # 13100 EXP, DATE 04/23/12015

/] SIMULATOR TEMPERATURE (34°C £0.2°C) _ 340  SIMULATOR SN __SD 2752 giMULATOR EXP DATE 03/06/2015
[Z] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Aun thres tests using a standard sofution. All three tests must be within +5% of Ihe standard value and must have a spread of .005 of
less. Chack the box coresponding to the slandard solution belng used. (PRINTOUT ATTACHED)
@ 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = 101 TEST 2% 102 TEST 3 wr 102

/] RFi DETECTOR OPERATING

INDICAYE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERER TESTS)

REFUSALS 0 (0-.04) 0 (05-09) 9 {1014y 1 (15-19) 3 (OVER .19) O
List any new parts and describe any alteration or modlficatlon that was made to restore the Instrument to operate salisfaclorily and within
astablished limits {(use olher slde if necessary),

Calibration and Aceuracy check performed,

""" G!OFFICER |}

s:emru ,,7 r

PRINT NAME

X j‘” P£.0. Adam Carmnal DSN 341

TYRE 1| PEAMIT NUMAETIERFIRATION DMﬁ/ TELEPHONE NUMBER

230008 exp.01/11/2016 (573) 885-7979

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senlor Services, Southeast District Office

2875 James Boulevard
Poplar Bluff, MO 63801

MO 550 1344 {610) AN EQUAL OPPORTUNITYIAFFIGMATIVE ACTION EMPLOYER
saviean prodded on a rpddigtragtany bisk

LAR-114



dayc
Received


A, @
g h’% GUTH LABOR!\T-OE‘MBEEB, INC,

d ;
Livﬁ‘ YONORTI ST STREEY @ HARKISBURG, PA 1/114. 4511 ® TELEPHONE: 747:504.5470

CERTIFICATE O ANALYSIS

Certified Alcohe]l Referengo Solution feor Simulator

Random Samples of .ot Number 13100 of
Alcoho! Reference Solution, for Simulator were anualyzed b.y
jas  chromatography on Apsl 29, 2023, using a Perkin Rlmer Clug
Chromatograph Autosystem XL S/N: GIONS030209, and found to contuin
0:1214% (wivol) ethyl alcohol, The expiration date for this lot
number is April 23,2015 at 11:59 PM.

When used in a calibrated Simulator, operating ar
34°C  4/. .2°C, this solution will give & brosth alsohol
‘analysis instrument reading of 0,100 g/210L +/- 3%,

The alcohol and water used in this solution were

froe of test interfering substances.

T e
—Nlm.ﬁ{.,og.é.u__é?@;_
Tad 1. Pauley, President
GUTH LABORATORIES,. INC.

NIST Truceabifity: ]

Festing was conduoted wxing Cerifllant Refepence Standard lof number FNI22211-02 whose
valies are tracvable to-NIST,

Al balancus are caltbrared annually by an wvutstdy agency wsing NIST traceable weilghts,
Calibration varification Is donv prior (o each use utllizing NIST traceable wuelghts,

= pilas
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