MISS0URA DEPARTIMENT OF AEAUTHAND 2 LRGR SERYICES

(\5‘( ’%:vj STATE PUBLIC HEALTH LABORATORY RECEIVED
r“;f’“:&é ALCO-SENSOR IV WlTH PR'NTER MA!NTENANCE REPORT [By Carol Day at 12:31 pm, Oct 28, 2014

Complete this report in duplicate at the time of the regular monthly preventative malntenance check, and whenever Instrument is repaired.
Send copy to Department of Health and Senlor Services; retain original In department file. '

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
097435 096.3580.875 10/20/2014

LOCATION OF INSTRUMENT (STREET AND GITY) ; TIME OF INSPEGTION
802 S. Franklin St,, Cuba . . 3:06 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. {(Wiite In observed val-
ues where determined.) Unmarked items must be corrected before yelng instrument.

[¥] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[7] PRINTER WORKING PROPERLY

“TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

V1 SIMULATOR SOLUTION _ 1 GOMPRESSED ETHANOL-GAS MIXTURE

[/] STANDARD SUPPLIER Guth Labs Lot ¢ 13100 exp. pate 04/23/2015

SIMULATOR TEMPERATURE (34°C £ 0.2°C) __ 340 SIMULATOR 8N __ SD 2762 SIMULATOR EXP DATE 03/06/2015

CALIBRATION CHECK - (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANGE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the stendard value and must have a spread of .005 or
J6s5. Check the box corresponding to the standard solution baing used. (PRINTOUT ATTACHED) '
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0,076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 % 401 TEST 24 402 TEST 3 = 402

/] ARl DETECTOR OPERATING :

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING HANGES'SINCE THE LAST MAINTENANCE REFORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-08) 1 (10-14) 1 (16-19) 1 (OVER .19) 2

List any new parts and describe any alteration or modification that was made to restore the Instrument to operate satisfactorily and within
established limits {uae other slde if necessary).

INSPECTING OFFICER
PRINT NAME

SIGMATURE F
y Z Q } 4 HF/ P.0O. Adam Camal D3N 341
— = = = y

TYPE 1| PERMIT NUMERREXPIRATION DATE ¢ J TELEPHONE NUMBER

230009 exp. 01/11/2016 (573) 886-7879

Return completed report to the:  Breath Alcohol Program, MO Department of Health and Senlor Services, Southeast District Office
2875 James Boulevard
Poptar Bluff, MO 63901

0 560-1351 {8-10) Al EQUAL CPPORTUNITY/AFFHARMATIVE ACTIIN EMPLOYER LAB114
ganias piovided 0o g rendncimiastony bask
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518> GUTH LLABORATORIES, INC,

L\/‘lr 80 NORTH o7th STRiEEY ¢ HARRIBBYR@, PA 17114~ 4511 _¢ '[IE,!LEPHONE:T‘[T-EN-M?G .

CERTIFICATE OF ANALYISIS

Certified Aleohol Referense . Bolution for Simulator

Random Saraples of Lot Number 13100  of
Alcoho! Reforence Solution for Simulator were analyzed by

gas chrorhatography on April 29, 2033, using & Perkin Blmer Oas

Chromé;t_ograph Aufosystem XL S/N: 610N9030209, and found to ocontaln
0.1214% (w/vol) ethyl alcohol, The expiration; date for this lot
number 1s April 23,2015 at 11:59 PM.

When used -in a calibrated Siiaulator, operating at
34°C 4/« ,2°C, this sojution will give & breath aloohol .
analysis instrument rending of 0.100 g/210L +/{- 3%,

The aloohol and water used in this solution were

fice of test interfering wsubstances.
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o, ", .
S il L e Mgt
Ted L. Pauley, Presid’g;:-
GUTH LABORAITORIES,. INC,

NIST Traceabiliry:

Testing was conducied using Cerilliant Reference Standard lot number FNI23311-02 whesd
yaluus are traceable 1o NIST, . | .

Al balances are calibrated annually by an oniside agency sing NIST traceable welghts,
Colibratfon verification is donu prior 1o each yse¢ utllizing NISIT iraceable welghts,
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