RECEIVED -

By Carol Day at 8:57 am, Dec 08, 2014

Complete this report in duplicate at the time of the regular monthly preventative maintenance cheok, and whenever instrument is repaired,
Send copy to Depariment of Health and Senlor Services; relain ofigihal In department file,

ALGO SENSOR IV 8N PRINTER SN DATE OF INSPECTION
087435 096.3580.875 12/03/2014

LOGATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
802 S. Franklin &1, Cuba 2:52 am
CHECKLIST: Place a mark in the box by sach lem If tound to be salisfactory or If operating within established limits, (Write In observed val-

ues where determined.) Unmarked items must be correctad before using instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL})

/] TEMPERATURE OF ALCO SENSOR {10°C - 46°C)

1] PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURAGY STANDARDS

SIMULATOR SOLUTION [] cOMPRESSED ETHANOL-GAS MIXTURE
(7] STANDARD suppLIER Guth Labs LoT # 13100 EXP. DATE 04/23/2015

[/l SIMULATOR TEMPERATURE (34°C 2 0.2°0) __ 34.0 __ sIMULATOR sN __SD 2782 SIMULATOR EXP DATE 03/06/2015

£/] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution, All thros tests must be within £5% of the standard value and must have a spread ¢f .005 or
iess. Chack the box corrasponding to the standard solution being used, (PRINTOUT ATTAGHED)
% 0.100% STANDARD - MUST READ BETWEEN 0,085% and 0.105% INCLUSIVE
0.080% STANDARD -~ MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0,040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1w 101 TEST 2w 102 TEST3 = 403

] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES §INCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 {0-.04) 0 (0s-09y O (10-14) 1 (15-19) 9O (OvER.19) O

List any new parts and describe any alteration or madification thal was made 10 restore the Instrument to operate satisfactorlly and within
ostablished limits (use other side if necessary), '

INSPECTING OFFICER =~ "

PRINT NAME

’ /2;&' ’ /)f % Ty 'P.O. Adam Carnal DSN 341
YYPE H PERMIT Nurﬁsemmrlow PKTE S— TELEPHONE RUMBER
230009 exp. 01/11/2015 (573) 885-7979

Return completed report to the: Breath Aleohol Pragram, MO Department ef Health and Senior Services, Southeast Dislrict Office
2875 James Boulevard .
Popiar Biuff, MO 83901

MO 5B 1351 (6-10} 2N EQUAL OPRORTUNITYAFFRVATIVE ACTION EXPLOYER
eprdeaz provdad ot F prncissriminatony bash

Lag-114



dayc
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@
GUTH l-ABORATORIES, INC

- LELHORTH 67th STREGY 9 HARRISEYRE, PA 111, 4541 . THLEPH@NR 7416848470

CERTIFICATE OF ANALYSIS

_ Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Aloohoi_Reference Solulon for Simuldtor were analyzed by

gas  chromatography on April 29, 2013, using & Perkin Blmer Qas

Chromatograph Autosystem XL S/AN:; 610N9030209, and found to contain
0.1214% (wivol) ethy! aloohol, The explation: date for this lot
number is April 23,2015 at 11:59 PM,

When used -in a calibrated Sifaulator, operating at
T 34°C 4/« ,2°C, this solution will 'glve o bresth aloohol .
analysis ingtrument reading of 0,100 g/210L +/~ 3%,

The alochol and water used In this solution wers

free of fest interfering substances.

rﬂ"w" “M"m‘

ég‘::{ é‘; £Q‘ﬂ e
Ted L. Pauloy, I’nesz:‘ent

GUTH LABORAIIORIRES, . INC,

" NIST Traceabitiiy:

Tesilng was conducted using C‘erf!!ianl Reference Standard lot number FNI22211:02 wiw.w
values are {radeable to NIST,

Al balancey are caltbrated annually by an vutside agency hsing NIST traceable welghty,
Calibration verifteation Iy done prior o gavh pye willizing NISY traceable weighty,
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