WISSOUR DEPAERTIAENT OF dEALTH AND SENGH SERVICES
\ STATE PUBLIC HEALTH LABORATORY RECEIVED
ALCO'SENSOR IV WlTH PRINTER MA'NTENANCE HEPORT Lsy Carol Day at 11:09 am, Dec 08, 2014}P0RT &7

Complele this report in duplicate af the lime of the regular monthly prevantative maintenance check, and whenever instrument is repairad,
Send copy to Department of Health and Senior Services; relain original in department file.

ALCO SENSOR IV SN PRINTERSN DATE OF INSPECTION
097443 096.3580.953 12/03/2014

LOCATION OF INSTRUMENT (STREET AND CITY) . TINE OF INSPECTION
110 8§ Maple/ PO Box 245 Galena MO

CHECKLIST: Place a mark in the box by each item if found to be satistaclory or if operating within established fimits. (Write in chserved val-
ues where determined.) Unmarked lterns must be corrected before using insirumant.

/] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[/l TEMPERATURE OF ALCO SENSOR {10°C - 40°C) Z 2 o o

7] PRINTER WORKING PROPERLY

[¥] TiME AND DATE DISPLAYING PROPERLY
BREATH ALGOHOL ACCURACY STANDARDS

/] SIMULATOR SOLUTION , [J cOMPRESSED ETHANOL-GAS MIXTURE
[/] stanparD suppLIER GUTH LoT # 13260 Exp. DATE 10/16/2015

[7] SIMULATOR TEMPERATURE (34°C £ 0.2°C) __ 34.0C _ SIMULATOR SN __ SD2282  giMULATOR EXP DATE 11/06/2015

EZ] CALIBRATION CHECK — {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REFORT)
Run three lests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
1sss. Check the hox corresponding to the standard solution being used. (PRINTOUT ATTACHED)-
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INGLUSIVE
© 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE

|TEST 1w 0099 ' TEST 2 % (0,099 _ TEST 3 # (.099

/] RFi DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
|(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 ©-o08 0 (05-.00) O (10-14 0 jeis1e) O (Over.19) 0

List any new paris and describe any alteration or madilication that was made to restore the instrument to operate satssfactorily and within
eatablished limits (use other side If necessary).

Operates with in MODHSS standards. Placing Instrument in service.

INSPECTING OFFICER

SIGNATUR e PmNrN ——
Q?L m —\:i CPL Daniel Fletcher

TYPE I PERMIT NUMBEREXPIRATION DATE TELEPHONE NUMBER

240406 11-20-2018 _ {417) 357-6116

Return completed report to the: Breath Alcohol Program, MO Dspariment of Health and Senlor Services, Southeast District Office _
26875 James Boulevard :

Poplar Bluff, MO 63901

MO 580-1351 (6-10) . AN EQUAL OPPORTUHITY/AFFIRMATIVE ACTION EMPLOYER
sgovices providad on A nodiecdmeir iy bav's

LAB-114


dayc
Received


> GUTH LABORATORIES, INC.

mHORﬂ'MTQ_STREET i HARR&BBURG PA 17411- 4511 ®. ?ELEPHONE F17-584-5470

. CERTIFICATE OF ANALYSIS

Certified 'Ale_-ehol, Reference s_o;u;ienf'ffbt si_mdia_;or

. Random Sampies ‘of Lot Number 13280 of

Aleohol Reference Solutlon for Smmlator nere analyzed by
" g6 dhromatography on- Ociober 18, 2013, ‘using a Perkin Elmer Gas
‘ ”Ciu'omatograph Autosystem XL SNy '610N9030209, and found to. confain -
- 0.1217%. (w/vol) ethyl alcohol. The expirauon date for this lot , :

--number zs Oetober;!.ﬁ, 2015 at 11 59 PM

_ When used in a cahbrated Slmulator, operatmg at
34°C - +f- 2°C this solutmon wxli give 4 breath alcohol
Azanaiysi'sr, instrument readmg of .o_.-mu g/210L +/+ 3%,

The alcohol and water used m th1s solunon were

- free of test mterfering substances

'I‘ed L Pauley, Presxde
GUTH LABORATORIES INC

:-NIST Tmceabill:y ,
Testing was condusted: us!ng Certitiant Reference  Standard. lal number FN122211-02 whose

valyes are traaeable to NIST. o
. All balances are’ catibrated annually by an out;ide ageney using NIST traeeabie weighrs

. Calibration verification | is done priar to each use. utilizing NIST traceable weights.
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STATE OF E_wm.cw_
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

| ._.<_um =

UEMF D HHHHOHEW

is 393% authorized to-instruct and supervise: omo_.mﬂoﬁ_,_ =.m5 Emﬁos_,m inspect, nmmanmﬁmx perfarm: field .service.and repairs,
and operate the following’ breath: &:mnﬁmq@e

gﬁ@-mmz mOW v gﬁm ENHZHHW INTOX UEH

molam amsqa_n&_o: Q, ﬁmm_oog__b ooama oq w_oon m.oam wmaaw af.expired alr Pemitissued Under the: provisions of sections
577.020 through 577:041, mwaqo ahd 306471 q..ﬁncmw 306119 RSMe. -

paTE . 11202014 .,” Lom S

DIRECTOR. OF STATE tQmEG Imbrﬁ._‘rb.m,ogg

NUMBER- 240406 ﬂ : E \J gﬁ

expires 11/20/2016

L0 SB0AOFT (510

'DIRECTOR wamn}m;__mﬂ.ﬂ@_n im.nﬁ_.z AND:SENIOR! mmmc_ﬂmm
LA (Ra-1)




