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Has/ ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORY

BEW’“"“: - : ‘ N
Complate this report in duplicate at ihe time of the regular monthly preventative mainterance check, and whenaver Instrument is repaired,

Send copy lo Depariment of Health and Senfor Sewvices; retain original in depariment file. ' :

TATE PUBLIC HEALTH LABORR [GIERY H
(RECEIVED J

By Carol Day at 3:11 pm, Jun 05, 2014

ALGO SENZOR |V SN PRINTER SN . ‘DATE OF INSPECTION

007446 ' 096.3580.951 06/04/2014
LOCATION OF INSTRUMENT {3TREET AND CiTY) ) TIME GF INSPECTION ’ i
300 NORTH NEW BALLAS ROAD, CREVE COEUR ' | 9:66 am . : :

CHECKLIST: Place a mark in the box by esch ltem if found to be salisfactory or if operating within established fimits. (Write in observed val-
Ues where _de!ermlned.} Unmarked Items must be corrected before using Instrument. .

. DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROFERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALGOHOL ACGURAGY STANDARDS

SIMULATOR SOLUTION ~ [J comPRESSED ETHANOL-GAS MIXTURE !
| sTANDARD SUPPLIER REPCO MARKETING INC, LOT # 13001 EXP. DATE 03/07/2015 :

SIMULATOR TEMPERATURE (34°C = 0.2°C) __3%___ GIMULATOR SN___SD2784 __ SIMULATOR EXP DATE 07/10/2014

IZI CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPOHT}
Run three tests using a standard solulion. All three tests must be within £5% of the slandard value and must have a spread of ,005 or
less. Check the box corresponding to the standard solulion belng used. (PRINTOUT ATTACHED) :

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.106% INCLUSIVE

0.080% STANDARD - MUST READ BETWEEN 0.078% and 0.084% INCLUSIVE

0.040% STANDARD - MUST READ BETWEEN 0,038% and 0.042% INCLUSIVE

TEST 1 % 099 TEST2 & (00% TESTa » 0ggy

RFI DETEGTOR OPERATING

| INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS © 0 ©089 0 (o509 O (10-14y 1 (16.19) 0  |ovERrg O

List any new parls and déscribe any altaration or modification thal was made 1o restore Ihe instrument lo operate satisfactonily and within
ostablished limits {use other slds if necessary).

PRINT NAME ‘

S:GW?'LE?O\ ) . s , Michas! Deutman #385

TYPE ([ PERMIT NUMBERVEXPIRATION DATE ‘ B TELEPHONE NUMBER
230339 12/31/2015 (314) 872-0948

Return completed report to the: . Breath Alcohol Program, MO Depanment of Health and Senior Services, Southeast District Office
' : 2875 Jamas Boulevard

Poplar Bluff, MO 63901

- - AN EQUAL OPFORTUNTY/AFFIRMAMIVE ACTION EMPLOYEA . 7
HO 801351 (5101 panvicoy provided on i nendisaiminativy hash LAB-11



dayc
Received


e VA AN,

101188 HTONYERQOK Dirve
RALLDGH RC. 27604
910-876 8480

CERTIFICATE OF ANALYSIS

MANUFACI‘URERAND SUPPLIER RepCo Markeling, Inc.
. LOTNUMBER: 13001
- EXPIRATION DATE: March 7, 2015 at 11:59 p.m

RepCo Marketmg, Inc, certlﬁes the follomng
RepCo Matketing, Inc. manufactured, tested and supphed Lot Number

13001 _ of Alcohol Certified Soluion for simulators, Resdom samples of sid Iof
number wete analyzed by an mdependent laboratory utilizing a gas chromatogmph '
and found to contain 218 gms/dl e 003 gms/dl wtfvol ethanol (95%

Confidence).

The alcohol and distilled water used in the solution were found to be free of

any interferring substance,

~ This solution will produce a vapor alcohol value of 100 /3% gms/ZlOL
'Breath when ‘heated to 34 Degrees Celsius +/-0.2 Deprees Celsms in a simulator
. (95% Confidence). ' , : - .
The- date of manufacmre for this' lot number is March 8, 2013

Theexplranondateforthlslotnmberls * March 7,2015 _at

11:59 p.m. . | :
This document is a true representation of the origina! Certificate of Analysis,

Cecil B. Garner, President -
RepCo Marketing, Inc.

Form RM (2
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 STATE OF MISSOUR
' ,*—""““ﬂﬁf%ﬁwmmﬁmmmpsgw;o SEAVICEE U
| ‘ 'BREATH ALCOHOL PROGRAN '

| P __
- YPEH B

- and oporale ha folkwing brsaih analyzer(s); . ra, ingpect parom feld sarvica and rapar,

—ALCO-SENSOR IV WITH PRINTER, INTOXILYZER 5009
P'lar‘lhadelannfna!ionomae!oomucmmsnlorbloodlmm Ple of oxpired ok Pamit e o o
S77.020 through 71,041, Mo and 306,111 thropgh aoa?tiasm!;sn:o,mma” Prmitaied undsr Provgins o sactons:

DATE . LoAtoms . \W -
! ' ) o  DIRECTOR OFSIATE U3 HEILH UBoRIORY
NuMBER 230330 —_ 9 (. :
_ : . . : , o& Uh-w- L .
EXPIRES 12481/2018 . ' o BIRECTOR OF ertRTy : BERVICES

' BT OF M s W"—
-uauonmtc-mir . . "

UBsptn

STATE OF MISBOUA]

OF HEALTH ARD 15300k agaviozs
| BAZATH ALCOHOL POGRAN

‘[Opentor  OEUTHAN, tiCHASL .
PmitBo 230458 "
Dol kaued (2317019 Dte Exploms 120112315 .
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