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Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument s repaired.
Send copy to Department of Health and Senior Services; refain original in depanment file. :

i-‘.'l'z'{%li FUBLIC l*itit'ﬁl‘.;l'i-i LAKBOFEATéJRY | | RECEIVED
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORY o ool Doy at 1:54 pm RSB0 B 014

ALCO SENSOR IV SN PRINTER 8N DATE OF INSPEGTION
097445 086.3580.851 . 09/08/2014

LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
360 N.NEW BALLAS RD. CREVE COEUR | 2:03 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limils. {(Write in observed val-
uas where determined.) Unmarked items must be corretted before using instrument. :

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

IZI TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

/1 PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

t/] SIMULATOR SOLUTION : [] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD sUPPLIER REPCO MARKETING INC. LoT # 13001 EXP. DATE 03/07/2015

/| SIMULATOR TEMPERATURE (34°C +0,2°C) ___34.0 _ SIMULATOR SN __SD2784  SIMULATOR EXP DATE 07/16/2015

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must ba within £5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solutlon bsing used. (PRINTOUT ATTAGHED)
Y] ©0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE

0.080% STANDARD - MUST READ BETWEEN 0,076% and 0.084% INCLUSIVE
[ | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 # 0979, TEST 2% (97% TEST3 ¥ 086%

/] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUsaLs O (04 O (0s-09) O (10-14 0 (16199 O (OVER,19) O

List any new paris and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
eslablished limils {use other side if necessaty).

f PRINT NAME

) _ﬁb i ) : _@ M T8 PO MICAHEL DEUTMAN #885
TYPE I PEAMIT NUMBER/EXPINATION DATE TELEPHONE NUMBER
230339 12/31/2018 {314) 432-8000

Return completed report to the:  Breath Alcohol Program, MO Departmaent of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63901

MO 580-1351 {610} AN EQUAL OPPORTURNTTY/AFFIAIAYVE ACYION EMPLOYER LAB-114
Senvies proviced on & nandiseimiraiony batr's



dayc
Received


| muummmmmmwm -
LOT NUMBER: 13061
EXPIRATION DATE: Mmu,msnu 59p.m.

RégCo Marketing, Tno. manufuctured, tested sl agpied Lot Number.

m_ofmwﬁﬂed'samﬁrmmmmkwfmﬁm
nWmMMWmWMyM&g&W
and found to cootsin ___JF18 gme/dl +/-.003 gaeidl wiivol sthano! (95%
Confidets), :
The aloohol and distilled wator used in the sofution e fixnd o be froe of

any interflrring substance.

This solution will produce a vapor alcohol valve of 109 +/3% gme/210E, .

Broath whon hested to 34 Degroes Celeins +/-0.2 Degwes Celsius in o sizulator
(95% Confidencs). _ '

The date of memuficture for this lot mum
mmmﬁmmmmm "
11:59 pm. .
’l-‘i:isdocumuisamhg_'.

jon of the oviginal Certificate of Analysia

Cecil B. Garney, President
- RepCo Marketing, Inc.
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STATE OF MISSOURI -
DEPARTMENT OF HEALTH AND SENIOR SERVICES 2
BREATH ALCOHOL PROGRAM -

PERMIT
TYPE li
MICHAEL DEUTMAN

J—"

_ I8 hereby authorized to instruct and Suparvise oporators, train instructors, inapact, calibrate, perform field senvice and rapairs,
and operate the 1onowmg breath analyzer(s):

ALCO-SENSOR IV WITH PRINTER, INTOXILYZER 5000

for the determination of the alcoholic content of blood {rom & sample of expired &ir. Permit issusd undsr me provisions of sacliong
577.020 through 577.041, RSMo and 308.111 through 308. 119 RSMo.

- ———

OATE 1273172013 : L -
- DIRECTOR OF STATE PUBLIO HEALTH LAEORATORY

NUMBER 230333 ' APNY \)m‘b\Qj
EXPIRES 12312018 . .. = -

?’acti_n - direcfoy
DIRECTOR OF CEPARTMENT OF HEALYH AND gENIOR BERVICES

MO B20-07 Y1 (§+40) LADS (Rg10)  ©

- STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SKHIOR SERVICES
OREATH ALGOHOL PROGRAM

~ INSTRUMENT OPERATOR CARD

Yhe named carvholdar I8 aulhodied o o, ik 9n avidontal broath akohd
rnslmmw for 3o celerminabion of the % eonlonl in broath form of etgined gir

A

Qporator  DEUTMAN, MICHAEL
PemmitNo 230339
Data tssuod 12/31/2013  Dale Explrea 12/34/2015




