o STRVE R OB00 HEALT S WABURATOR)
4/ ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT RECEIVED }ar 7

LY s
‘-‘4?:':‘;5'- By Carol Day at 2:43 pm, Dec 03, 2014

Complete this teport in duplicate al the time of the regular monthly preventative maintenance check, and whehever instrument Is repaired.
Send copy to Depariment of Health and Senior Setvices; retaln otiginal in department file.

ALCQO SENSOR IV 8N PRINTER SN . DATE OF INSPECTION
097445 096.3580.951 12/03/2014

LOCATION OF INSTRUMENT {STREET AND CITY}I ' TIME OF INSPECTION
300 N.New Ballas Rd. Creve Cosur, MO 10:37 am

CHECKLIST: Place a mark in the box by each item if found to be satisfaclory or If operating within established limits. {(Write in observed val-
ues where determined.) Unmatiked ilems must be corcected before using Instrument. .

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[¥] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURAGY STANDARDS

SIMULATOR SOLUTION ' - [ compressED ETHANOL-GAS MIXTURE
|/] STANDARD supPLIER RepCo . LOT # 13001 EXp. OATE 03/07/2015

[l SIMULATOR TEMPERATURE (34°C +0.2°C) 34 SIMULATOR SN __ 358440  giMULATOR EXP DATE 07/16/2015

E CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution, Al three tests must be within £5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. {(PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0,080% STANDARD « MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0. 042% INCLUSIVE

-

|TEST 1% 009 ‘ TEST2 # 008 TEST3 % 009

15 RFI DETECTOR OPERATING

INRICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFusats O 04 O (05-09) O  [{10-199 O (16199 O (OVER.18) O
List any new parts and describe any alteration or modification that was made fo restore the insirument to operate salisfactorily and within
established limits {use other side if ngcessary).

INSPECTING OFFICER -

PRINT NAME

| stonarmsE / , -
N )30 / A, @j s PO Michael T. Deutman
TYPE | PERMIT NUMBEREXPIRATION DATES ’ ' TELEPHONE NUMBER
230338 1273172015 ' (314) 432-8000

Return completed report to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Soulheast District Office
2875 James Boulevard )

Poplar Bluff, MO 63801

40 56801351 {6-10) AN EGUAL OPPORYUNITY/ARFIRMAYIVE AGTION EMPLOYER LAR{14
: 20043 pravided on & nondreesminalony badls .
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LOT NUMBER: 13881

EXPIRATIONDATE: March 7, 2615 at 11:59 p.m,

RepCo Marketing, Inc, oéetifies the following:

R@Cobﬁehng,hc mmmw.d@edmnma,“

13081 of Aloobol Certified Solution for simulators. Reubom ssmples of said kot
number sveremalyzsd by an indopendent laborstory vt 19 choutogrg
and found o coutin 205 gl +-.003 sl whl eanol (9%
Confidence), :

Thealeoholmddmlledwmetmedmdn sofution woes fumd to be free of

anymtetfmingsam

nuwlmmwmmamalmmueamwemm |

Bmmmmwunewmw-ozmwmmm

(95% Confidae). i,

The dats - of mmm for this lot nmha-u_m_g_m
mmmmmmmm_m ot
1159p.m. |

Cecil B. Gemner, President
- RepCo Matketing, Inc.
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STATE OF MISSOURI
OEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE I

MICHAEL DEUTMAN

:I¢ hereby aulhorized to inslrugt and Supenvise operalors, frain instruclors, inspad, calibrale, perform field sarvies and repairs,
and operate the foflowing breath analyzer(s); :

ALCO-SENSOR IV WITH PRINTER, INTOXILYZER 5000

fof the detarmination of the alcoholic contant of blood Irom & sample of expired aft Parmit issued under the provisions of sections
577.020 through 577,041, RSMo and 308,113 through 306,119 RSMo,

: C:: TS
) . { T
DATE _. 12/38/2013 = '
. QIREGTOR OF STATE PUBLIC MEALTH LABQRATORY

NUMPER 230339 - | M \)ML“Qj

EXPIRES 12/31/201% ' . — nﬂtﬂng-dlmcto.u_w_ i
. DIRECTOR OF SEPARTMENT QF HEALTH AND ENOR 8ERVICES

1O 800771 (5-10) , _ LB (510

@7 SYATE OF MISSOURI
G0\  DEPARTAENT OF HEALTH AND SENIOR SERVICES
“.;{'{;f;}l_f BREATH ALCOKOL PROGRAM
R 'INSTRUMENT OPERATOR CARD
mmm;‘mmfgam? m.m Svidenlial beath aloohd
7

tnstrumant for iha dgmm, conent in bevalh formt f sepired g
i Missour

AR

Operator  DEUYMAN, MICHAEL
PermitNo 230338
D_atniuuemmuzma Data Explros 12/34/2015




