MISSOURI DEPARTMENT OF HEALTH AND SEMHIOR SERVICES ,
STATE PUBLIC HEALTH LABORATORY :
ALCO-SENSOR IV WITH PRINTER MAINTENANCE RFPORT

RECEIVED
By Carol Day at 9:33 am, May 12, 2014
REPORT #7

Complete this report in duplicale at the time of the regular monthly preventative malntanance check, and whenever Instrument is repaired.
Send copy to Department of Health and Senior Services; retain original in deparlmem file.

ALCO SENSOR I‘J_%N PRINTER SN ¢ ‘ DATE OF INSPECTION
1902571 Y4329 16> )
LOGATION OF INSTRUMEN {STREET AND CITY} TIME OF INSPECTICN
LoV s plan St Boechic 06G 1)

CHECKLIST: Place a mark in the box by each item If found to be satisfactory or if pperanng within established limits. (Write in abserved val-
ues where determined.) Unmarked ilems must be corrected before using instrumeht.

& DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[¥ TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 27

G\j PRINTER WORKING PROPERLY

{_E TiME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

¥ SIMULATOR SOLUTION

[] COMPRESSED ETHANOL-GAS MIXTURE
wors 141) Exp. pATE_ -5/

D774 simuLaToR Exp oaTe 1271 71"

EECCALIBHATION CHECK -- (ONLY ONE STANDARD |S TO BE USED PER MA]NTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
tess. Check the box corresponding to the standard solufion heing used, (PRINFTOUT ATTACHED)
ﬁ 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INQLUSNE
0.080% STANDARD - MUST READ BETWEEN 0,076% and 0.084% INQLUSIVE
(] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INQLUSIVE

, 04¢ ‘

@uﬁ“‘ Z aJJS

B} SIMULATOR TEMPERATURE (34°C  0.2°C) 4

[M sTANDARD SUPPLIER

SIMULATOR SN |

TEST1 = TEST 2 w TEST 3 w

L 09 . Oq9
&RF! DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
’(10-14) ‘7 (.15-.19) / (OVER .19) ;ﬂ)

REFUSALS g {0-.04} Q (.05-.09

List any new parts and describe any alteration or modification that was made lo }estore the Insirument to operate salisfactorily and within
established limits (use other side if necessary}. |

PRINTYNAME

| AN ZO{’Z\

INSPECT!NG ‘QFFICER
TELEPHONE NUMBER

TYPE u?EﬂMib%Ajmmmnomn 01 <1 (\J Cv/ 30~ f)o?(/ﬂ

Return completed repori td the: Breath Alcohol Program, MO Department of Health and Senior Serwces Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63201

AN £QUAL OPPORTURITY/AFFIAMATIVE AGTIGN éMPLOYER
senvices provided on & nondiscrimanatory bass

MO 580-1351 (6-10) LAB-114


dayc
Received
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{:@. GUTH LABORATORIES, INC.

£30 HORTH 87th BTREEY o HARRISBURG, PA 17411, 4811 » 'TELEPHONE:WW?O

e

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 12170 of
“Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on September 11, 2012, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contan
0.1215% (w/vol) ethyl alcohol, The expitation date for this lot ‘
number is September 5,2014 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C /- ,2°C, this solution will give & breath alcohol
analysis instrument reading of 0,100 g/2101, +/. 3%,

The alcoho! and water used in this solution were
free of test interfering substances, '

ek Z i,

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Traceabllity:

Testing was conducted using Cerilliant Reference Standard lo¢ number FNI22211-02 whose
values are traceable to NIST.

All balances are calibrated annually by an outside agency using NIST fraceable walghts.
Caltbration verification Is done prior 1o each use utllizing N1ST fraceable weights,



~ State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

BRIAN W KOEHN

is hereby authorized to Instruct and supervise operators, train instructors, inspect,
calibrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
alr. [ssued under the provisions of sectlons 577.020 through 577.041, RSMo 1988,

-
11/19/2012 Sl
Director of State Public Health Laboratory
Number 22039 1

Ditector, Depariment of Heallh

MG B80-0771 (7-88) Lab, 4 {R7-56)

Date

/fé,ﬂ.,% 7. %%
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