MISSOURI DEFPARTMENT OF HEALTH AND SENIOR SERVICES [RECE’VED

By Carol Day at 1:24 pm, Jul 30, 201

J

. STATE PUBLIC HEALTH LABORATORY
AL CO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SNy PRINTER SN DATE QF iNSPEGTION

102465 088.3473.063 07/29/2014
LOCATION OF INSTRUMENT {STREET AND GITY) TIME OF INSPECTION
. 350 East High Street, Jefferson City 11:25 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in ochserved val-
ues where determined.) Unmarked items must be corrected before using instrument.

Y] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

m TEMPERATURE OF ALCG SENSOR {10°C - 40°C)

I/l PRINTER WORKING PROPERLY

!Z] TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

E/] SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE

W1 sTANDARD suspLiER Guth Laboratories LoT # 14030 EXP. DATE 01/20/2016

/] SIMULATOR TEMPERATURE (34°C + 0.2°C) ___34.0  SIMULATOR SN __ SD3137  SIMULATOR EXP DATE 07/15/2015

EZ] CALIBRATION GHECK - (ONLY ONE STANDPARD IS TO BE USED PER MAINTENANCE REPOHRT)
Run three tests using a standard solution. All three tests must be within +£5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. {(PRINTOUT ATTACHED)
% 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
|:| 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= (06 TEST 2= (0B TEST 3= (008

/1 RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-09) O (.10-.14) 0 (.15-.19) 0 (OVER .18) 0

List any new parts and describe any alteration or modification that was made 1o restore the instrument 1o operate satisfacterily and within
established limits (use other side if necessary).

Instrument operates within established limits.

PRINT NAME
¥ A7 Shawn Gerstner

Y &
TYFE Il PERMITHUMBEFRSERPIRATION DATE TELEPHONE NUMBER

230118/ 6-12-2015 (673) 634-9160

Return completed repoit to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Blufl, MO 633801

MO 580-1351 (6-10} AP EQUAL CRPORATUMITYAFFIRIMATIVE ACTION EMPLOYER LAB-11d
SERCLES BvIed An a naneistaminglany Lass
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;%Ié; GUTH LAB@RA‘?@REEE INC. |
590 NORTH 67th SmEET L) HARRFSBURC PA 17111 4511 & TELEPHONE: T17- 554—54?0
CERTIFICATE OF ANALYSIS

Certified - Alcohol Re’féfence Soluti-on- for Simulator

Random Samp]es of Lot Number 1483{) of - S
Alcohol Reference Solutaon for Slmulaim were a’halyzed by

gas cluomatonraphy on January 22, 20614, usmsz a Perkin Elmer - Gas

"CIHoxnatogxaph Autosystem XL S/N 6ION9030209 and - iuund 0 Lontaa11__‘."ﬁ;"fl-'_. -

" -6 1215% (w/vo[) eth}f} aIcohoi The expiration. date for. tlus lot -
number 1is Jaauary% 2016 at. 11:59: PM. |

When used in g cahbra(ed Sjmulator operating at. |
3deC- +/-. 7°C tins Solu[mn will: gwe a- breath alcohol

.-_EIIIEI]}/SIS mstrument readmn ofﬂl(}ﬂ gfziﬁL +/w 3%

The aIcohoI and water used in thls soluuou we:e

free of 1est mlmfmmg substances

f//%/

Ted L. Paulcy wazdcz]
GUTH. LABORATORIL‘S INC

NIST Tr aceab:!n‘y -
T(,.mng was conducted ising C’ur!lmnt Re erence. - Standard lo! number I"NI?.?.?II—(?_-? w/-ms_e
values are traceable to NIST. .

All halances are calibrated annually by an outside czgenc; uying NISJ traceable nuqiz[s
Calibration verification is done Priorto each use niili= ing NIST traceable weights,
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