MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED
ALCO-SENSOR IV WITH PRINTER MAINTENANGE REPORT oy cos Do ot 1247 pRES BB Motd

Complete this raport In duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument Is repaired.
Sand copy to Department of Health and Senior Serviees; retain originai in depariment fils.

ALGO SENSOR IV S PRINTER 5N DATE OF INSPFECTION
105448 099.3586.164 06/27/2014

LCCATION OF INSTRUMENT {STREET AND CITY) TIME QF INSPECTION T
401 N Bynum, Lone Jack 7:45 pm

CHECKLIST: Place a mark in the box by each Itam If found ic be satisfactory or if operating within established limits. (Write in observed val-
uas where determined.) Unmarked items must be corected before using instrumant.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

i) TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROPERLY

I/l TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[l sMuLATOR soLUTION (] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Labs LOT # 13100 EXP. DATE 04/23/2015

SIMULATOR TEMPERATURE (34°C £0.2°C) .._34.0 __ SIMULATOR SN ___094948  SIMULATOR EXP DATE 03/07/2015

CALIBRATION CHECK ~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three lests using a standard solution. All thrae tests must be within £5% of the standard value and must have a spread of .005 or
less. Gheck the box cerresponding 1o the standard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0,095% and 0,105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% (NCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1« 00 TEST 2% (g7 TEST S = (o7

RF| DETECTOR OPERATING

INDICAYE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 2 (0-.04) (,05-,09) (10-14) 1 (.15-.19) (OVER .19)

List any new parts and describe any alieration or modification that was made {0 restore the instrument to operate satisfactorily and within
established fimits (use other sido if necessary).

Replaced Battery

INSPECTING OFFICER .-~

BIGNATURE PRINT NaME

» '-7;,“ a&/], Tim Cosner
TYRE Il PEAMIT NUMBERVEXPIRATION DATE TELEFHONE NUMBER
230113 06/12/2015 (816) 6872417

Return completed report to the: Breath Alcohol Frogram, MO Department of Health and Senior Services, Southeast District Office
2875 Jarmes Boulevard
Paplar Bluff, MO 63901

MO 3601351 18019) AN ZQUAL CPECRTUNMTHAY HIFMATIVE ACYIRN S8R0 EX
LML Tt 1AL Tl Tl



dayc
Received


CERTIFICATE OF ANALYSIS

Certified Alecohol Reference Solution for Simulator

Random Samples of Lot Number 13100 or
Alcohal Reference Solution ‘for Simulator were aaaelyzed by
" pas chromitography on Aprit 29, 2013, uwing a Perkin Elowe Gas
Chromatograph Autosysters XL SAN: 610N%030209, and  fousd to  contais
0.1214% (wivol) ethyl aeoliol The expiration duge Tor this lot
number is Aprif23,2015 at 1£:59 Py,

When used in a calibrateg S-immui:atm, operating’ at
----- B e v o S T T T D WIT Bive 8 Bréath algoRol " ==
anafysis instryment reading of G106 g/Z10L +/1- 3%

The aleohol and water used i this selution were

~ free of test interfering substances,

Ted L. Pauley, Prosidant
GUTH LABORATORIES, . INC,

NEST Fraceability:
Testimg way comdected wsing Cerilliant Beperesve Standard lar number FNIZ2211-07 whoye

valuey are trasealie ta NIST, .
AN balenves are cadibrated anrkadly by am oueside ugency writly NIST traceable welghis.
Calibration verification is deone prigr ro eavh uve utilizing NIST traceubls weighiy.




AE IV Berizl not 185446

Version no: 5328
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