WMESS0OE DEFAD MENT OF ASAG - AL SEMIOE SEAvILES

VO STATE PUBLIC MEALTH LABORATCRY

%/ ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT (RECEIVED k
4

By Carol Day at 8:13 am, Nov 07, 201

Cornplete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain original In department flle.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
107993 099.3586.836 11/05/2014

LOCATION OF INSTRUMENT (STREET AND GITY) TIME OF INSPECTION
9623 St Charles Rock Road, St Louis MO - Breckenridge Hills PD 11:66 am

CHECKLIST: Piace a mark in the box by each item If found to be sallsfactory or if operaling within established limits. (Write in obsarved val-
ves where determined.) Unmarked items must be corrected before using Inatriment.

m DIGITAL READQUT (ALL ELEMENTS OPERATIONAL)

/1 TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

]l TiME AND DATE DISPLAYING PROPERLY
'LBREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION 0 coMpPRESSED ETHANOL-GAS MIXTURE
m STANDARD SUPPLIER Guth Laboratories Inc. LOT # 14200 EXP. DATE 08/05/2018

i/l SIMULATOR TEMPERATURE (34°C +0.2°C) __34.0  siMULATOR 8N __SD2309  SIMULATOR EXP DATE 06/02/2015

CALIBRATION CHECK — (QNLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution, All three tests must be within £6% of the standard value and must have a spread of .005 or
less. Check the bax eerrespending to the standard sclution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 % 401 TEST2% 101 TEST3® 101

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O (0-,04) 0 (0s-09) O (10-14 © (16-19) 2 (Over.19) 1
List any new parts and describe any alteration or modification that was made to restore the Instrument to cperate safisfactorily and within
established limits {use other side If necessary). )

PRINT NAME

» Brian Keller
TYPE I} PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
240276 - 06/13/16 . (314) 426-1214

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 Jamas Boulevard
Poplar Bluit, MO 63801

MO 580-1351 [6-10) AN BEQUAL CPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-114
torvises provided on & nordselmiasiony bas
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Received


> GUTH LABORATORIES, INC.

EH NORTH 87th STREET @ HAR'RIISBURG‘; PA 17111, 45611 & TELEPHONE: 7176646470

CERTIFICATE OF ANALYSIS

Certified Aloohal Reference Solution for Simulator

Random Samples of Lot Number 14200 of
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Vergion not  S32B
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