MISSOURI DEPARTMENT OF HEALTH AND SENTOR SERVICES )
STATE PUBLIC HEALTH LABRORATORY RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 12:34 pm, Apr 08, 2014/

INTOX EC/IR II MAINTENANCE REPORT REPORY 03
omplate thls Yeporl at the time of the regular monthly preventive maintenance chec not to axcaed 35
daysg) . Complate this xeport whenever the instrument is serviced or repaired and whensver it is placed
into service. Retain the original and gend a copy within 15 days to the Breath Rlcohpl Program, DHES.

—iNTOX EC/IR I &N FRNE OF AGENGY DRTE OF INOPRCTION
12674 8t. Peters 04/08/2014

—TOCATION OF INSTRUMENT (DYREET AND GITY TIME OF INSPECTION
1020 Grand Teton St. Peters 00:53 CDT

frunrre— r T 3

CHECKLIBT» Placé a mark in the box by each itém if found to bs satiafictory or is operating within
established limits. (Write in obmerved valueg whexe determined). Unmarked items must he correctad
before using instrument.

C02 CHECK

PRINT TEST

BREATH AMALYZER ACCURACY STANDARDS

SIMULATOR $OLUTION [RJCOMPRESSED ETRANOL-GRS MIXIURE
STANDARD SUPPLIER INTOXIMETERS LOTF AG329701 EXP. DATE 10/24/2015
SIMULATOR TBMP (34°C £0.2°C) SIMULATOR S/N SIMULATOR EXP DATE

lgICALIBRATION CHECK - (ONLY OKE ETANDARD I8 TD BE USED VER MAINTENANCE REPORT)

Run three tests using a standazd solution. All three teste must be within +5% of the standard value
and must have a ppread of .005 or less, Mark the box corresponding to the standard sclution being
ussed. (PRINTOUT ATTACHED)

0.10% ATANDARD - MUST READ BETWEEN 0,09S5% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 ¥ 0,097 ¢/210L | TEST 2 ¥ 0.097 g/210L TEST 3 v 0.097 g/210L
INDICATE THE NUMBER OF BREATH TESTS IN THE POLLOWING RANGEE BINCE THE LABT MAINTENANCE RKPORT:

REFUSBALSE, o 0~.04 0 .05~-.09 1 .10-.14 5 15-.19 4 OVER .19 1

TU URERATE

y, NAM K
~_ . TURNBOUGH, KEVIN
[IYFETIT PEREIT RUMBER ERPIEATION DATE TELETAURE NORDER
230277 11/26/2015 (636 ) 278-2222

RETURN COMPLETED REPORT TO THE:

Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63501

NO 580-2899 AN EQUAL OPECRTUNITY/AFFIRMATIVE ACTION ENFLOYER LRR 183
gexrvices provided on # nondia¢riminAtery basia



dayc
Received


L

Alrgas USA LLC {LAB)
3500 Bernard Street

St. Louls, Mo. 63103
Ph: {314) 5333100
Fax; (314) 5337328

Certificate of Analysis
Customer Nama Test Data; 29-Oct-2013

Intoximeters, Inc.
2081 Cralg Road
8t. Louis, Mo 63146

Lot# AG329701

‘Exp. Date Cyl. Typs Componant Certiflad Con
24-Oct-2015 108 Ethanol . 0.100 = 2% BrAC (272 ppm)
Nitrogen Balance

Cortification Traceable to N.I.8.T, RGM Ethanol Standarda’

8srlal No. Concentration Sorlal No, Concentration
EB0010581 391.8 ppm EB0010803 392.8 ppm
EB0010570 260.8 ppm EB0010555 256.9 ppm
EB0010285 205.0 ppm EB0010595 208.8 ppm
EB0010861 103.7 ppm EB0010562 104.9 ppm
EB0010681 52,22 ppm - EB0010579 62,84 ppm

An thod: NDIR

Dightal rad by Quality Conlrol
Dﬂqb %?1029&7 11‘% oﬁmu o of shalysl ﬂ », 'd
gas aiand| -] o] ]
ot T Analyst:

Rod Marsala

I1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE QF MISSQURI
DEPARTMENT OF HEALTH AND SENJOR SERVIGES
EREATH ALGOHOL PROGRAM

PERMIT
TYPE Il
KEVIN TURNBOUGH

is hereby. authorized to'instrust and suparvise eperators, train Insiuctors, Inspect; callbrdte, porform flsld senvice: and repairs,
and operate the fatiowing breath-analyzer(s): :

DATAMASTER, INTOX EC/IR II

fortis deterriination of fie sisaholie.conkatit of bidod froim. & shipla-afaspired.alr Pantil issled undet e provisiene of eetion-
SP7.020 thfough 577,041, RSMo and 808117 fhraugh 808119 RSMo.

—_
11/26/2013 AN "“C—i-—

DATE DIRECTOR OF STATE PUBLIC REACTH LABDRATGRT

Expines 11/26/2015 L\] ,acting director

GIRECTOR-OF DEPARTMENTOF HEALTA AND BENIOR SERVICES
MO.E80-07TY (8109 . LAY )

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND 5EMOR SERVICES
BREATH ALCOHOL PROARAM

INSTRUMENT OPERATOR CARD

TAO Nemed caroiddnt s authorized fo 18 A7 AvidnbE breath afcono!
ndamont Ror fw determinasion of the content n depoth form of pxpired sin

Oparstor  TURNBQUGH, KEVIN
Pemit No 230277
Dxts stusd 11/23/2013  Date Explres 1172802015




