i, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

v

SPEE2S STATE PUBLIC HEALTH LABORATORY RECEIVED
@1 ﬁ BREATH ALCOHOL PROGRAM By Carol Day at 9:47 am, Aug 28, 2014

Y 1NTOX EC/TR IT MAINTENANCE REPORT , EP—
Tomplete this repdxt at the time of tha reguiar monthly preventive maintenanse check (not to exceed 35
days) . Complete this veport whenever the instrument is sexviced or repaired and whenever it iag placed
into serviae., Retain the original and pend & copy within 15 days to the preath Alcéhol Program, DHBE.
INTOX EC/IR II SN NEME OF AQRNCY DATE OF INSPE_CIIO‘N
12825 MARYLAND HEIGHTS POLICE 08/21/20314
TACATION OF INATRUMENT (STREBY AND GX7Y) FIWE OF INGFECTION
11911 DORSETT RD. MARYLAND HEIGHTS 06:21 CDT
TRECHLISTT TIAce a MArk im the box by 6ach itom if found &0 be patisfactory or 18 operating within
earablighad limivs. {(Write in observed valued where Getermined). Unmarked items must be coxrected
before uping instrument.

X[PIAGNOSTIC RECORD
" [XJBLANK CHECK C0Z CHECK
(YIFC 1 TEMP FLOW CHECK
[X|SRC TEMP FCB CHECK
RIDET TENE CRC COME CRECK
[RIET TEMP TRC CAL CHECK
X}STD 2 TEMP PRINT TEST
PRIETH CHECK
"RREATR ANALYZER ACCURACY STANDARDS
SIMULATOR SOLUTLON Eﬁmnzssﬁb ETHANOL-GAS MAXTURE
STANDARD SUPPLIER GUTH LABORATORIES LOT# 14030 EXP. DATE 01/20/2016
SIMULATOR TEMP (34°C %0.2°C) SIMULATOR S/N SIMULATOR EXP DATE
34°C +/- .2°¢ DR3412 05/13/2015

I - _ U —— _
[ECALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED FER MAINTENANCE REPORT)

Run three tests using a standard solution. All thxee tests must be within 5% of the standard value
and must have a spread of .005 or less., Mark the box corresponding to the standard solutien being
used. (PRINTOUT ATTACHED)

530‘10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

a.oas: STANDARD - MUST RERD BETWEEN 0.076% AND 0.084% INCLUSIVE

|0 04% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1 ™~ 0,097 g/210L l TEST 2 rv 0.097 g/210L TEST 3 '~ 0.098 g/210L
INDIGATE THE NUMDER OF BREATR TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 0-.04 0 ,05=,09 1 .10~.,14 2 .15«.19 1 OVER .19 0

rTET ANV WIN UANTS AND DRSGRINE ANY A LERATL y 4 X TORE THE TRATRURINT 10 OFPERRTR
SATTAPACTORILY AND WITHIN BSTABLISHED LIMITAE {USE OTHER SIDE IF NECESSARY) .

MEETS DHSS SPECS

| g SCHNURR, JAMES
g 4 EXFIREZION DATE TRURPHORE ROMEEN
240250 Q;;?;/2016 { 314 ) 298-8700
RETURN COMPLETED REFORT TO THE: _
Breath Alcohol Program, Migsouri Department of Health and Seniox Services,

Southeast District 0ffice, 2875 James glvd, Poplar Bluff, MO 63901

MO 5AQ-2B99 AN EQUAL OPRORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAR 143
services providnd on A nendizeriminatory bagls
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