MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES

.,

*;g; STATE PUBLIC HEALTH LABORATORY
.%7) BREATH ALCOHOL PROGRAM RECEIVED
5 /f' gATA&%A&?E\R&@A#%?E&ANQE “EPQ?:E‘ ] - By Carol Day at 8:25 am, Jun 03,2014

Complete this report at the time of the regular monthly preventive maintenance check {not to exceed 35 fiays},
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the ariginal and send a copy within 15 days 10 the Breath Aicohol Program, DHES.

DATAMASTER BN NAME OF AGENCY DATE OF INSPECTION
200059 Directorate of Emergency Services 06/03/2014
LOCATION OF STRUMENT (STREET aND GITY) : TIE OF INSPECTION
Bidg 1000, Fort Leonard Wood _ &L

{CHECKLIST: Place amark in the box by each item if found to be satisfactory or if operating within established fimits. (Write in observed values
where determined.) Unmarked ltems must be correcied before using instrument,

DIAGNOSTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME (from printouty 96/03/14 /265
] compurer ] oeTECTOR
K procram | I FiteERs
] vEATERS samPLE CHaVBER 4T °C M QuARTZ STANDARD
Wl rLow DETECTOR | ] causRaTioN
7] PumMP HiGH SPEED K1 prinTER

M moicator LigHTS

M smuLaTor soLuTion suppLiEr GUTH LABS INC LoT# 13010 exp pare 01/08/2015
SIMULATOR TEMP (34°C + 0.2°C) 34.0 °C SIMULATOR SN DR5376 EXP DATE 04/22/2014

CALIBRATION CHECK ~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thres tests using a standard sofution. All three tests must be within +5% of the standard value and must have a spread of 005 or
less. Mark the box corresponding 10 the standard solution being used. (PRINTOUT ATTACHED;

|Z| 0.100% STANDARD - MUST READ BETWEEN $.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TESTi® | /o2 |TEST 2 @ /63 TEST 3 = /e

' PERFORM R.F.L TEST (PRINTOUT ATTACHED) _
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
REFUSALS ¢Z |(0-04) j {.05-.09) 2 oy g0 (1519 2 OVER.19 ¢

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE iF NECESSARY).

TESTED AND CERTIFIED AS WITHIN GUIDELINES ESTABLISHED BY DHSS.

OFFICER

bl pa— . N R et
* %&f{ e | ROBERT ISHMAEL
TYPE | PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
230001 01/08/2015 {573)596-1074
RETURN COMPLETED REPCRT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Blvd.
Paoplar Biuff, MO 63801

MO BRE-1468 {2-08) AN ECUAL OPPORTUNITYAFFIRMATIVE ACTION EMPLOYER LAB-118
Servies provided on g andiserimatory Dasis
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