MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT

received 2/21/14-cd

By Carol Day at 11:14 am, Mar 19, 201
Complete this report at the time of the regular monthly preventive maintenance check {not to exceed 35 days).

Gomplete this report whenaver the instrument is serviced or repaired and whenever itis placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,
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CHECKLIST: Piace a mark In the box by each item if found 1o be satisfactory or if operaling within esiablished limits, {Write in observed values
where delermined.) Unmarked items must be correcied before using instrument.
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A@ GUTH LABORATORIES, INC.

590 NORTH 67th STREET ® HARRISBURG, PA 17414. 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on April 29, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1214% (w/vol) ethyl alcohol. The expiration date for this lot
number is April 23,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C: +/- .2°C, this solutmn will give a breath alcohol
analy51s instrument reading ofGlO(} g/210L +/- 3%.

) '. . THe alcohol and water used in this solution were

free of test interfering substances.
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Ted ‘L. Pauley, President:
GUTH LABORATORIES,_ INC,
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