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2 o Y S'TA'];E PUBLIVC HEALTH LABORA;F\(.)P{Y B
BREATH ALCOMOL PROGRAM

RECEIVED
DATAMASTER MAINTENANCE REPORT By Carol Day at 3:51 pm; Aug' 122014

Complete this report at the time of the regular monthly preventive maintenarce ;?;",,,,‘_“,I}";{}j‘;xceagggg;_ y:,.
Complete this report whenever the instrument is serviced or repaired and whenever It is placed into service,
Retain the eriginal and send a copy within 15 days 1o the Breath Alcohol Program, DHSS,

DATAMABTER SN NAME OF AGENQY DATE GF INSPECTION
201182 Hollister Police Department -08/06/2014

LOCATION OF INSTRUMENT {STREET AND CITY) TRAE QF INSPEGTION
#1 Gage Drive, Hollister 11:40 pm

CHECKLIST: Place a mark in the box by each ltem if found to be satisfactory or if operating within established limits. {Write in observed values
where determined.) Unmarked items must be corrected before using instrument, : '

W1 DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08/06/14, 2340
k] compuTER DETECTOR
M PrROGRAM o M FiLTeRS
/] HEATERS SAMPLE CHAMBER ___ 49°C ] quarTz sTANDARD
M rLow DETECTOR CALIBRATION
/] PUMP HIGH SPEED PRINTER

] INDICATOR LIGHTS

] SIMULATOR SOLUTION SUPPLIER RepCo Matrketing Inc. LOT # 14001 EXP. DATE 04/30/2016
SIMULATOR TEMP (34°C  0.2°C) 34.0 °C SIMULATOR SN SD2732 EXP. DATE 08/23/2014

7] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be wilhin 5% of the standard value and must have & spread of .005 or
less. Mark the box corresponding to the standard solution belng used, (PRINTOUT ATTACHED)

IZ] 0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0,105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1w 098% TEST 2% 000% TEST 3 % 099%

m PERFORM R.F., TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 4 |(0-.04) 1 (.05-.09) 1 (.10-.14) 1 (.15-.18) 1 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFIGATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LRAIYS
{USE OTHER SI0E [F NECESSARY).

Printer Ribbon changed and ticket chute cleaned

Instrument Operating within DOHSS Specs and guidelines

INSPECTING OFFICER: L
SIGINATLID PRINT FULL NAME

Sgt. Timothy E. Matthews

LIYPE If PERNMIT NUMBER/EXPIRATION DATE TELEPHONE RUMBER
220253 09/11/2014 {417) 334-5565
RETURN COMPLETED REPORT TQ THE: Breath Alcohol Program, MO Department of Health and Senlor Services, Southeast District Office

2875 Jarmes Bivd.
Poplar Bluff, MO €3804

MO 580-14E8 (2-08} AN EGUAL ORFORTUNITY/ASFIRYATIVE ASTION EMALOYER
sarvicod provided on a nendizelimeiony basis

LAB-118
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Received


REPCO MARKETING INC.
) 3105-!88 STONYBROCK DBRIVE

RALEIGH, N.C, 27804
219876.8400

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUI’PLIER RepCo Marketing, Inc.

LOT NUMBER: 14001
EXP]RA’I‘ION DATE: Aprll 30, 2016 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Matketing, Inc. manufactured, tested and supplied Lot Nmnber.
14001 _ of Alcohol Certified Solution for simulators; Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
‘and found to contain __ 1216 - gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solutmn were found to be free of .

any interferring substance.
| This solution will produce a vapor alcohol value of 100 +/-3% gms/2lOL

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsms in a simulator

. (95% Confidence). |
‘The date of manufacture for this lot munber is May 'Ii 2014

The expiration date for this lot number is ___April 30, 2016 __.at

11:39 pm. .
This document is a true representation of the original Certificate of Anaig}sis.

Cecil B. Garner,. President .
RepCo Marketing, Inc.

Form RM 02
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i

. TIMOTHY E MATTHEWS

Is hereby authorized to instruct and supervise operators, train instructors, inspes,
calibrate, perform field repairs, and operate the following breath analyzer(s).

DATAMASTER

for the determination of the aleoholic content of biood from asample of expired (alveolar)
air. Issued under the provislons of sections 577,020 through 877.041, RSMo 1886,

09/11/2012 s it

Data
: Direator of State Public Health Laboratory

Number 220258 . %/ /@0 .
' . » fetss. g -:W%
xpires 09/11/2014 L, ey <

MO 5800775 (7-38)

birectar, Depariment of Haallh Lol
Lab, 4 (A7-80)



