MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

|

Complete this report al the time of the regufar monthly preventive maintenance check (not (o exceed 35 days).
Complate this report whenever lhe instrument is setviced or repaired and whenever itis placed Into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHES.

STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM {RECEIVED
DATAMASTER MAINTENANCE REPORT By Carol Day at 9:23 am, Jun 02, 2014

DATAMASTER SN NAME OF AGENGY DATE OF [NEPECTION
2011856 KIMBERLING CITY POLICE DEPARTMENT 06/31/2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIMG OF WSPECTION
34 KIMBERLING BLVD, KIMBERLING CITY 8:37 am

CHECKLIST: Place a mark in the box by each item if found 1o be satisfactory or if operating within established limits, (Write In observed values
where determined,) Unmarked items must be corrgcted before using instrument.

/] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 06/31/2014 08:37
7l compuTER ¥l oeTECTOR
/1 PROGRAM FILTERS
/] HEATERS SAMPLE CHAMBER 48°C ] QUARTZ STANDARD
] FLOW DETECTOR [7] CALIBRATION
1 PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER BUTH LABORATORIES Lot # 14030 EXP. DATE 01/20/2016
7] SIMULATOR TEMP (34°C  0.2°C) 34.0 *C SIMULATOR SN SD2753 EXP, DATE 12/02/2014

] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, All three tests must be within £5% of the standard value and must have a spread of .005 or
less, Mark the box carresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD ~ MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1™ 097 TEST 2w (008 TEST3aw (oo

7] PERFORM R.El, TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT;
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) ‘

REFUSALS 1 [(0-04) 0 (.,05-.09) 0 (.10-.14) 0 (.15-.19) 1 OVER.19 O

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RERTORE THE INSTRUMENT TO OPERATE SATISEAGTORILY AND WITHIN ERTABLISHED LB4ITS
(USE OTHER SIDE IF HECESSARY).

INSPECTING OFFICER ". .~ | . i il i i)

PRINT FULL NAME

SIGRATURE by

3 _ p QQ.;:» AARON PAUL HOEFT

TYPEHFP SREXP 10N DATE TELEPHONE NUMBER

220422 1212712014 (417) 739-2131

RETURN COMPLETED REPORT TO THE: Braath Alcohol Program, MO Department of Health and Senlor Services, Southeast District Office
2875 James Blvd,
Poplar Bluff, MO 63901

MO E30.1488 (2-09) AN ECUAL OPPORTMTY/AFFIAVIATIVE ACTION EMFLOYER } ' LAB-1T

raryican providod on b nonditeimatony basia
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Received


5~ GUTH LABORATORIES, INC.

i EBONORTHGM STREET. ® HARRIE'-BURG PA 7111 4511 odh TE!.EPHONE‘HTM?O

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for -Simulator

Random Samples -of Lot Number 14035 of
Aleohol’ Reference SOllIth,n for S1mu1at0t werc analyzed by
. gast chromatography on ‘Fanuary 22, 2014 usmg A Perkm Elmer Gas .
‘Ghromatograph Autosystcm XL SIN: 610N9030209 and found fo- contam-' -
0.1215%, (whiol) cthyl aloohiol. - The expiration date fOr thls Iot L ’
"nnumber is- Jsmuaryim;z{llﬁ at 1159 PV

_ When use.d in a caLibmted Szmulator, operaung at.
| ;34°c = 2208, this. solution will give. a breath; albohol
.analysxs mstrument readmg OFOIOD g/210L: +3%. '

The alcohol and watey used m th1s solutxon Were .

- free of test interfering substances

Ted L. Pauley, Presmden'-'"-'
GUTH. LABORATORIES NG,

"'H

. NIST Traceab:lily

Testing was: conducted using Cerilliant Referenc:. Standard oy - m.-mber FN122211:02- whow.. -

vafugs are traceable.to NIST, . .
A,H balanées.are cal:&raled .annually by an- oulstde agency using: NIST rruceable wer‘gh!s
Calibration ver If:’cauon is done prior fo cach-use utilizing NIST traceabla weights..



Face This Side Down - This Judge Lo ¥irst

BAC DataMaster
Evidehd& Ticket

STATE 0OF HISSOURT
FIMPEPLING CIiTY POLICE DEPHPTNEHT '

it

BAC DHTHNH*TEP ZERIAL MUMEER 221115
AmsRi/14

ARREST TIME: Q708
SUBJECT NRAMER

TESTARF1-TEST
HOB: 1e-21-8% SEKE M
TTATEATL L3 MO-1E34567
ARRESTING OFFICER:

HGEE TRARON-PHUL
AFFIGER J. T ¢ 963
TESTIMG OFFICER:

HOEFT-ARROH-PRUL
OFFICER I.D,: 9B3
PERMIT HUMEER: Z2B422
EVPIRATION DATE: 12-277)4
MISCELLANEQUS DATAHS

-~ BREATH ANALYSIS —--—

085 48
GR148

. BaR
VERIFIER

BLAMK TEST
IMTERMAL STANDARD
'FADIO INTERFEREMCE

br Signaturges=—" C ;: e 903

e m————

220802

PR NN U ST PRI R S

Face s Side oo - T‘his Vdge D First

BAC DataMaster
Ev1dehce Ticket

HTE OF MISSOURI
CITY POLICE DEPHPFHEHT

BAC TATAMASTER SERIAL NUMBER £011%5
653114

ARREST TIME: @7:an
CEURJECT MAME:
TEST BLARK/TEST
TIRE 12,2108 SEA: M
T STATEAD.L.: MO~ 1RZ4567
ARRESYIHG OFFICER:
HAEFT/RARDN/PALIL. -
"DEFICER I.0.: 983
TESTIN® OFF INER:
HOEF T ~ARRON-PALIL
OFPICER 1.D0.: 9483
FERMIT MUMBER: 22942C
CEXPIRATION DATE: 1R-&7-14
MISCELLANECUS BATH:

S

~=— PREATH RAMALYSIS -—-

‘;BLHHK TEET . B3 88751

wnemeel - INTERMAL STANDART YERIFIEDN  @B:Sl

‘ SUBJELT SAMPLE . GRG BRe aR
» DIAG o Rt

BLAME. TEST

Opoerdtor Signalure,.@ D032

2208



Face This Side [jo\vn Eh1<1 dgt 1n !1:4

BAC DataMaster

:THTE 0OF MISSOURT
LIHBEPLINB CITY POLICE DEPHP]NEHT

BAL nﬂTﬁﬁﬂk- R SEFIAL WUMBER 2@ l&S
BE-2/14

TEETING OFFICER:

HOEFT ~ARRCN-PHUL
OFFICER T.%,: 993
FERMIT NUMBER: 2294iFe
EAPIRATION DATE: 12727714
MISCELLANEQUS DATH:

~—= SUPERVIZOR MODE ~--

BLAMK TEST . 366 Ga:4n
INTERNBAL STANDARTR VERIFIED agr 44
EXTERNAL ITANARRD  E97 ag:4g
ELAMK TEST . DEE iz s HEN
ERTERNAL ETANDRED » 535 PR 4z
ELANK TEST LG gt de
EXTERNAL STAMDARD . 1299 a5 42
ELANK TEST BEg age43
HN=3

Sl = ot

BV, = (@98

or Sigoaty %

220502

ol s "

Face This Side Down -

M?B;AC DataMaster
- Evidence Ticket

.
This Edge In Fira

bTHTE OF MISSOURY :
kIHBERLIHh CITY POLICE DFPHPTMEHT

BAC DHTHMH?TER SERIAL HLMEER 231185
aS5-nie 14
Ags 57

~~~ DIAGNOSTIC CHECK —--

COMPLITER? OKAY
PROBRAM (B4-A7-200935  OKAY
" HEATERS
SAMFLE CHAMBER: 49¢
FLoth DETECTOR? OKAY
T R

 HIGH SPEED: CIKAY
DETECTOR: \ DKAY
:::::]?FILTER$= | HKAY
 GUARTZ STRNDARD: QKAY
fCHLIBRHTIDN: . QKAY

PRINTER TEST
VURRNE T i, - AR 234EETES 1 (=2 TRARCTIEFE
- HLAUMMOPQRSTUVIRYEL T * abe rlnf-:himk!mnn
qurstuuuru {137

22080

Qperator Signamﬁ é)& 3
.. \h—_""-..‘-.“'.-”'




Pl Gtes ] - e 32

State of \'i::;sgult
DEPARTMENT OF HEALTH

~ AARON PH@E}:«T’;

- is here!oy authotized 1o rstruct -and’ supervise .operators, train instructors, lnspect
oahbmte, perform field.repairs, and operate the foliowing-breath anatyzer(s):

DATA&MASTER

. for the determination of tha alctholic oontent ot biood from.a sampte ufaxplred (alvecdar)- :
.air lssued: under the provislons of. secﬂons !:77 OQMhrounh §77.041..RSMo 1966, . - -

.12&7;2012 o {NA

- ke R mm«mmmm -
o 220022 IO SR
res .A. 2{.._2[2&)_14 a :
= S Mmmamm . :




