WISSOURL DEPARTIVENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC MEALTH LABORATORY

BREATH ALCOHOL PAOGRAM

DATAMASTER MAINTENANCE REPORT RECEIVED -
' By Carol Day at 9:39 am, Jul 14,2014 6

Complete this raport at the time of the regular monthly preventive maintanance check (not to exceed 35 days). '

Complete this report whenever the Instrument is setviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 16 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAIIE OF AGENCY DATE OF INSPECTION
2011856 KIMBERLING CITY POLICE DEPARTMENT 07/04/2014
LOGATION OF INSTAUMENT (STREET AND GITY) TIME OF INSFECTION
34 KIMBERLING BLVD, KIMBERLING CITY 2:22 pm

CHECKLIST: Place & mark in the box by each item if found to be satisfactory or if operating within estabiished limits. (Write in observed values
where determined.) Unmarked items musl be corrected before using instrumant.

/] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 07/04/2014 14:22
[/l comPUTER ¥l veTECTOR
k] ProGRAM 7l FiTERS
V] HEATERS SAMPLE CHAMBER 49°C M QUARTZ STANDARD
K rLow bETECTOR | I CALIBRATION
&/} PUMP HIGH SPEED PRINTER

K1 ipicaToR LigHTs
I/l SIMULATOR SOLUTION SUPPLIER GUTH LABORATORIES LoT # 14030 EXP. DATE 01/20/2016

K] SIMULATOR TEMP (34°C & 0.2°C) 34.0 °C SIMULATOR SN SD2753 EXP. DATE 12/02/2014

/1 CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three teats must be within 5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084%% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1= (og TEST2« o8 TEST 23 % 009

m PERFORM R.F.l. TEST (PRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 |(0-.04) 0 (.05-.09) 2 (.10-.14) 2 (.15-.19) 0 ‘OVER .19 0

LIST ANY NEW PARTS AND DESCRIE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT T0 OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LWUTS
{USE OTHER SIDE IF NECESSARY).

INSPECTING OFFICER ="' = s oo

PRINT FULL RAME

SIGHATURE - o ) ' )
) %ﬁ Qg:‘s AARON PAUL HOEFT
TYPE | PERMIT ROMBEREXPIERGN DATE #+ ) TELEPHONE NUMBER
220422 1212712014 (417) 739-2131
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Blvd,
Poplar Bluff, MO 63301

MO 580-1488 {2-08) ’ AN BGUAL OPFORTUMTY/ARFAMATIVE ACTION EMPLOYER LAB.11G
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- BTATE OF MISSOURT .
KIMBERLING CITY POLICE DEFARTMES

BAC DATAMASTER SERIAL NUMBER 201185
07.84-14

PRREST TIME:
SUBJECT NAME:
. TEST-RFI-TEST
DOR: 12-21-21 SEHs M
STATE-D, L, ¢ MO/ 123456
ARRESTING OFF ICER:

HIEF TAHARONPRLL.
OFFICER I.D.: 923
TESTING OFF IGERS

HOEF T ARROMFRIL
OFFICER I.DL: 303
PERMIT HUMBER: 2@edEs
EXPIRATION DATE: 12/87-14
MISCELLANEDUS DATAZ

Regl

-—— BEEATH AMALYSIZ -——

ELAHK TEST
INTERMAL STANDARD
FRDIO INTERFEREMCE

« G683 i
VERIFIED 1

L3 1
AV Y

o Signature //@ 9?0,3'
— w ¥

2208-02

Face This swde Pown - This Bdge L First

| BAC DataMaster
-~ Evidence Ticket

STATE OF MISSOURT
KIMBERL Tl CITY POLICE DEPARTHEHT

BAG DATAMPSTER SERIAL NMUMBER 281185
A7 14

'ARREST TIME: 18121
SURJECT NAME:
TEST/RLANKA TEST
MIE: 4842181 C3EX: M
STATEN. L. MO-123456
ARRESTING COFFICER:
HOEF T~ ARAROM-PRLI
OFFICER 1.0.t 902
TESTING OFF ILER:
EF T/ARRONPALIL
OFFTCER 1.0, 902
FERMIT MUMBER: 220428
. EXPIRATION DATE: {&/27-14
MISCELLANEOLS DBATAS

-~~ RREATH ANALYRIS ——-

o rLa TEST , 800 14236
" INTERMAL STANDART VERIFIEN  14:36
SURIECT SFMPLE . D3 {4157

" BLANK TEST 630 14137
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e

220802
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OMPUTER: . DKAY
"ROBRAM {Q4-87~2000): nlkKAy
EATERS _
FMELE CHAMEBER: A
LY DETECTOR: QKAY
‘LMP

{I6H SPEEI DiERY
ETECTOR: KAk
"ILTERS: QKRAY
WARTZ STANDARD NKAY
ALIBRATIONS okAY
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STATE OF MISSOURI
B CITY POLICE DEFHPTM&NT

K THEES

. pAC HATANMASTER SERIAL NUMBER 281185
@780 14

TESTIMG OFFICER!
HOEF T-AAROMAPRUL

OFFICER I.D.: 943

PERMTT MUMRER: ZeBde2

EXFIRMTION DATE: 12-87-1d

MISCELLANEQUS IFETAS

i SUPERYISOR MODE ~ewm

BLANK TEST el 143 &5
IHPERNAL STANDARD VERIFIER 14225
EXTERNAL $TRNDARK . 098 14226

ELANK TEST . 800 14t 26
"EXTERMAL STAMDARD RS 14127
ARLAMK TEST . 306 14:27

L EXTERNAL STAMDARD L0983 - 19i2s
BLANK TEST . AGG 14:28
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Siote of Missourt
DEPARTMENT OF HEALTH

- AARON P-H:OEFL*;

s hereby authorized to nstruct and ' supervise .operators, traln Instructors, Inspeot,
mhbrate perform fietd repairs, and operate the following breath analyzer(s):

DATAI\L’&STEQ

tor the determmatton of the alebhollc content of blaod irem asample of. ea;plred (alveolar).
.ol Issued: under the: provislons: ofseetions 577 020 through &77. 041, R6Mo 1986, . -
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