MISGOURI DEPARTMENT OF HEALTH AND SENIOR SBRVICES
STATC PUBLIC HEALTH LABORATORY
BREATH ALCOHOL FROGRAM RECEIVED 2/19/14-CD

DATAMASTER MAINTENANCE REPORT
. | REVIEWED
Complole thlp rapoit at tho timo of 1he ragular monthly preveniive malnlonance check (ned to excesd 35 daﬂ By Carol Day at 9:27 am, Mar 14, 2014

Completa his reperl whenever e Insltumenl Is sorvicod or ropalred and whenever It is placed into gervics,
Relaln the orlginal and send a copy within 15 days to the Broaih Alcohol Program, DHSS.
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CHECKLIST: Placo a mark In the box by each llem If lound to be sallsfaclory or If operating within establlahed limlts. (Wrlte In observed valuos
whare dolerminad.) Unmarkad items musi ba corrocted before using Inslrument.

&I DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printouty 0310~ 200 @ 23117
B compuTER Bl vetecron
B4 eroGrRAM B rirers
B earens saveLe cqaveea 1+ 99 «c B uanTz sTANDARD
& rLow pETECTOR & caLiBRATION
B4 pump HioH speED ‘ BIpriNtER

Bd INDICATOR LiGHTS

B sIMULATOR SOLUTION SUPPLIER _Rﬁgfn___/_'TﬁfEC in 9 tor#_IRA00X,  exp pare 08-29-14
B IMULATOR TEMP (G4°C = 0.2°0) 3 s 0« simuLaToR sN___SD 388  exp parg 03134

‘E/CALSBHAT(ON CHECK ~ {ONLY ONE STANDARD 18 TO BE USED PER MAINTENANCE REPORT)

Run three lesls using a standard solutfon. All three teats must be wilhin 5% of the standard value and must have a aproad ot 005 or
logs, Mark the box corresponding 10 the standard solutlon belng used, (PRINTOUT ATTACHED)

0.100% STANDARD » MUST READ BETWEEN 0,095% AND 0.105% INCLUSIVE
0.060% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TCST 1 » TEST 2 W TEST3 =

BY PERFORM R.FI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 -0 7] (.05-.08) 0 ](.10-.14) fl, (1599 () OVER .19 O

LIBT ANY NOW PAATE AND DAUCRIDN ANY ALTGAATION QFl MODIFICATION THAT WAQ MADE TO AERTORA THE NG TRUMENT TO ORORATA SATIOPACTORILY AND WITHIN RATABLISHED LMD
{URH OTHER JIDI IF NOICORBARY).
None,
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AZTURAN COMPLETED REPOAT TO THE: Brealh Aleohol Program, MO Department of Heallh and Senlor Sorvicos, Soulheast Distret Offlce
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FEB-14-28914 12:55 From:CHAFFEE POLICE 15738873455 To: 15732489139 P.777

'ING INC.
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CERTIFICATE OF ANALYVSIS

MANUFACTURER AND SUPPLIER: RepCo Marksting, Inc.

LOT NUMBER: 12002
EXPIRATION DATE: Augest29,2014 at11:59 p.m.
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(05% Confidence).
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This docoment s a trus re] seritation of the ariginal Cartificato of Analysis.
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Hace This Side Down = This Edge In Flyst

BAC DataMaster
Evidence Ticket

STRTE OF MISSOLURI
CHAFFEE POLICE LERARTMENT

BRC DATAMASTER SERIAL MUMBER 201262
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HEATERS _
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BAC DataMaster
Evidenice Ticket

STATE OF MISSOURI
CHAFFEE POLICE DEPARTMENT

BAC DATAMASTER SERIAL NUMBER 281203 !
B2-/12714 !

TESTING OFF[CER:
SAMMUTAWELL TAM-J
UFFICER I.D.¢ 5215EMODPS
PERMIT NUMEER: 236026
EXPIRATION DATE: @o-na-is
MISCELLANEDUS DATA: !
FEB 2014 MRINT REPORT

==~ SUPERVISIIR MODE -~- )
BLANK TEST At 234 L4
INTERNAL STANDARD VERIFIED  2312¢
ENTERNAL STAMDRRD JB%g 22127
BLANIK TEST BBl R31z7
EATERMAL STANDGRD L 1399 2ardy
BLANK TEST 1389, 23122
EXTERNAL STAMDARD - 1486 229
—-  BLANK TEST « EQR d3:39

S, = 994
AVG, = 8933
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Face This Slde Down = This Edge 1o First
BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
CHRFFEE POLICE DEPARTMENT

BAC DATAMASTER SERIAL NUMBER 261203
fasigs14

ARREST TIMEe 23:39
SURJECT NAME:

TEST/TESTAT
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RARRESTING OFF ICER!

SAMMUT AWILLIAMJ)
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OFFICER I.D.t S21SEMODPS
PERMIT MUMRER: 232026
EXFIRATION DATE: Q200,15
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INTERMAL STANDARD
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM
PERMIT

TYPEI -

égumé.

ts herelryy anthorized to Instrust and supervise operators, trln instructors, inspect, calibrate, performn feld service and repalbrs,

and operate tha following breath analyzer(s):
DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, ASMo and 308,111 through 306,119 RSMo.
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