MISBOURI DEPARTMENT OF +IEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT

Complele {his reporl al the time of the regufar monlhly prgventive malnlenance check (hot to exceed 35 days).
Complote thls repor! whonovaer tho Inalrument [ serviced or ropaired and whenever It Is placed Into service,
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! CALIBRATION CHECK — (ONLY ONE STANDARD I3 TO BE USED PER MAINTENANCE REPQRT)

Hun three lests using a standard solutton, All three leals musl be within 5% of the slandard value and must have a spread of .005 or
fepe. Mark lhe box corresponding lo the slandard solutlon belng used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.108% INCLUSIVE
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REPCO MARKETING INC.
8101108 HTONYBROOK ORIVE

HALHIGH, N.C. 27604
0108788480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 13002
EXPIRATION DATE: June 19, 2018 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufannn'ed, tested and supplied Lot Nmnber
13002 __ of Alcohol Certified Solution for simulators. Random samples of said lot -

number were analyzed by an independent Jaboratory utilizing a gas chromatograph
and found to contain __.1217 -  gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were foundto be free of

any mverfemng substance. i
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L

Breath when heated 10 34 Degrees Célsius -/-0.2 Degrees Celsius in a simulator

(95% Confidence).

The date of menufacture for this lot number is June 20, 2013
The expiration date for this lotmmber:sM at
11:59 pm.

This document atmcrepres on of the original Certificate of Analysis.

Lo, B.

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02



-

MquMsSMcDown-TMaEmwlann

BAC DataMaster
Evidence Ticket

STATE oF MIZS0OURT
CHAFFEE paLroe DEPARTHENT

BAC DATAMASTER SERIAL NUMBER 291 2o
H5/89-14
1856
T DIABNOSTIC CHErK —mn
COMPUTER: LKRY

PROGRAN (04-07-2Baas; KAy

HEATERS
SAMFLE CHAMBER: 4
FLOW DETECTOR: - ORRY
PUMP
HIGH SPeeps OKAY
DETECTGR!‘ dicay
—-—  FILTER%: DEAY
HURRTE STANIRRD: DRAY
CRLIBRATION: OKAY

PRIMICR TEST
!"#$¥&’(J*+.—.f@!ES#E&FS?:I<=>?@HBCBEFG
HIJHLHNDP@RETUVMHYE[\J““‘abtdefqhijklmno
Loarg byt | b s

S&0
Operntor Siguu!urc‘LLW{ Qﬁ SD i

R



-

PFaee This Slde Down « ‘This Kdge In First
BAC DataMaster
Evidence Ticket

STRTE OF MISSOURI
CHAFFEE POLICE DEPARTMENT

BAC UATAMASTER SERIAL MUMEER 231203
352914

TESTING OFFIRER:

SRMMUT AWILL IAM-J
OFFICER I.D.: ZEMO 521
PERMIT MUMBER: 230026
EXFIRRTION DATE: G2-02<15
MISCELLANEDUR DATH:

PIRY MAINTEMANCE RERORT

CHRFFEE PD DATAMARSTER

=== SUPERVIZOR MODE ~=-

ELAME TEST « 163 11243
IMTERMAL STANDARD VERIFIED 11142
EXTERMRL STAMDARD . 39D 11ead
BLAMK TEST L) 1144
EXTERNAL STANDRRD LBgR 11045
- BLAHE TEST « BB 11945
T EXTERMPL. STHEMDARD <OEY 11545
BLANE TEST BE0 liv4e

Moo=

318, = 499
AVG. = @93

SEAMD
Operator Sighature 6LV{ izﬂﬁﬂﬁs{% pFS ék}ja



waTMsSMuDuwn-Thh}h&chtﬁwﬂ

BAC DataMaster
Evidence Ticket

STATE OF MISSOURD
CHAFFEE POLICE DEFARTMENT

ERC DATAMASTER YERIAL MUMBER 212

RE-R9 14

ARREST TIME: large
FURJECT NAMEs

TESTATEST T
B ai.91.41 FEX: M
STATE-D. L. 2 HC 12 350
ARREST INE OFF TCER e

SAMMUT A ILL T Ap
OFFICER 1.1nt gEMp ARt
TESTING COFFICER:

SOMMUTAWILL 18R
OFFICER I.D.t sEMO S21
PFERMIT MUMBER) 228026
EXWPIRATION i B2-4587 15
MISCELLANEOUS DpTA:

MRY MAINTEMANGE REPGRT

RFT TESY

“== ERERTH AMALYSIS wm-

9z

CBLAMK TEST . 36D 11557
INTERMAL STAMDARD VERIFIED 11154
RADIO IMYERFERENEE

SEery
Dperator Signnture q'/' jg%w/%_ s 5& :’




<550 o ]
SZANEET HODS Qi BENTH 40 AINSHINEIQ S0 010G

PR Bepy CI0Z/80/20 SINIE
\F@J\HJOA u./ 3 9TO0ET H2EANMN
ASQIVEOSYT HITVEH ONEnd SIVES S0 YOS

——5 ] SZ T

"ONSH 611°90% yBNaNg (11°90€ PUe OWSH “LY0'LLS UBNONE 020r 44§
SUDRIBS JO SU0ISAAIC 3Y) J3PUN PANSS] Jukisd 7o paltxs Jo 5jdures B L0y Pooig JO ISJLI0 S(OLD0ME BU) 10 UDIERLILLISIZP SU 10}

HALSVIAVLVA
{shszfeus peasg Gumopo) e exeiado pue

"sieday pue S9A1s piay wuciad ‘seiges “ppadsu) ‘SITDRYSL) URY ‘SIjERdo aSWIEGNS DU DS & PaZIMNE Agamy

LOWINVS £ INVITIIAM
- il 3dAL

1iNH3d

WYEBO0Hd 10HOOTV Hiv3Ha
SIOIAHIS HOINIS ANV HLTVIH 40 INSWIEVE3A

[HNOSSIW 40 31VIS

15) Larnoes o

@



