MISSOURI.DEFARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT ‘ By Carol Day at 1:44 pm; Apr 01,2014

Complete this report at ihe time of the ragular rmonthly preventive maintanance check (not o exceed 35 days).
Complete this report whenever the instrument ie serviced or repaired &nd whenever It 1S placed Into service.
Aatain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

BATARASTER SN HAME DF AGENGY DATE QF RGPECTION
201208 Desoto Police Deparlment 03/28/2014
Tihes OF INSPECTION

LOGAYION OF ISTRYMENT {BYREEF AND CITY)

| 17 Boyd Desoto, MG 63020 2:49 am
CHECKLIST: Place a mark in the hox by each ltem [f found lo be satisfactory or if operating within established limits, {Write in observed values

where deterfined.) Unmatked ilems must be correcled bofere using instrument.
DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 03-28-2014 0249
COMPUTER [/l peTECTOR
PROGRAM - I FiTERS
HEATERS SAMPLE CHAMBER _________49+C [} QUARTZ STANDARD
[7) FLOW DETECTOR [/} CALIBRATION
PUMP HIGH SPEED [/] PRINTER
[7] INDICATOR LIGHTS
[/] SIMULATOR SOLUTION SUPPLIER Guth Labs LOT # 13210 EXP. DATE 07/2912015
SIMULATOR TEMP (34°C £ 0.2C) 34.0 °C SIMULATOR SN SD2750 £xp. DATE 10/07/2014

CALIBRATION CHECK — [ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solution, All thrée tesls must be within +5% of the slandard value and must have a spread of .005 of
Joss. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED}

0.100% STANDARD - MUST AEAD BETWEEN 0.085% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1% 101 TEST 2w 101 TEST3 = 402

PERFORM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT.
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 1 ’(.OS-.OQ) 0 (10-.14) 0 {.16-18) 0 OVER .19 0

LIST ATEY HEYY PARTS AND OESCHIDE ANY ALTERRTION OR 1ODIFICATION THAT WWAS MAOE TO AESTORE THE INSTRUMENT TO OFERAVE SRTISFACYORILY AND WATHIN ESTAULIGHED LIMAS
(USE OYHER SIDE IF NECESSARY).

NSP R OFF H
SIGHATEIE ] PHINT FULL NAME
» o7 Danisl Scott Snodgrass
TYPEh PERMIT RDBBEREKFIRATION DATE TEVEPHONE NUMBER
220142 06/12/2014 {(636) 586-8891
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast Districl Office
2875 James Blvd,
Poplar Bluff, MO 83901 :
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NIST Traceability: '
Standard lot number FNI122211.02 whose

@

@6 GUTH LLABORATORIES, INC.

530 NORTH 6Tth BTREET ° MARRIEBURD, PA 17111 4611 @ TELEPHONE: TITS84B470

CERTIFICATE OF ANALYSIS

Certified Alcohol Rt:ference. Solution for Simu}._ator

Random Samples of Lot Number 13210 of
Alcobol Reference Solution for Simulator were analyzed by
gas chromatography on July 31, 2013, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1216% (w/vol)
ethy! alcohol. The expiration date for this lot
number is July 20,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
249C /- ,2°C, this solution wili give a breath alechol

1

analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substunces.

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

Testing was conducied using Cerilliant Referenve

values are traceable to NIST,
All balanves are calibraied annnally by an outside agency

Calibration verificatio

Se/bo Jo9d

using NIST traceable weighis.
n is done prior fo cach use willizing NIST traveable welghts.
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Face Lhis ¥ide Down — This Zdpe In First

BAC DataMaster
Evidence Ticket

T

TPHTE OF MITsCuR]
DEESOND POLICE NEPARTHEMT

BAC DATAMASTER SERIAL HUMBER &012hg

BEs20e 14
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vace Ui Suae Down — £hs nage In 1irst

BAC DataMaster
| . Evidence Ticket

TTATE OF MISSoUR]
DESWD FULICE DEPRRTMEMY

BAC DATAMASTER SERTAL MUMBER 281263
f2-ges 19

ARREST TIME: BE9g
SUEJECT NMRME:
RF [ CHECK
nops Blesiscen
ETATEAD. L. v MO-HF
OREESTING OFFICER:
PR
OFFICER 1.0y Qi
TESTING OFFICER:
EHOOGRAT R TIAMNIEL <200 T
OFFICER £.0.t BGY
PERMIT MNUMEBER: Rziise
EFIRFTION DATE: B&-12-14
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S0/50

State of Missouri
DEPARTMENT OF HEALTH

PERBMIT

% TYPE II

DANIEL SCOTT SNODGRASS

p———

is hereby authorized 1o instruer and supervise pperators, train instructors, inspest,
calibrate, pertorm figld repaics, and operate the tollowing breath andlyzer(s):

DATAMASTER

p——

+ortie determination of the alcoholic conieni of blood from a sample of expired {alveolar)

1 sections 577.020 throuah 577:0_41, FiS i 19BE.

air. Issued under the provisions o
— 2
06/12/2012 L b
g . Dlrum}r of Slate Fullic Heallk Labgratory
Numbnr. 220142 ' // | ?!/ /;2 ) ’_";
e 6/12/2014 : ‘ : ;
R Dirantar, Depurbnunt of Haallb

" Lt 4 (R0
WA BLOUTTT {78 Rl
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