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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIGC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT RECEIVED 3/9/14-®¥BORT &

iREVIEWED J

By Carol Day at 4:21 pm, Mar 31, 2014

Complete this report al the fime of the regular monthly prevenlive malntenance chack (nol to excoad 35
Complete this report whensver the Instrument Is serviced or repalred and whaenever it is placed into serv
Retain the original and send a copy within 15 days to the Breath Aleohol Program, DHSS,

DATAMASTER 6N NAME OF AGENGY DATE OF INGPECTION

20129 . PERRYVILLE PD 03/04/2014 -
LOGAION OF INSTAUMENT (STREET AND CITY) TIME OF INSFECTION
120 N. JACKSON ST. PERRYVILLE 11:48 am

CHECKLIST: Place a mark In the box by each ltem If found to be salisfactory or if operaling within establishad limits, (Wriie In obaerved valuea

where delermined.) Unmarked items musl be correcled before using Instrument.
DIAGNOSTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME (from printout) 03/04/2014 11:48

i compuTER ‘ DETEGTOR :

1 proGRAM FILTERS

HEATERS SAMPLE CHAMBER . +48°c /] QUARTZ STANDARD

FLOW DETECTOR - 7] cAUBRATION

PUMP HIGH SPEED PRINTER
INDICATOR LIGRTS
[Vl siMULATOR SOLUTION SUPPLIER REPCO LOT # 13002 EXP. DATE 08/19/20156
SIMULATOR TEMP (34°C % 0.2°C) +34 "G SIMULATOR SN SD2778 EXP. DATE 09/16/2014

CALIBRATION CHECK - (ONLY ONE STANDARD I$ TO BE USED PER MAINTENANGE REFORT)

Run thiee lests using a standard sofution. All three lesls must be within +5% of the standard value and must have a spread of .005 or
tess. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED).

!Z] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[:I 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% {NCLUSIVE

TEST2a 402 TEST 3 w 102

TEST 1% 101

PEAFORAM R.ElL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
(PO NOT INCLUDE SELF-ADMINISTERED TESTS) :

REFUSALS 0 [(0-.04) 0 {.05-.09) 0 (.10-.14) 0 (.15-.19) 0 OVER 18 0

LIST ANY HEY PAAYS AND DESCRAIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATIGFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER $IDE IF NECESSARY), -

instrument ls working within DOHSS guldithes

INSPECTING OFFICER .. -~ B SR
FRINT FULL NAME

: ?}f// MM Zr | WESLEY BELL
TYREI PEAMIT NUMBERVEXPIRATION DATE ’ TELEFHONE NUMBER
230197 09/18/2015 {673) 647-4646
RETUARN COMPLEYED REPORT TO THE: Breath Alcohol Program, MO Deparlment of Heallh and Senior Services, Southeast Dislrlet Offlea
2875 Jamas Blvd, : :
Poplar Bluff, MO 63901

KO BBO-1468 {2.08) AN EGUAL OPPORTUHITY/AS FHAMATIVE ACTION EMPLOYER
sanvioss provided on & hod sarimaldy basy

LAB-116
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REPCO MARKETING INC. |
AtdueB SYONYBR!‘)OK DBRIVE
RALEIGH. N.C. 27604
419-B76-84080
CERTIFICATE. OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Merketing, Inc.
LOT NUMBER: 13002 .
EXPIRATION DATE: June 19,2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

- RepCo Marketing, Inc. manufactured, tested: and suppiied Lot Nqniber,
13002 _ of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to confain __ 1217 - gms/dl +/~.003 gms/dl wtivol ethano_l (95%

The alcohel and distilled water nsed in the solunon were found to be ﬁee of

' any interferring substance.

This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Célsius +/-0.2 Degrees Ce]SHIS in a simulator

- (95% Conﬁdence)

The date of manufacture for th"is Iot number is' .fune iﬁ, 2013
at

The expiréﬁon date forthis lot number is __~_June 19, 2015
11:59 p.m. | '

This document is a true representgiion of the ongmal Cemﬁcate of Analysis.
_ &AE—QI 8 |

Cecil B. Garner, President
RepCo Marketing, Inc,

FPorm RM 02
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BAC DataMaster
~Evidence Ticket

STATE OF MISSOURI .
AT DHTHMHSTER SERIAL NUMEDER 261289
@a/@4?14 ,
1t:
m—— TIAGHUSTIC CHECK ~~-
AMPUTER: KAY

‘ROGRAM (B4-B7-Z08901 UKRY

fERTERS

AMPLE. CHAMBER! 48
oW DETECTOR: GlHY
URP

1iAH SPEED: OKAY
ETECTOR: oKRY
TILTERS: ' ' UKﬁT
WARTZ STANIARD: OKAY
CALIBRATION: OKAY
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- ARAB414

IESTING 1FFICERS
PELL VESLEY

.+, [OFFICER 1.B.: 11%
« PERMIT NUMBER: 226137

UEMPIRATION DATE: 82/13/15

- MISCELLFNEOUS DATAS
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© ELANK TEST , 688
INTERMAL STAMOARD  ° VERIFIED
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STATE OF MIBSOQURI
BEPARTMENT OF HEEALTH AN, BENIOR SERVIGES
BREATH ALOBHOL PHOGRAN

PERMIT
- TYPEI .
__WESLEY JBELL
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4, STATE OF MISSOUR|
O DEPARTMENTY OF HRALTH AND SENIOR SERVICES
BREATH ALCGHOL PROGRAM

% INSTRUMENT OPERATOR CARD
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Operator  BELL, WESLEY
Permit No 230197
'Dalalsaued 9/19/2013-  Dala Explren 9/19/2016






