i) BREATH ALCOHOL PROGRAN
2 g DATAMASTER MAINTENANCE REPORT

Complele this raport at the t!me of the regular mon!hly preventlve maintanance chack (not o excead 35 days)
Complete this reporl whenever the instrument is serviced or repaired and whenever it is placed into servics.
Rataln hs orlglnal and send a copy wilhin 15 days 1o the Breath Alcohol Program, DHSS.

4 mc :?‘UB‘LI(_Z FEALY I LASCAMA DR
[RECEIVED ]

By Carol Day at 12:52 pm, Oct 07,2014

DATAMASTER §N | narE OF AGENCY ' DATE OF INSPEGTION
201209 Perryville PD : 10/06/2014
YIME OF INSPEGTION

LOCATION OF INSTRUMENT (STREETF AND CIYY)

120 N. Jackson St. Perryville 8:22 am
CHECKLIST: Place a mark in the hox by each item if found to be satisfactory or if aperating within estabhshed limits. (Write In observed values

where determined.) Unmarked items must be corrected beforo using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (trom printout) 10/06/2014 08:22

/1 coMPUTER ‘ | Il pETECTOR

PROGRAM Kl FiTeRs

HEATERS SAMPLE CHAMBER +48°c . /] QUARTZ STANDARD -

Kl FLowDETECTOR I/ cALBRATION

[/] PUMP HIGH SPEED , : I/l PRINTER
INDICATOR LIGHTS ' |
I/ smurator soLuTIoN SUPPLIER Repeo LOT # 14001 EXP. DATE _04/30/2016
/] SIMULATOR TEMP (34°C % 0.2°C) +34 “C SIMULATORSN __ sd2778 gxp pAre 09/16/2014

[/] CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPGRT)
Run three tests using a standard solution, Al three tests must be within 25% of the standard value and must have a spread of 006 or
loss, Mark the box corresponding to the standard golution belng used, (PRINTOUT ATTACHED) .

% 0 100% STANDARD - MUST READ BETWEEN (.095% AND 0,105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 1 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0 042% INCLUSIVE

TEST 2w 101 TEST3 w402

TEST 1% 100

IE PERFORM R.Fl, TEST (PRINTOUT ATTACHED)
| INDICATE THE NUMBER. QF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPQRT:
|{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

’HEFUSALS 0 [{(0-.04 -0 {.05-.09) 0 (1014} 0 (15-.19) 1 OVEH Jde 0

LJSTANY NEW PARTS AND DESCRIBE ANY ALTERATION Of MODIFICATION THAT WAS MADE TG RESTORE THE INSTRUMENT 7O OFERATE SATIIFAGTORILY AND WATHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESSARY),
instrument is woirking within DOHSS Guldlines e

PRINT FULL NAME

. SIG%WM 79 Wesley J Bell
TELEPHONE NUMBER

TYPE It PERMIT NUNBER/EXPIRATION DATE
230187 T 09/19/20156 . (573) 547-4546
: RETURN-COMPLETED REPORT TO THE: Breath Alcohal Program, MO Departmenl of Hsalth and Senlor Services, Soulheast Distrlct OHlce

2675 James Bivd, .
Poplar Bluff, MO 83901

410 BAD-1 458 (2-08) : AN EOUAL QFPORNATYAFHAMAIVE ACTION £1FLOYER
SETALES provided on a nordueimalyy biiy

LAB-18
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Received


REPCO MARKETING INC.
) . 2101188 STONYBROOK DRIVE

RALEIGH, N.C, 27864
919-B76-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 14001
EXPIRATION DATE: April 30,2016 at 1_1 259 pm.

RepCo Marketing, Inc. certifies the following: _

-~ RepCo Marketing, Inc. manufactured, tested and supplied Lot Number.
14001 . of Alcohol Certified Solution for simulators. Random samples of said lot -

number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __ .1216 gms/dl +/-,003 gms/dl wt/vol ethanol (95%

Confidence). . .
The alcohel and distilled water used in the solution were found to be free of
any ihterfer_riﬁg substance, | '
This solation will produce a vapor -alcohol value of 100 +/-3% gms/210L
Breath ﬁvhen hflaated 10 34 Degrees Celsiﬁs +/-0,2'ch;rees Celsius in a simulator

(95% Confidence). . _
The date_ of manufacture for this lot number is May 1, 2014

The expiration date for.this lot number is __- April 30, 2016 : at

11;59 pau,

This document i3 a true representation,
\; .

fthe original Certificate of Analysis.

Cecil B. Gatner, President .
RCPCO Malk&‘ﬁllg: II]-C.

Form RM 02

vy



i BA E; E)-&i-,aMéﬁasi,e,r
Evidence Ticket
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BAC Datalviasier
Evidence Ticket

STATE OF MIZSOURT
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STATE OF MISSOURL
DERARTMENTQF HEALTH AND SENIGR SERVIEES
BREKTH AI.GGHGL PRGSGHAM

 WESLEYJBELL .

5 hereby auiﬁorized ‘tu}na{rul:t arid' suparvise operalars; frai Tnsbuctors; !nepecr* callbra'f@ gerfmm Hield survicaiand tapa(rs

andgperate Ihe tollowing breath: anafyzerfsjp
DATAMASTER . | .
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edi. STATE OF MISSOURI
DEAARTMERT OF HEALTH AND SEHIOR SBAVICES
RREATH ALGOHOL FROGRAM

S55% INSTRUMENT OPERATOR CARD
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Qperalor  BELL, WESLEY

PermitNe 230197 '
Data Issued 8/16/2013  Date Explres 8/19/2015
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