MISSOURI DEPARTMENT OF HEALTH AND SENIOA SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT By Carol Day at 4:10 pm, Jun 11, 2014

Cornplete this report gt tha time of the regular monihly prevenlive maintenance check (not to axceosd 35 daya).
Complele this report whenever the Instrument is sarviced or repaired and whenever it is placed into sarvice,
Rotain the orlginal and send a copy within 15 days to tha Bréath Aleohol Program, DHSS.

OATAMASTERA 8N4 NAME OF AGENCY DATE OF INSPECTION
201211 Baella Villa P.0. 06/10/2014
LOCATION QR INJTRUMENT (GTREET AND CITY) TIME OF INSPECTION
761 Avenue H, Bella Villa, Mo 83126 4:66 pm

CHECKLIST: Place a mark In the box by each Itam If found to be satisfactory or if operaling within established limits. (YVrite in cbserved values
where detarmined.) Unmarked itams must be ¢orfeated before using Instrument.

) 0IAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 96/10/2014 18:56
7] comeuTeR DETECTOR
PROGRAM I} FiLTERS
HEATERS SAMPLE CHAMBER 49°C [ QuARTZ STANDARD B
FLOW DETECTOR /] CALIBRATION
7] PumP HIGH SPEED 7] PRINTER

K] INDICATOR LIGHTS

] SIMULATOR SOLUTION SUPPLIER Guth LOT # 13210 EXP. DATE 07/29/2015

E]  SIMULATOR TEMP (34°C 40.2°C) _ 34.0 °C SIMULATOR SN DS1095 EXP. DATE DA/17/2015

E CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPOHT)

Run three tests using a standard solution, All three 108t8 must be within £5% of the standard value and must have a spread of .005 or
lass. Mark the box corresponding lo the slandard solution being used, (PRINTOUT ATTACHED)

% 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 % (100 TEST2 % (100 TEST3 #* 0.101

E:] PERFORM R.FL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
(DO NOYT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{0-04) 0 (.06-.09) 0 (10-.14) 0 {.15-.19) 0 OVER .19 0

LIT AHY NEW PARTS AND DESCRIDE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE ATISFACTORILY AND WITHIN E9TABLISHED LIMITS
(U5 OTHER SiBE IF NECRBOARY).

PRINT FULL NAME
Peter Palombo

rveed PERMIT NUMBER/EXFIRATION DATE TELEPHONE NUMBER

246177 06/10/2014 | (314) 638-8840
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SIGNATUR g .

RETURN COMPLETED RERORT TO THE! . Breath Arcaol 2rogmaey, MG Jepanment of Health and Senior Sarvices, Soulheast District Office

2875 Jamas ¢ /.
Poda, 3 A0 851904 ]
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GuUTH LABORATORIES, INC,

CERTIFICATE OF ANALYSIS

Certified Alcohol Referemce Solution for Simulator

Random Samples of Lot Number 13210 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on July 31, 2013, using a Perkin Elmer Gas Chromatogtaph
Autosystem XL S/N: 610N9030209, and found to contain 0.1216% (w/vol)
ethyl alcohol. The expiration date for this lot
number is July 29,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C 4/ .2°C, this soluiioa will give 'a brsath aicohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test Interfering substances.

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

NIST Traceabllity!
Testing was conducted using Ceriliiant Reference Standard lot number FN122211-02 whose

values arg traceable to NIST,
All balances are calibrated annually by an outside agency ufing NIST traceable welghis.

Callbration verlfication is done prior to each use utillzing NIST traceable welghts.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

PERMIT
TYPE Il

PETER S PALOMBO

is hereby authorized to instruct and supervise operators, frain instructors, ingpect, calibrate, perform figld Service and repairs,
and operate the following breath analyzer(s):

_.DATAMASTER

for the dalerminalion of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections

577.020 Ihrough 577.041, RSMo and 306.111 through 306.118 RSMo,
;_.....-4»:::.:;

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
240177
NUMBER 2 N0 U c.GQaAQ\—/«

EXPIRES 4/22/2016
DIRECTOR OF DEPARTMENT OF HEALTH AND 8ENIOR SERVICES
MO 3600771 (8-10) LAB< {RO-10}

e

DATE ___4/22/2014

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICEY
BREATH ALCOHOL PROGRAM

w7 INSTRUMENT OPERATOR CARD
The nemed cordoiiar 13 gulhonTad (o oporele on avidentiel brooth eloohol
Es.{{f};ngmwmrm datgrmialion of tha afeahokz enstent in braath Rum of sxpired Al

b

Qparator  PALOMBO, PETER
ParmitNo 240177
Dite losued 412212014  Dalo Explres 4/22/2010




