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INSS0LRI DEPARTMENT OF HEALTH AND SENIOR SERVICES - RECEIVED
; STATE PUBLIC HEALTH LABORATORY By Carol Day at 2:34 pm, Mar 31, 2014
‘ 1 BREATH ALCOHOL PROGRAM
Y DATAMASTER MAINTENANCE REPORT : REPORT #6
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REPCO MARKETING INC.
. . : 310! -188 STONYBROOK DANE
oesrssise
'CERTIFICATY, OF ANALYSIS | 7 §-1%
" s

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
- LOT NUMBER: 13601 |
" EXPIRATION DATE: March7,2015at 11:59 pm.

RepCo Marketing, Inc. cextifies the following; |
, RepCo Marketing, Inc. manufactured, tested and supplied Lot Number,
13001 __ of Alcohol Certified Solution for simulators. Random samples of gaid lot
| number were analyzed by an mdepeudem Jaboratory utilizing a gas chrom&tograph
' and found to contain _ 1215 - _ gms/dl +/-003 gms/dl wifvol ethanol (95%

Confidence).
| The alcohol end d1sul]ed water used in the sohmon were found to be free of

- any interferring substance.
* This solution will produce a vapor alcahol value of 100 +-3% ngIZIOL
Breath Whﬂ]l heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in 2 simulator

¥5% Conﬁdence) . :
The - date of mauuﬁ:mmre for this lot pumber is March 8, 2013
- The expiration date for this lot number is __-_March 7, 2015 _at
11:59 p.m. o |

This docwment is a true repmsenZ’ou of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Tnc.
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Stave of Missouri
DEPARTMENT QF HEALTH

PERMIT
TYPE I

DAVID MACLIN

i hereby authorized to instruct and superviss operators, tiain instructors, Inspect,

calibrate, perform field repairs, and operate the following breath analyzerts}:
DATAMASTER

tor the determination of the alcoholic cantant of Blood from a sample of 2xpired (alveciar)
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