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RALEIGH, NC. 27604
219.876-5480

' CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine,

LOT NUMBER: 13002 o
EXPIRATION DATE: June 19, 2015 at 11:59 p.m,

RepCo Marketing, Inc. certifies the following:

" RepCo Markéﬁng, Inc. manufactured, tested and supplied Lot Number. -

13002 of Alcohol Cemfied Solution for simulators. Random samples of said lot

" pumber were analyzed by an mdepcndent Iaboxatory utilizing a gas chromatograph o
and found to contain 1217 - gms/dl +/-.003 gms/dl wt/vol ethapol (95% .

Confidence). -

'any mterfemng substance

This solution will produce a vapor alcohol va]ue of .1 00 +/-3% gms/ZlOL.'- '

Breath’ when heated to 34 Degrees Celsius +/-0 .2 Degrees Celsius in a simulator
-{95% Conﬁdence) ' C '

The date of manufacture for this' Jot number is  Jupe 20, 2013 '.

The explratlon date forthis lot number j is __ June 19,2015 at
11:59 p.m. - | |

This document is a trye represemgm of the origival Certificate of Analysis.

LGS AN

Cecil B. Garner, President
‘RepCo Marketing, Inc,

Form RM 02

3101.188 STONYBROOK BAVE

* The aloohol and d13tllled water used in the soluuon were found to be ﬁee of -
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o, -STAHEOFRMSSOURI
S o) DEPARTMENT OF HEALTH AND SENIOR SERVICES
' BREATH ALCOHOL PROGRAM

PERMIT
TYPEIl
DAVID MACLIN

Is hereby authorized 1o insiruct and Supervise operators, train instructors, inspect, calibrate, porform fleld service ahd rapairs;,
and operato the following breath analyzer(s): . o : '

—_ T e e

DATAMASTER

for the determination of the alecholic content of blood from a sample of expirad air. Permit issued under the provisions of seclions

P

277.020 through 577.041, RSMo and 306.711 through 306,119 RSMo.
DIRECTOR OF STATE PUBLIG HEALTH LABORATORY

DATE __- 5/13/2014 ’

240239 - : g
NUMBER Lo ' . ‘%.O...LQ \.} ’\‘»-"!L‘-g' X \.C{-!_-_]m .
EXPIRES 5/13/2016 - . acting director
T DIRECTOR OF DEPARTIENT OF HEALTH AND SENIOR SERVICES
10 88D-077E {6 1g) - - ) ' ' LAR-3 G610y

[~ S STATE OF MISSOURI
( ) ‘;\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
& 4@%&’ BREATH ALCONOL PROGRAM

\@&% =" INSTRUMENT OPERATOR CARD

Tha nsmed cardholdsr is 2vthorirad [0'operate 6 evidsntisi braath ploghot
astrument fof the deleamination of he Bleohollc content in bresth form of exphad a
1Cperator MACLIN, DAVID

- R
PermitNo 240238 ’
I_Ea!e lssued 61132014 Date Explres §/113/2018




