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w. MISSOURE DEPARTHENT OF HEALTH AND SENIOF SERVICES
v STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM :
ts

DATAMASTER MAINTENANCE REPORT RECEIVED

| By Carol Day at 9:43 am, May 12, 2014

Complete this report at the lime of the regular menthly prevenlive malntenance check (not {o exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever It is placed inlo service,
Retain the original and send a copy within 15 days lo the Breath Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
201221 North Kansas City Police Department 05/11/2014

TIVE OF INSPECTION

LOCATION CF INSTRUMENT (STREET AND CITY)
2020 Howell St., North Kansas City 11:37 pm
CHECKLIST: Place a mark in the box by each item iffound to be satisfactory or if operaling within established limits. (Write in observed values

where determined.) Unmarked items must be corrected belore using instrument.

/1 DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 05/11/2014 11:37 pm
[7] compuTER DETECTOR
i1 PROGRAM : W FiTERS
/] HEATERS SAMPLE CHAMBER 49°c /) QuARTZ STANDARD
[4 FLow DETECTOR ' : f [¥] CALIBRATION
PUMP HIGH SPEED | 7] PRINTER
[/l INDICATOR LIGHTS
I sIMULATOR SOLUTION SUPPLIER Guth Laboratories, Inc LoT# 13210 EXP. DATE 07/29/2015

K] SIMULATOR TEMP {34°C £ 0.2°C) 34.0 *C SIMULATOR SN 1309 EXP. paTE 02/03/2015

E CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run lhree tesls using a standard solution. All thfee ests must be within 25% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used, (FRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST t & 102 TEST 2w {01 TEST3 = 102

Y] PERFORM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DC NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 }(0-04) 0 (.05-.09) 0 (.10-14) 1 (.16-.19) 0 OVER.18 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTAUMENT TO OPERATE BATISFACTORILY ANG WITHIN ESTABLISHED LIKITS
(USE OTHER SIDE IF NECESSARY),

NIA

INSPECTING OFFICER =

PRINT FULL NAME

SFGNATUHE
Wsﬂ (S A. Newberry #128

TYPE ll PERMIT NUMBER/EXPIRATION DATE g TELEPHONE NUMBEF.

240004 0171472016 (816) 274-6013

RETURN COMPLETED REPORY TO THE: Breath Alcohol Program, MO Dapartment of Health and Senior Services, Southeast Dislnct Ofiice

2875 James Blvd.
Poptar Bluff, MO 63901

MO 5E0-1458 {2-08) AN EQVUAL CPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
8tk provided on B nopdistimatory basis

LAB-116
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-GUTH LABORATORIES, INC.

BON{IR'!H%STREET d HA.I'«UIISBI.I@!'!Gl PA 17111 (511 4 YELEPHONE 7‘!7-564-5470.

CERTIFICATE OF ANALYSIS-

-..C.é_l;tifiéd Alcohol -',Referenc_c Solution for Simulator

Random Samplcs of I.ot Number 14830 of.
Alcohol Reference Solution for’ Slmu]atm were ‘analyzed by
chromatography O - January 22, 2014 usmg a, Perkin Elmer. Gas. -
'-Chromatograph Autosystem XL S,‘N 610N9030209 and found . to. . contam.
0, 1215% (wfvol) cthiyl alcohoi The: ex’pnrahon date for t‘ms lot :
' number ‘i JanuaryZU 2016 at 11:59 PM. a

thn used 1n a calxbraied S:muiator, operanng at
34°C +/- .2°C, this so}utwn will give a brcath alcohoi
analysis. instrument readmg ot 0,100 g/210L +/- 3%, - -

The alecohol and water used-'iﬁ this solution were, . )

* free of ‘test interféring substances.’

Tzd L. Pauley, Presnden‘. ,
GU'i;H LABORATOR]ES INC

NIST Traceabmry
Testing: was conducied using’ Cerilliant Reference Smna’ard Io: rzumber FNI?ZL’U-D} whose

values are traceable to NIST.
All balances are calibrated anmmuy by-an outside agency using NIST rraceablc wezghts

Calibration ver{fmalion is déne pnor to edch use ;m]:zfng NIST Jraceab!g we:ghrs
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