
MISSOURI DEPARTMENT OF HEALTH AND SENIOH SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT REPORT #6

Complete this report at the time of the regular monthiy preventive maintenance check (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.
DATAMASTEH SN

201243
NAME OF AGENCY

West Plains Police Department
DATE OF INSPECTION

0211712A14
LOCATTON OF TNSTRUMENT (STREET AND ctTyi

1912 Holiday Lane, West Plains
TIME OF INSPECTION

5:23 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

A DrAGNosrc cHECK (pnrNTour ATTACHED) DATE AND TIME (from printoulT 0211712014 17:23

Z coMPUTER Z orrEcron

EI pnocRAM MI rtr-rEns

EI HTNTERS SAMPLE CHAMBER 49 "c EI ouARTz sTANDARD

Z rr-ow DETECToR Z cnl-rBFrATroN

Z purtaP HrcH sPEED Z pnrNrER

V INDICATOR LIGHTS

V sTMULAToR soLUTroN supplrEn Eggco LoT # 13002 EXp. DATE 06/1 912015

U StutUmrOR TEMP (34"C t 0.2.C) 34.0 .C STMULATOR SN DR6928 Exp. DATE 07n012014

Z ceLtenmoN cHEcK - (oNLy oNE sTANDARD !s ro BE usED pER MAINTENANcE REpoRT)

Run three tests using a standard solution. All three tests must be within $h of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

Voruo"nsrANDARD - MUST READ BETWEEN 0.095o/o AND o.1os% TNCLUSTvE

n o.ogooz. STANDARD - MUST READ BETWEEN 0.0760lo AND o.oo4% rNcLUSrvE
E o.o+oz sTANDARD - MUST READ BETWEEN 0.038% AND 0.042% rNcLUSrvE

TEST 1 O .101 TEST 2A 101 TEST 3 f, .102

V nERFoRM H.F.r. TEST (pnrNTour ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE BEPORT:
(DO NOT TNCLUDE SELF-ADMTNTSTERED TESTS)

FIEFUSALS O l'o-.oo) 1 (.05-.oe) 1 (.10-.14) 0 (.15-.1e) 1 ovER .1e 1

USTANY NEW PARTS AND DESCRIBE ANYALTERATION OF IIODIFICATIOI{ THATWAS MADE TO RESTC'RE THE INSTRUMEiIfTO OPERATE SANSFACTORILY AND WTHIN ESTABUSHED UMITS
(usE oTHER S|DE rF NECESSARY).

N/A

i. ,1 7
PHINT FULL NAME

Brandon Romans

TYPE II PERMIT NUMBER/EXPIRATION DATE

230066 04t23t2415
TELEPHONE NUMBEFI

(417) 256-2244

RETUFN GoITPLETED REPORT rO rHE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Ofl6e
2875 James Blvd.
Poplar Bluff, MO 63901

AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYEB
services provided on a nondiscrimatory basis

MO s80-1468 (2-08) LAB.I16

dayc
Typewritten Text
RECEIVED 2/25/14-CD



RnpCo MeaxsrrNc INC.

OI.'A8 STONYBROOK DRIVE
RALEIGH, N.C.27@r

9t9€76-54€10

CERTIFICATE OF ATALYSIS

ffi AI\TD SUPPLIER: RCPCO MArKEtiNS, INC.
LOT NUMBER: 13002
E)(PIRATION DATE: June lg,z0l1rlat 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufacturd tested and supplied Lot Ngmber
13002 of Alcohol Certified Solution for simulators. Random samples of said lot
nunber were analyzsdby an independent laboratory utilizing a gas

and found to contain .1217 gnns/dl +/-.003 gms/dt urilvol ethanol (gs%
Confide,lrce).

The alcohol and distilled water used in the solution were found to be free of
any interferring substance.

This solution will produce a vapor alcohol varue of .r00 +/-3yo gfisrzrIL
Breath when heated to 34 Degrees Celsius +l-o-2 Degrees Celsius in a simulator
(95% Confidence).

The date of manufactr:re for this rot number is@
The expiration date for this lot number is June r9.20r5 at
11:59 p.m.

This document is a fiug repni on ofthe original Certificate ofAnalysis.

Cecil B. Garner, President
RepCo Markethg, Inc.

Form RM 02



G
(c
cr
s

I

c0

J

rfi
tr{
-,IJ(\I
?a
GI
I+
a-\\J

o
k
CE

ofi.r
<b

-t
UJ

()
=0
o-
uJF
tf)
LL
o
oF
O
LU
EE

n

\0\c.-,t̂ -,\J
ra
f\

.I\l
\,F\l
\t
U-4
J
{.

-<

et
t-{
^G*q
ra(\I
ts
.-i

\r/

o

=ar
(I)

(o
O
cr)
s
G)
=o

(c;
O
ce
TJ

TE

o

=cr)
E

\f,q
f'-
f-
LO

cD

o

c)
C\Iq
f-
f-.
LO

o
C
.o
u
0)a
o
a
.qa'=
o

0)

e.)

c)

a
.9
.=
E
o
o-
)-.E

(J
o'a
X
c)

o
o

E
(6
o
ru

E
o
-o
oo
-a
o

c)

o()
.o
o
ou
(6

o
F

o
c
.9
(5
C'7
E
a)
0)
E
()

o

f{,
-1H
-F-(
U)

r-a
t-t

A

U)

'ffi
r')
0)

rJ
C
$
c)

.O
e
o
CI

L)

-e

E
!-

c)
o-

c)

En:
cs()

(J
o)a
tt)
t-

t--

a

()
=
a

;
'Cu

(D

o
CU

oa
o
G)A".;
:- \r'ok
3Hd>$L) r-
kc6rlJ

+.i5(Jr$

=oiE -c>

'c (I)
F

.IJ .E

(J tJ
,1\ :
.Ne
e9
tu

-o c)a)0.ko
tll

-CE
.sE

g)
lrj
O

fr
uJa
tr
a
2
[U
Cf)

(J
7

I

L
LlJ-
IIo
Fz
IJJ

tf
0-t!a
II
o
CE

o

uJ

=

A
llt\t\t\
i'
t

\
\

I

t\
Fr

I

lr)
(J
E

Es)tuuOE
:)X
ZLU

Lrlt-ko

(n
z
13a
v
-ZAv
At-
Z
f{,
-An
-

*
o-

F-

h-
E

=E
tri
&

U)
tU
O

=E
LU

-CItrr 1
-rOI!
-i 

lIo fr HacnE
$+0-
- 

-/ t

=*?LL=EOsY
lJ-I -f
a \tilr-r

E-tt=k3fi
L- | l-
lTlJ-{n fi m

F(T
Ef
LU
cl



{r)a
L.-

FE

-lL-q)
u0E

tEl
0.-
d-F
I

A-
Bo
a
q)

rEt
.la
a.-
a-3
q)
I
63tr

a
l-r
O
Cg
l-roq
C

ta
lr

.El

fr-L-q)
o0-vri
a.---t'r
I-x
Bo
a
()
E.-
U)
a.---H
c)()
Gtr

cg'

a0
a
t-r
o
Cg
l-r
C)glr



{
o
U

fi
\

(g

o0
a
l-(o
(B
Lr
o)g
c

' ',a '

t
a
L

.l

Frr---q)
oo

'15
frt
a.-
ArI

Fr
I-t
Bo
R
q)
rc
o-

O
O.l
t-t'r
()
c)
Gfr

{ja
L.-tr
AI

f-i

c)
oo
r5
Frl
(a).---Fr
I-L
Fo
R
q)
E
.la
a.-
A--
q)
c.)
c\lfr

cB

oo
a
l-{o
cB
t-{
C)a-il




