
MISSOUM[ DHPARTfr/IEI.dT CF HEAI-TH AISD SHI.dICffi SERVICES

STATE PUBLIC HEALT$-.{ LABORATCRY

BRffiATI.{ ALCOHCL PRCG HAM

MATAMA$Tffiffi MEfi NTffi NANffi ffi ffi ffiPffi ffiT mEP0mT #s

Conrplete this report at the time of the regular
Complete this report whenever the instrun"lent
Retain the original and send a copy within "!5

rnonthly preventive nnaintenance check (not to exceed 35 days).
Is serviced or repaired and wheneven It is placed into service.

days to the Breath Atrcohol Progrnffi, D["iSS.

NAME OF AGENCY

West Plains Police Department
DATE OF INSPECTIOI\I

06t2212014
DATAMASTER SN

201243
LOCATTON OF INSTRUMENT (STHEET AND ClrY)

1912 Holiday Lane, West Plains
TIME OF INSPECTION

12:52 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values

where determined.i Unmarked items nnust be corrected before usinq instnunnent.

V DrAcrdo$Trc cHHCK (pHIr.JTour ATTACrIHD) DATE Ar\,lD TlildE (from printou q 961221?0-1! 12-?'2

ZI coMPtlrER Wurrmcrcm

VpmoGRAM Z rrLrffiHs

Z HHATEms sAtvtPLH cHAMBEH 49 "c E muAmrz srA[uDAffiD

M rrow DETECTnR Z cnLrBRAnohJ

M puMP h.uGH sPEED il pmrNrnm

m rhJmrcAToffi LTGHTs

V $!tuttJLAToR scL{"irtot'{ suPpLlHR Fepso LCIT # 13002 HXp. DATH 0611W2415

E SlmUmrOR TEMP (S4"C t 0.2.C) 34.0 .C SIMULATOp 5X DR6928 EXP. DATE 0711012014

Z cnlrannloN cHECK - (oNLy oNE sTANDARD rs ro BE usED pER MAINTENANcE REpoRT)

Flun three tests using a standard solution. All three tests must be within tSo/o of the standard value and must have a spread of .005 or

less. Mark the box corresponding to the standard solution being used. (PRINTOUT AIIACHED)

V a:oov. sTANDARD - MUST READ BETWEEN 0.09s% AND 0.105% tNCLUStvE

n o.osoy, STANDARD - MUST READ BETWEEN 0.076% AND 0.0o4yo rNcLUSrvE

n o.o+o.a sTANDARD - MUST READ BETWEEN 0.0s8% AND 0.042% TNCLUSTvE

TEST 1 iry .101 THST 2 ffi ia2 TH$-['3 (ffi .102

V pEHFoRt\1r H.F.r. TEsr (pnthtrot-JT AT-r"ACmHD)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT ]NCLUDE SELF-ADMII{ISTERED TESTS}

REFUSALS 1 l(0-.04) 1 l(.05-.0e) 1 l(.10-.14) 2 l(.15-.1e) 0 IOVER .1e 0

LIST ANY NEW PARTS AND DESCRIBE ANYALTERATION OR MODIFICATION THAT WAS MADE TO RESTOFE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(usE oTHER S|OE rF NECESSARY)"

N/A

PHIT\,JT FUL[- NAIVIE

Brandon Romans
SIGNATURE

TELEPI-,IONE NUMBER

(417) 256-224404t2312015

RETUBN CoMPLETED REPoRT ro rHE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Blvd.
Poplar Bluff, MO 63901

Al'.I EQ U AL O P POIITU N II-YIA FF I FII\TAI'IVE ACI' I Ot$ ETU P LO'1E I]
services provided on a nondiscrimatory basis

MO 580-1468 (2-08) LAB-116

dayc
Received



RnpCo IVI*aKETTNG INC.

O'.1AA STONYBROOK DRIVE
RALEIGH, N.C.276C'4

9r9€?6-54A0

CERTMICATE OF A}IALYSIS

MAI{UTACTURER AltD sUppLrER: Repco Markering, rnc.
LOT NIIMBER: 13002
E)(PIRATION DATE: June 19,2015 at ll:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured tested and supplied Lot Number
13002 of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyz-ed by an independent laboratory utilizing a gas chromatograph
and found to contain .l?.l7 gnns/dl +/-.a03 gms/dl rnrilvol ethanol (gs%
Confidence).

The alcohol and distilled water used in the solution were found to be free of
any interferring substance.

This solution will produce a vapor alcohol value of .100 +l-3yogms/210l
Breath when heated to 34 Degrees Celsius +/-a.2Degrees Celsius in a simulator
{95% Confidence).

The date of manufacture for this lot number is June 20 2A13
The expiration date for this lot number is

11:59 p.m.
June 19.2015

on ofthe original Certificate of Analysis.

Cecil B. Garner, president
RepCo Marketing, Inc.

Form RM 02
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