MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT By Carol Day at 3:03 pm, Aug 25, 2014

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 qays).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
201246 Monett PD 08/15/2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
1901 East Cleveland Monett 3:10 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

[¥] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08-15-2014 / 1503
V] comPUTER l¥] DETECTOR
1 ProGRAM V] FILTERS
] HEATERS SAMPLE CHAMBER 49°c ] QUARTZ STANDARD
] FLow DETECTOR ] CALIBRATION
V] PUMP HIGH SPEED V] PRINTER

[V] INDICATOR LIGHTS

V] SIMULATOR SOLUTION SUPPLIER Guth LoT # 14110 EXP. DATE 05/01/2016

V] SIMULATOR TEMP (34°C + 0.2°C) 34.0 °C SIMULATOR SN SD2267 EXP. DATE 07/10/2014

IZI CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

|Z 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 e (097 TEST 2 @ (098 TEST 3 @ (099

[Z PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 OVER .19 1

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESSARY).

Performed to DHSS Specs.

INSPECTING OFFICER

SIGNATURE PRINT FULL NAME

3 Jeff Martinson
TYPE Il PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
220267 / 09-13-2014 (417) 235-4241

RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Blvd.
Poplar Bluff, MO 63901

AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
services provided on a nondiscrimatory basis

MO 580-1468 (2-08) LAB-116


dayc
Received


‘S1YS1am 21qpaov.ay [SIN Suizijin asn yopa o0y aorid 2UOp S1 UO1DIIf1424 UONIDAQIID))

‘SiySram a)qraovay JSIN Sursn £ouaSp apisino uv Aq Ajpnuuv pajp.aqrpd a4v saoupipq |1y
"LSIN 01 2]qp2adp.) 24p san|pa

ISOYM ZO-TITITINA 42qunu o] pippupig 20u24dfoy juvijjiiay) Suisn pajonpuod som Suiisa
‘A1111qpaovay [SIN

"ONI "SAIYOLVIOLIVT HLND
uapisaig ‘Aaneq "7 poL

P AL

'soourIsqns FulIoJIdIUI 1S3} JO 991)

9IaM UONN[OS SIY} UL pasn Idjem PUB [O0YOd[B dY]

%€ ~/+ T01Z/3 001°0 Jo Surpeas judwniisul sisA[eue
[04od[e [iealq ' 9AIZ [[IM UOUN[OS SIY) ‘D,T° -/+ Dob€

e Guneiodo “JojeInWIS PATLIQI[ED B UL PISN UIYA

Wd 6S:11 ' 910T ‘T AeJAl ST 1dqunu
10] sIyy 10§ Aep uonerndxs ayj -[oyode [Aylo

(10A/M) %90TT'0  UTRIUOO 0} puUNOy pPue ‘6OZOLOGNOIY :N/S TX WaIsAsomny
ydeigojewory) sen Iowyg unpad € Suisn ‘pyoz ‘s Aepy uo Aydeidojewonyy sed

Aq pozA[eue olom IojRINWIG 10 UONN[OS dJUAIAIOY [OYOI[V

Jo  0rIpl Jdquny 10 jo sajdweg wopuey

loje[nuilg JI0J UONIN[OS d0UdIRJAY [OYOO[Y PALJINID)

SISATVNV 40 ALVOIAILIAAD

OLYS¥9S-LLL :ANOHAITAL o LISP-LLLLL Vd ‘ONNESINNYH e 133416 W9 HLYON 066

‘ONJ ‘SAIHOLYNOGVY] HLND @v
®



+06v¥ HO ‘G1314SNVIN ‘SEvL XO8 ‘Od
‘S'Vd'N WOHH S31ddNS 11V §3a403H

12009
'ON %00iS pie)

L0B6YY HO ‘013I4SNYI ‘SEvL XO8 ‘Od
'S'Vd'N WOH4 S3IMddNS 11V H3a4034

12009

‘ON 00}S pied

UW’\’M\@VWS HO0LvH3d0

»ZFmeng sabd
:"::m:“ll ILEHOH0NN TS IH
- '*"*“: X BuEH

LHHD SHIDTIHEI I D
L THHOHRELE Z1HHns
AEAT IEE3LNId
A R AR R
AHET I334% HAIH
b
AEAD A0L03130 mond

2eF s IS q.dMH;

s HILEHWHIET DT

d3T FDIT0CL LISMOW
DJTITW &0 FIBLE

19911 |Ju3pIng
19)sejeleq Jve
414 NI 3903 SIHL - NMOQ 3aIS SIHL 30V4

4§10 G
b6 EEE
$1:CT Ba -
£1:57 268"
£1:GT B ©
2Ty LER"
T1:ST 03141834
T7:GT A "

— IO A0S TANIANE ———

19311 9JU3pIAg

191seNeleq Qvg
1sdid NI 3903 SIHL - NMOQ 3aIS SIHL 30V4

1 63&01\1NSIS d01vH43d0




L06v¥ HO ‘G131ISNVI ‘Sevt XO8 ‘Od
'S'Vd'N WOHH S3INddNS 1TV 430403

12009
ON 300}§ pJeD

l\%W@ﬂNNSIS H01Y43dO

xW'4JH‘73351U
HﬁIiHc 43
dH LIEES
31IddD
beie it

HILZZL
HFT 440
Ldbd

TLEHeEd

=

Ly
S

0 LY bt T R I

’, &
B e doen

b (3 T LY e e u *—'*

bl

X}
=
]
7]

194311 39JuspIng

ia)sepeleq ovg
1SHId NI 39d3 SIHL - NMOA 3AaiS SIHL 30Vv4




	CCF08212014_00000
	CCF08212014_00001
	CCF08212014_00002
	CCF08212014_00003

