MISSOURE DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
) BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT {RECE'VED 6

By Carol Day at 9:50 am, Feb 10, 2014

Complete this report at the time of the regufar monthly preventive maintenance check (not to excead 35 days). |
Compiete this report whenever the Instrument is serviced or repaired and whenever it is placed intc service.
Retain the original and send a copy within 15 days io the Breath Alcoho! Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
201247 Lincoin County Sheriff's Office 02/09/2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
65 Business Park Drive, Troy, Missouri 63379 9:49 am

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating withins established limits, (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

/] DIAGNOSTIC CHEGK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 92/09/2014 09:49 AM
¥l compuTER ] pETECTOR
Wl proGrAm ] FiLteRs
/] HEATERS SAMPLE CHAMBER 49 °¢ ] quarTz sTANDARD
l¥] FLow DETECTOR 1 CALIBRATION
1 PumpP HIGH SPEED /] PRINTER

/] INDICATOR LIGHTS

] SIMULATOR SOLUTION SUPPLIER Guth Labs (Bottie #633) Lot # 12170 EXP. DATE 09/05/2014

I/l SIMULATOR TEMP (34°C = 0.2°C) 34 .°C SIMULATOR SN ___ SD2508  exp pate 02/25/2014

m CALIBRATION CHECK — (ONLY ONE STANDARD 13 TC BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
tess. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

¥ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.4 05% INCLUSIVE
[ ] 6.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1w g7 TEST2 = (og TEST3# pog

IZI PERFORM R.FL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O [{C-.04) 0 (.05-.09} 0 (.10-.14) 6] (.15-19) 0 OVER .19 ¢

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO DPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE [F NECESSARY),

New instrument placed into service

SIGNATURE y PARINT FULL NAME

3 i M% _445%@ Sgi. Michael K. Pirtle
TYPE i PE}M(B}@MBE .’EXPEHATI&)N DATE TELEPHONE NUMBER

230232 10/1712015 {636) 528-8546

RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Bivd.
Poplar Bluff, MO 63901

MO 580-1468 (2-08) AN EGUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-118
sgrvices provided on 2 Rangiscrimaiory basis
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CERTIFICATE OF ARNALVSIS
Certified Alcohol Reference Solution for Simulator
Random Sampies of Lot Number 12176 of
Aleonol Refersnce Solution for Simulator wers analvzed by
gas  chromatograpby on September FL,™2012, uwsing = Perkin Blmer Gage

Chromatograph Autosystern XL S/N: SIONS030209, and found 10 contain
G.3215% (wivol) ethy! aleohol. The ewpiration date for this lot
number is SBeptember 5, 2034 af 11:50 PM.

When used in & calibrated Simulator, operating at

3400 4/

analysis instrument reading of ¢.100 g/21

The alcobol and water usad in
free of test interfering subsiances.
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¥, President

GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted wsing Cerilliant heference Stondard !
values are traceable fo NIST. .

All balances are calibraied annually by an outside agency u
Calibration verification is done priorio each wse wiilizing NI

al number FNI222ii-67 whoge

Sing NIST tracegble weighyys,

ST traceable weights.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

is hereby authorized to instruet and supervise operators, frain instructors, inspect, calibrate, perform field service and repairs,

and operate the ilowing breath analyzer(s):
DATAMASTE

forthe determination of the alcoholic content of blood from a sample of expired air. Parmil issued under the provisions of sections
577020 through 577.041, REMo and 306.111 through 308,118 RSMo.
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DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

3 ) \ 1
MR 2032 “Q}Q«gﬁ \) Cn/i}iﬂ,m fi{jﬂ
expires 10/17/2015 N

G SB0-07 71 (G108

bare  10/17/2013

;acting director
CARECTOR OF DEPARTMENT OF HEALTH AND SENIDR SERVICES
LAB- (RE-101

STATE OF MISSOURI
| DEPARTMENT OF HEALTH AND SEMIOR SERVICES
,} ; BREATH ALCOHOL PROGRSM

”

" INSTRUMENT OPERATOR CARD

The named cardholdar is authorized to aperate an evidential breath alcoho!
instrument for the determinafion of the afcoholic content in breath form of expired ai

- U

Operator  PIRTLE, MICHAEL
Parmit Ho 2320232
Date lssued 10/17/2013  Date Bxpires 10/17/2015
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