. v MISSDURL DEPARTRIERT O ST BND TR
THEE . STATE PUBLIC REALTR LABORATORY

(_‘ l{\‘g@‘; BREATH ALCOHOL PROGRAM

Y DATAMASTER MAINTENANCE REPORT

RECEIVED

By Carol Day at 11:04 am, Oct 14, 2014

Comp

Complete this report at the time of the regular monthly preventive maintenance ¢h 3ck (not {0 excead 35 days},
lote this report whenever the instrument is serviced or repaired and whenevir it I placed into servics.

0 T

Retain the original and send a copy within 15 days to the Breath Alcohol Program, OHES,
DATAMABTER SN NAME OF AGENGY - DATE OF INSPECTION
201252 Vinita Park Police Department 10/09/2014
LOCATION OF INSTRUMENT {STREET AND CITY} TIME DF INSPECTION
8473 Midland Blvd, Vinita Park, MO 63114 5 _ 4:01 am _
d values

.[CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observe
where determined.) Unmarked items musl be carrected before using instrument.

7] OIAGNOSTIC CHECK (PRINTOUT ATTACHED)

DATE AND TIME (from printout) 10/09/14, 03:32

] COMPUTER

i oETECTOR

1 PROGRAM

RS

HEATERS SAMPLE CHAMBER ___ 34

/] QUARTZ STANDARD

(/] FLow DETECTOR

7] cALIBF ATION

PUMP HIGH SPEED PRINTER
INDICATOR LIGHTS
/] SIMULATOR SOLUTION SUPPLIER Guth Laboratories LOT # 14030 " EXP. DATE 01/20/2016

34

K1 SIMULATOR TEMP (34°C % 0.2°C)

°C SIMULATOR:SN

§D2308

gxe. DATE 02/12/2015

CALIBRATION CHECK — (ONLY ONE STANDARD I8 TO BE USED PER M/JINTENANCE BEPORT)

Run three tests using a standard solution, All three tests must be within £5% of the standard value and must have a spread 'of .065 or
jess. Mark the box carresponding to the standard solution being used. (PRINTOUT ATTACHED) :

[21 0,100% STANDARD -~ MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

r

TEST1™ 100 TEST2 % 100

TEST3 ™ 400

] PERFORM R.EL. TEST (PRINTOUT ATTACHED)

{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

’

REFUSALS 0 |(0-.04)

0 {.05-.08) 0 (10-14) 2

(.16-19) OVER .18

0

* {USE OVHER SIDE IF NECESSARY),

INSPECTING OFFICER .~

S)IGNATUE .!_ . m Q

BIN: 220

PRINT UL NAME

J. Martin DSN: 220

LIST ANY NEW PARTS AND DESCRIAE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE YHE INTRUMENT 1O QPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS

TYPE 1| BEAMIT NMISERVEXPIRATION DATE

230096, 05/28/2015

TEL :F0NE KUMBER

{214) 428-7373

RETURN COMPLETED REPORT TO THE:
2875 James Blivd,
Foplar Biuff, MO 63901

Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office

MO 530-146A {2-08)
acrvicen prostdnd e A
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A@ GUTH LABORATORIES, [NC.

590 NORTH 67th STREET © NARRIBBURG, PA 114481 0 TELEPHONE: 7475545410

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solutioa for Simulator

Random Samples of Lot Numoser 14030 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on Janumary 22, 2)14, using a Perkin Elmer Gas
* Chromatograph Autosystem XL 5/N; 610N"030209, and found to contain
0.1215% (w/vol)' ethyl alcohol. The expirat on date for this lot
" number- is Jannary 20,2016 at 11:59 M. '

' When used in a calibrated Situlator, 6perating at
34°C  +/- .2°C, this -solution will give a breath alcohol
- analysig Instrument re.ading of 0,100 ;/210L, +/- 3%,

The alcohol and water used ir this -solation were

free of test interfering substances.

A

Ted L. Pailey, Presiden
GUTH LABORATORIES, INC.

NIST Traceability: .

Testing was conducted using Cerilliant Reference Standard lot number FNIZ2211-02 whose
values are traceable to NIST. ] .

All balances are calibrated annually by an outside agenc)- lising NIST traceable weights.
Calibration verification iy done prior to each use utifizing N'ST traceable waights,
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