SREvs, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
(S STATE PUBLIC HEALTH LABORATORY RECEIVED
@ ST-) BREATH ALCOHOL PROGRAM By Carol Day at 8:20 am, Nov 07, 2014

<2 DATAMASTER MAINTENANCE REPORT

‘Comp1ele this raport at the ime of the reqular monthly preventive maintenance check ;nol to exg:eed 35 days).
Complete this report whenever the insrument is serviced of repaired and whenever 1 1s placad into service.
Ratain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

-

DATAMASTER 8N NAME OF AGENCY DATE OF INSPECTION
201262 Vinita Park Police Department 11/08/2014
LGCATION GF INETRUMENT ISTREET AND CITY) TIME GF INSFECTION
8473 Midland Bivd, Vinita Park, MO 63114 5:01 am

CHECKLIST: Place a mark in the box by each item if found to be salisfactory of if opef:.uing within established limits, (Write in observed values
where determined.) Unmarked llems must be correcled before using instrumont,

/] DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TVAE (from printout) 1/06/14, 0501
! compuTER DETEGTOR ]
PROGRAM W FiLters
7] HEATERS SAMPLE CHAMBER 34°c 7] QuaRTZ 57ANDARD
i/l FLow DETECTOR ] CALIBRATION
PUMP HIGH SPEED 7] PRINTER
INDICATOR LIGHTS
] SIMULATOR SOLUTION SUPPLIER Suth Laboratarles Lo ¢ 14030 EXP, DATE 01/20/2016
/] SIMULATOR TEMP (34°C 20.2°C) .34  °C SIMULATOR SN 8D2308 EXP. DATE 02/12/2015

m CALIBRATION CHEGK — (ONLY ONE STANDARD iS TO BE USED PER MAINTENANCE REPORT)

Run thraa tests using a standard solution. All three tests must be within £5% o the standard value and must have a spread of .005 or
tess, Mark the box corresponding to the standard solution being used. (PRINTCUT ATTACHED)

Eﬂ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLIISIVE
L1 0.0809% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUISIVE
D 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUEIVE

TEST1 % 100 TEST 2% 400 TEST3 % 101

PERFORM RF.. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
1 {PO NOT INCLUDE SELF-ADMINISTERED TESTS)

AEFUSALS 2 (0_-.04) 1 (.05-.09) 0 {.10-.14) 1 (.15-19) 1 OVER .18 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MOGIRCATION THAT ¥/AS MADE TO RESTORE THEIN JTAUMENT TO GRERATE SATISFAGTORILY AND WITHIN ESTABUSHED LIMITS
{UEE QTHER SIDE [F NEGESSARY),

INSPECTING OFFICER "o

PRINT FILEL NAME

SIGNATURE e
b i 220 J. Hertin DSN: 220 i
TYPE I P mMRU FVEXPIRATION QATE ‘ TELEVH{NE NUTJBEP z
230096, 05/28/2015 (314) 428-7373
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program. MO Dapartmer t of Heallh and Senior Services, Southeast District Office
2875 James Bivd.
Poplar Bluff, MO 63901
+003 5806-1488 (2081 AR EGUAL CEr NI UHITY AP IVE AGTION € e fyvith CARI6
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GUTH LABORATORIES, INC.,

530 NORTH 67th STREET ¢ HARRISBURD, PA 17111: 4511 ¢ TELEPHONE: 7178645470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solition for Simu}aior

Random Samplcs of Lot Number 14030 of
Alcohol Referchoe Solution . for Simularor. were analyzed by
gas . chromatography on January 22, 2014 using a Perkin Elmer Gas
' Chromatograph Autosystem XI., S/N: 610N90=0209 and found to comam
0.1215% (w/vol) ethyl aicohol The explratlon date for this lot
numbcr is JanuaryZU, 2016 al 11 59 PM. .

‘ When used in a cahbratcd S:mxl.ztor operatmg at
34°C +/- .2°C, this solution . w:ll give a breath alcohol
analysis instrument reading ¢f 0,100 g/52¢L: +/~ 3%,

The alcohol and water used in tlus solutlon ‘were

free of ‘test interfering substances.

Ted L Paulev, Presiden
GUTH LABORATORIES," INC.

NIST Trae eab:my
Tesiing was conducted using Cerilliani Referencc Smndard fot number FNI2221]- 02 whoge

values are (raceable to NIST,
All halances are calibrated annually by an. outside agency using NIST traceably welghis.

.Calibration verification is done prior to each use quL,Ing NIST rraceab!e weights,
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