WMIISSOURI DEFARTIE T OF HEALTH AND SEWICHE SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT (RECEIVED

Complete this reporl at the time of the regular monthly preventive maintenance check {not to exce

A\By Carol Day at 2:37 pm, Sep 08, 2014}

Cornplete this report whenaver the instrument is serviced of repaired and whensever it is placed into service,
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

DATAMASTER &N NAME OF AGENCY DATE OF INSFECTION
201253 MINER POLICE DEPT. 0910412014
LOGATION OF INSTRUMENT {STREET AND CITY) TME OF INSPECTION
103 8T. HWY H, MINER, MO. 63801 328 am

CHECKLIST: Place a mark in the box by each itern if found to be satisfactory ar If aperating within establishad limits. {Wrile In observed values
where determined.) Unmarked items must be corrected before using instrumant.

] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08-04~14  03:30 HRS
COMPUTER ' DETECTOR
[/ PrROGRAM M FiLrers
HEATERS SAMPLE CHAMBER 49°C /] QUARTZ STANDARD
FLOW DETECTOR /] CALIBRATION
/] PUMP HIGH SPEED [7] PRINTER

INDICATOR LIGHTS

V1 SIMULATOR soLuTION suppLIER REPCO LOT # 13002 EXP. DATE 06/19/2015
SIMULATOR TEMP (34°C £ 0.2°C) 34.0 °C SIMULATOR SN SD2273 EXP. DATE 01/03/2015

m CALIBRATION CHECK — {ONLY ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
less. Marl the box cormesponding to the standard solution being used. (PRINTOUT ATTACHED)

EZI 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% 403 TEST2w 104 TESTI W 104

PERFORM R:El. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{0-04) 0 (.05-.08) 1 (10-.14) 0 (15-.19) 0 Iovsn 19 A

LIST ANY HEW PARYS AND DESCRIBE ANY ALTERATION OR MODWFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER £IDE IF NECESSARY).

OPERATING WITHIN DOHSS STANDARDS

INSPECTING OFFICER = -

PRINT FULL NAME

LANCE ASH
R OMEEARS TELEPHONE NUMBER
240148 04/22/2016 (573) 471-8568
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast Distriet Office

2875 James Bivd.
Poplar Bluff, MO 63301
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LOT NOMBER: 13002
EXPIRATION DATE: Jure 19, 2018 ai 11:59 pan.

RepCo Markeing, Inc. certifies the following:

wmmmmmmmmhﬁmm”
~1M__ofﬂeohoi@ahﬁd&hﬁmﬁxmmmm&nof-d!m '
nutober were analyzet by an independent Isboratory wmilizing a g chromatograph
and fomd to comtain __J217 - - gme/d +-003 gmsldl wiivel efivanol (95%

Confidence).
| ‘Ihealmhoia:ﬂdxsﬂhdwﬂmmdmﬂwwhﬂwnmﬁmdmbeﬁeeof

any intericrring substace. . -
. This solution Wil prodace a vapor alcohal value of 100 _+/-3% gme/210L.
Breath when heated D 34 Degrees Célsius -+/~0.2 Degrees Celsius m a simulator

. {95% Condidence). _

The date of megmfactors fi: this lot muvaber ig_'m

Thie expiration date forthis Jot rumber is ___ Fang 19, 2018 at
13:59pam. '
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND. SENIOR SERVICES
BREATHALGGHOL BROGRAM

TYRE I
JAMES L ASH

St e ot

s horoby autfierized to:instruct and supervise Gperators; train instructars, inspaet calibrale; .perform-field 'servise:and: repairs;

and gpgrala the followingbredin-analyzer(s):
— _DATAMASTER, INTOXILYZER 5000,

fhritia deleiiiiation ofthiaalophilic content &f Blady ram-&.safifple:of Bxpirad aln Farinitissled undgEtha praViSENE af- gactiths
BI7.020 throuyh 577,041, R8N0 ahd 306,111 throzgh 306.179 RSMb.

w—"jw
DATE 412272014 — Lom Sl

DIRECTQR GF STATE FURLIG MEALTH CABQRATORY
RUMBER 240149 _
Dol Vo
EXPIRES 4/22/2016 |
DIREETOR-OF DEFARYIENT GF HRALTHANDISENIOR BERVICES
o HARARESD)

AL STATE OF MISSOURI
DEPARYMENT OF HEALTH AND BERIOR SERVICES
BREATH ALCOHOL PROGHRAM
INSTRUMENT OPERATOR CARD

Tha named esionoider s autharizad lo opsrsls &n eviderils) bravth sleahol
tasiniman for tha determinalion of e alcohote canlent b broath form of eXpirad ak

IR

|

Oparalor  ASH, JAMES
Perinlt Ho 240149
Data Issued 4/22/2014  Date Expires 472212018




