MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PHGGRAM

DATAMASTER MAINTENANCE REPORT (

Complete this report at the time of the regular monthly preventive maintenance check {not 1o exceed S\b days).
Complete this report whenever the Instrument is serviced or repaired and whenever it s placed into service,
Retain the original and send a copy within 15 days 1o the Breath Alcohol Program, DHSS.,

DATAMASTER SN NAME CF AGENGY DATE OF INSPEQTION

201263 MINER POLICE DEPT 11/07/2014

LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSFEGCYION

103 ST. HWY H, MINER, MO. 63801 12:50 am

CHECKLIST: Place a mark in the box by each ltem if folind to be satlsfactory or if operating within established limits. {Write In observed values
whare datsrmined.) Unmarked items must be corrected before using instrument,

RECEIVED ]

By Carol Day at 12:25 pm, Nov 10, 2014

K] DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printouty 11-07-14 12:53 AM
COMPUTER DETECTOR
PROGRAM FILTERS
E HEATERS SAMPLE CHAMBER 490¢ QUARTZ STANDARD
M FLow DETECTOR CALIBRATION
PUMP HIGH SPEED M PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER REPCO MARKETING LoT # 13002 EXP. DATE 06/19/2015
SIMULATOR TEMP (34°C £ 0.2°C) 34.0 °*C SIMULATOR SN SD2273 ExP. DATE 01/03/2015

E CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, Al three tests must he within 5% of the standard value and must have a spraad of .005 or
less. Mark the box corresponding to the standard selution belng used. (FRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.086% AND 0.105% INCLUSIVE
0.080% STANDARD -~ MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
L10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1= 103 TEST 2@ 403 TEST 3 » 103

PERFORM R.F.). TEST (PRINTQUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [{0-04) 0 {.05-.09) 0 {.10-.14) a {15-.19) 1 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR HODIFICATION THAT WAS MADE TO RE3TORE THE INSTRUMENT TO OPEAATE SATISFACTORILY ANG WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESSARY).

OPERATING WITHIN DHSS STANDARDS. NO ISSUE LOCATED.

FAINT FULL NAME

BIGMATURE

> A J. LANCE ASH

TYPE || £ 1 BEW‘I‘[OI(DATE TELBPHONE NUMBER

2401 0412212018 (673) 471-8568

RETURN COMPLETED REPORT TO THE: Breath Alcohof Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Bivd,
Poplar Bluff, MO 63901

MO 580-1468 (2-03) AN EQUAL OPFORTUNITYIAFFIRMATIVE ACTION EMPLOVER
£etvbaes provided o a moadisximatony bas's

LAB-118



dayc
Received


3101488 STORYBROOK [HOVE

mmmmmn@comw&ma

LOT NUMBER: 13302
EXPIRATION DATE: Juue 19,2018 ot 11:59 pas.

RepCo Marketng, Inc. certifies the fHollowing:
RepCoMaﬁwEng,Inc maovdactared, tesied and snpphedIMNambw
-13002__ of Alcohol Cextified Solution for simalators. Rendom samples of sgid lot -
number were analyzet by an independent Isboratory wiflizing a gas chromatograph

_ and found to contain ___3217 - - gms/d +-.003 gms/dl wtivol cfhanol (95%

Confidence),
‘ Thealmhalanédmﬁﬂe&wmﬁsedmﬁespmmem&tobeﬁeeof

: This solauonwfﬂpmdmeavapm alcn!ml value of 108 +/-3% gms/210L.
Breath when heated © 34. Degpees Célsiys +/-0.2 Degrees Celsius in a simniator

. {95% Confidence). .
WMOf'ﬂmn&cmﬁrﬂﬁstmbﬂisM

Thie expiretion date forthis lot mmberis _;_Jume19, 2015 at
13:59 pm.
ms&maﬁsamwﬁdﬁaoﬁhemgmﬂﬂmﬁmﬁﬁa@m
Lo B Lnegons
Cecil B. Gamer, President

Form B 02
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B}L DataMaster |
Ev1dence Ticket

TATE OF MISSOURT
K POLICE IEFARTHENT

IRSTER SERIAL HUMEER £01253
Y107 -14

BAC DAT

T ARREST TIME: 12135
) SUEBJECT HAME:

. IoE
L DB 12s22-45 TEN: M
CSTATEZDL L, 8 MO 12R454A7EY

< FARRESTING OFFICER:
A3H :

OFFICER I.6.: 526
TESTIME OFFICER:

y o BsH

“OFFICER 1.D.f 5&a

SEERMIT NUMBER: 248149

“EXFIRATION DATE! @4-82-1%

CMISCELLANEOUS DETA:

i

H

—— BREATH ANALYSIS ---

‘RADIC [MTERFERENCE

Befator Signature____» %/-# 5%

2208-02
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STATE OF MISSOURI
HTHEb FOLICE TEFRRTMENT

DHFHNHCTEF SERIAL NUMBER 2
{l-Gvr 14

EXTING OFFICER:
ASH-LANCE

FEILER I, 0.2 5
EFMIT MUMBER! R4m149
PIPHTIOH DRTE: Bd-o8~

ISCELLANEOUS DRTR:

M
~~= SUPERYIZOR MOTE ——

LAMK TEET 15T}
MTERMAL STANDAED YERIFIED
KTERMAL STENDHRT 63
LAMK TEST . BOg
RTERMAL STANDARD . 193
LAMK TEST igldc]
XTERMNAL STRNDARD o JE3
LAME TEST . 860
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BAC UataMastw
__‘_v1dence Ticket

,ST TE OF MISSOURT
INER POLICE DEPARTHENT

BAC DATHHASTER SERIAL MUMBER 201253
11-67-14

12153

=~— DIRGHOSTIC CHECHK ——-

; COMPUTER? OKAY

- PROGRAM (B4-B7~2B37:  OKAY

HERTERE
SAMFLE CHAMEER: 49¢

PELON TETECTORY OKRY

IGH SPEEI: CRAY

IETECTOR: OKRY

FILTERS: oMY
 GUARTZ STRMDARD: KAy

' CALTBRAT ION! aray

PRINTER TEST
PPRFNE Uty -, AR ERISETEIE § {= SPERDCTERD
HIJPLNHOPUPATUVJ ELNTN_tabcdefghi Jk mng
Fpgrs buvecgz{ f et
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STATE OF MISSOURI
DERARTMENT QF HEALTH AND SENIOR SERVICES
BREATHALGOHGL PROGRAM

PERMIT

TYPE Il
_JAMES L. ASH

is hereby: auttiorized tosinstrust and supeivise operators, tain instructors; inspect, calibratsy, perforny flald :zervice: and! ropairs;
and gperaty the fpllowing. bregth-analyzer(s); :

_DATAMASTER, INTOXTLYZER 5000

forita detormiinalbn i dliohiolic.content of Bloat fron & shfriplerolaxpirad-air. Pefiitissyed yndgritieprevidionE ol gbctions:

S7F020 thiduh 577043, RSMo and 308.111 through 866.119 RSMS, _
g;“'*—p

OTE — 82 OIREGTOR G BT PRV MR ARy
NUMBER 240149 :
‘%«O«_Q \) %(‘UQ\*J”

EXRIRES 4/22/20186 .
EXRIRES 4 _ DIRECTOR OF DEPARTMENT OF. HEALTHAN DG ENIGR SERVIGES
LAG-4RETE-

KO SE07 21 (21 0Y

STATE OF MISSOUR|
1) DEPARYMENY OF HEALTH AND SENIGR SERVICES
.7 BREATH ALCOHOL PROGRAM

" INSTRUMENT OPERATOR CARD

The pamad cerdholdar Iy putharized to eé:hra!e an svitanbal brealh alcohot
trstrumont for tha datarmination of the alcohoRe candent in braath fanm of sxpired sk

Q[

Operalor  ASH, JAMES
PermitNo 240448
Date izgued 4/22/2014  Date Explres 4/22/2018




