i, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
(LN STATE PUBLIC HEALTH LABORATORY
' @% BREATH ALCOHOL PROGRAM
=ty DATAMASTER MAINTENANCE REPORT

Complete this report at the time of the regular monthly preventive maintenance check {not 1o exceed 35 days).

RECEIVED 1/24/14-CD seponr 46

Complete this report whenever the instrument is serviced or repaired and whenever it is placed inlo service. ffg’;g"gfj’at B =01 5
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION

201277 Carlervilie Police Department 0111772014

LOCATION CF INSTRUMENT {STHEET AND CITY) TIME OF INSPECTION

1200 E. 1st Sireet Carterville, MO 64835 7:02 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printout) 01/17/2014 1803hrs
COMPUTER [ oeTECTOR
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER 49°C QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER ___Guth Laboratories Inc. LOT # 13280 EXP. DATE _10/16/2015
SIMULATOR TEMP {34°C % 0.2°C) 34.0 °*C SIMULATOR SN 094948 EXP. DATE 03/11/2014

CALIBRATION CHECK — (ONLY ONE STANDARP IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard soiution. All three tests must be within £5% of the standard value and must have a spread of .005 or
fess. Mark the box corresponding to the siandard solufion being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 & pag TEST2 & (g9 TEST3 * (g9

PERFOBM R.F.I TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 1(0-04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 OVER.19 0

LIST ANY NEW PARYS AND DESCRIBE ANY ALYERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY).

Instrument is operating within MODHSS spegcifications

INSPECTING OFFICER - =~~~ B

SIGNATU PRINT FULL NAME

» &P Lfg%, Christopher Shonk

TYPE Il PWNUMBER!EXP?RAT;ON DATE TELEPHONE NUMBER

220432 /1 12/127/2014 (417)673-2616

RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Blvd.
Poptar Bluff, MO 63901

MO 580- 1468 (2-08) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTIOHN ENPLOYER
$ervices provided on a nondiscrimatory bas’s

LAB-118


DayC
Reviewed

DayC
Typewritten Text
RECEIVED 1/24/14-CD


®
@6 GUTH LABORATORIES, INC.

590 NORTH 67th BTREET © HARRISBURG, PA 17114- 4511 @ TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on October 18, 2013, using a Perkin Elmer Gas
Chfomatograph Autosystern XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceabilify;

Testing was conducted using Cerilliant Reference Standard lot number FNI122211-02 whose
values are {raceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.



g0g0ee

\ (@

ST H TG

pezaa

+m"smmxzzn#mLUu
smcmL::JW IH

_un.ﬂ.r': 1

S ST aZ e,

AEAD SRIDT L E T
A SLAREIMELE 2 UEk
AEAL PEAZITIA
ARG B AR R

AHAD *I334E RAIH
didNg

MEAD THOAIALIT Mo
e THITUEHT TN
IHILHIH

HAD  EARE-LE-+EY WHED0AD
AT THIALOGNOD

SLETEE wIFMOM JEHmw; mwhmmzmhmm add

LHEMLIEEEAT 23104 3 IAE3LHEED
TUMOERIN 40 JIHLR

19391, 90USpIAT
IseNEIe(q DV

ISIL] U SRPT SWLY, = UMOCT IDIS ST, 0w ]

\% Q% sameuss oeiad) .
A _

0-80%¢

32
am

=

o
=
26

T KD
Zal
LE]

I

£ -
o

ETY

LTUEY
152
ap

Kl
)

5y !

e

L7
fiot ]
xn

2%

it = 00

T° = "WIR

- e R
=3 B - LEIL HMETE

&l B TAGINELE "HN-3 L=

=T HEg - LEFL HNETE

&1 s " HEBIMNELE THNEI LT

&1 DEG - ITEL AN

51 mmm. THETHELE bE3 LT

&t d374IH DRI LS eI T

&1 @mw, AL ARETE

s JTOW MR IAHILSTE ——

SHLET EN0TNETIINS T

L3

PIALECET PRLRT HNOT Y93
FEPERD FUITMOM LTNHD4

+tRG 3301 mmumwua
W dAH DL DD 0T
s30T A0 _._T TLET

PI-2TATH
LAZTED HATMOKR TIHIA3S HILSHMHIHT oHF

IHIMLEEA3T 321704 371 IA43 080
THNOEEIN 40 JidiE

19391, 9OUSPIAT
WISENRIRq DV

1SILT U 38PT ST, — UMO(L IPIS SIY Y, 90y

T \J\J amyeusy uopﬁ&o
A nmmmwwj an\\\\ | o

V-




D

208022

TN

LS

G136 STle L2331 HHeg

STeT mmm. IS L0RCINE

STSST  I3I4TM3A TAHTNELS THMEI LN

21367 m@a. L5331 HhYTaE
SISATMME HL3ET -

HLET ZOENETEIEIN

a
H
2T

FIAL202T 30T NOTIHYT 5%
SEREID rWIIMON LInE3d
e R = g

W EIHAD LS T A0S
I A0 SMILEEL .
PHS 11 H3TI-LA0
W HANOHE
AT AA0 aMIET A

FE2TA0M 277 QEMthc
Woax3as TTA-TT#1T 2007
Al S W30

W LIECENE
@537 1IWIL L33

£1oL T T
LLBTHE H3TUOH THINIE S3LSHHELT T

LHILARAIT 33104 377 :&mhuxa
TAMOESTW 20 Fihls

1ONOLL;90USPIAY
I)SeABIR( DV

38114 Uy 98P SIYL — UMO(] IPIS STYJ, 308

amzeusig xo1eredQy

20802

)
£as
e : [

FAMIHISHTLNT I

Emu. 1E3L
——— ZIEZNTHNE HLM3NT -

sEAET ENZHETTAE I

3LET HOT IHE 453

22 PHAAWNON LTHEEd
FHD I @30T H440

b dAHA0 LS THHT AR E
PAIOT LD SNTLRFL
SR S N K B -

b D S
FAIIIL40 SMILE3HESEH

g T W W S el s N RN
1 o TT-T70T7 200
WD 1A

TEMEM LDE0ENE
SWIL LEFEES

HE T

FLoLTTH
2227185 W3TMON MPIA3E

AEL TR LT 2T

C LR LEEAZT F2T004 MJJH:&MHmIr

THNDESIM 20 31803,

101, ooﬁowgm
RIseNeIeq DV

1Sy uj 33pF SIYY, — UMO( IPYS SHYY, 39e

omeusg 10eladp

TAIMELE NI INT e
HhIHTNT

e —




s v'eE (8s-1) t1/0-082 O
 Li[ssH jo justupredsq oiosig :

VIOC/LZ/CT ==

— JaquInN
_ ceP0CT
Aigyzieqe @pizep olignd S1EIS J0 J0meHd

IN\S ﬂ/\y c10Z/LT/TT

9861 CNSY ‘L¥01L28 UBNOIYL 0g0’ LLg suonoss 1o suolsiacid 2y tepun psnssj He
(42109n]2) peiidxs jo sidures B Wo.s poo|q 10 1U81U00 O[OYOO[E 211 IO UOIIBUIULISISD SY2 IO}

TOLOTEIA DULLOY nﬁ/@(ﬂvo& D TR

gEg

VELSYINVIVA

(s)iezAeue yiEslq Bumoljor sy eeiede pue ‘stizdel plel wioued ‘siziqieo
‘1oedsy] ‘slomoniisul urelr ‘sicieiedo ssjAledns pue jonnsur o1 pazuouyine Agsisy s|

SINOHS N¥EHIOISTHOD

HALTYEH 4O INIWLIYVYLIa
LINOSSIIN 10 ik






