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BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT
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GUTH LABORATORIES, INC.

680 NORYH 67ih STREET © HARRISBURG, PA 17411 4511 o TELEPHONE, 747-584:5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Referepce Solution for Simulator

Random Samples of Lot Number 14030 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on Janunary 22, 2014, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1215% (wivol) ethyl alcobol. The expiration date for this ot -
number is January 20,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol
analysls instrument reading of 0,100 g/210L. +/-3%..

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presiden
GUTH LABORATORIES, INC.

NIST Traceabitity: '

Testing was conducted using Cerilliany Reference Standard lot number FNI22211.02 whose
valites are traceable to NIST.

All balances are calibrated anmially by an owtside agency using NIST iraceadls weights.
Calibration verification is done prior to each use utilizing NIST traceable waights.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALCOHOL PROGRAM

PERMIT

TYPE Ii
DANIEL R BLEDSOE JR

Is hereby authorized to instruct and supervise operators, traln Instructors, inspect, calibrate, perforrh fleld service and repalrs,

and operate the following braath analyzer(s):
DATAMASTER

823%535&.63035mmnaso_mn83630330&33mmmavﬁmoﬁmxu_ﬂmam_swm_.a_:wmcma_._:amlsm provisions of sectlans
$77.020 through 577.041, RSMo and 306.111 through 306.118 ASMo. . :
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RIAECTOR QF STATE PUBLIC HEALTH LABORATORY
Numser 230060

exemes _ 04/10/2015 _

Acting Directer’ i
DIRECTOR OF DEPARTMENT OF BEALTH AND SENION SERVICES
ILAB4 (FI6-10)

O BAR-07TY (5-10)




