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! BREATH ALCOHOL PROGEAM ' receied 8/19/14-cd
ae DATARASTER MAINTENANCE REPCRT

Comglete this repart at the time of the regular manthly preventive maintenance check {rat to axceed 35 days).
Camplets this fepart whenaver the instrumant is servicad ar repafred and whenevar it is placed inw service.
Retain the original and sand a copy within 15 days to the Broaih Aleahol Program, DHSS.
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where detomnined.) Unmerked jtems must be corrected befars using instrurnent, ' '
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W CaLisRaTION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) |

Aun three tests using a standard solution, All thres tasts must be within <5% of the standard velue and must have a spread of .005 ar
Esyerk tha box comsapanding to the standard salution belng used. (PRINTOUT ATTACHED) '

0.100% STANDARD - MUST READ BETWEEN 0.095% AND‘ 0.106% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE -
- 1 0.040% STANDARD - MUST READ BETWEEN 0.636%5 AMD 0.01_32% INCLUSIVE
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ZéEHFOHM RFL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES STHGE Thi LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) .

REFUSALS (; l(o-..o:i) D 5(.05-_09) ) l(_jo-.m) | g(.ds-.m) | . |OVER.18 -y

LY AND WITHIN BSTABLISNED LIMITS

LIST ARY MEW PARTE AND UESCAISE ANY ALTERATION OF MOMNRIGAVION THAT WAS RADE T ARSTORE THEINSTRUNENT TO GPERATS SATISFACTOR
(USEO'IHEH&DEIFHE@S‘SARY}. .
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RETURN COMPLETED REBORT TG THE: Breath Alcohol Program. MO Department of Heelth and Senior Services, Scutheast District Office

2875 James Bivd.
Paplar Bluff, MO 63801
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@ GUTH LABORATORIES, ING.

830 NORTH 67th BTREET ® HARRI(S BURG, PA 17711- 4511 ¢ TELEPHONE; TS84 5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for S.in'lulator

Random Samples of Lot Number 14030 of
Alc.oho] Reference Solution- for Simulator were analyzed by
ges  chromatography on Janumary 22, 2014, using a Perkin Elmer (as
Chromatograph Autosystemy XL S/N: 610N9030209, and found to contain
0.1215% (w/vol) ethyl alcohol, The expiration date for thic lot
.number is January 20,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give 2 breath alcohol
analyéis instrument reading of 0.100 g/210L +/- 3'%..

The alcohol and water used in this solution were

free of test interfering substances.

. Ted L. Pauley, President
GUTH LABORATORIES, INGC.

NIST Traceabl]ity; ' . .
Testing was conducted using Cerilliant Referance Standard lof number FNI22211-02 whose

values-are traceable io NIST. :
All balances are calibrated annually by an outside agency using NIST traceable weights,
Callbration verificatlon is done prior to each use utilizing NIST Iraceable welghis.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT

TYPE i
DANIEL R BLEDSOE JR

ts hereby authorlzed to Instruct and supervise operators, train instructors, Inspect, callbrate, perform field setvice and repairs,

and operate the following breath analyzer(s):
DATAMASTER

ﬁolsmgmaq_.:_:mﬁ_o:Q.Emm_oojomooo_._aﬂoawoon*33mmma u_mommxw:mam:._..vm:a:mmcmmc:%:rmvaswwo:mommmn:o:m
577.020 through 577.041,. RSMo and 808.111 thraugh 306.119 RSMo. . :
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DIFECTOR OF STATE PUBLIC HEALTH LABORATORY
numpea 230060

exenes 0471072015

Acting Director
MO BE3IT71 {513

DIRECTOR OF DEPARTMENT OF HEALTH AND SEMIOR SERVICES
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