. MISSOURIDEPARTMENT OF HEALTH AND SENIOR SERVICES ' RECEIVED
.f-‘ STATE PUBLIC HEALTH LABORATORY By Carol Day at 8:28 am, Aug 07, 2014
;' BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT

REPORT 26

Comptaig this fepor at tha time of the regular monthly preventive mainisnance check (not lo-exceed 35 days).
Complate this report whenevar the inslrumant [s servicad or repaired and whenever il s placed into service.
Ratain the original .md send a copy within 15 days lo the Braath Alcohol Program, BHSS.

l"llﬂ\\'.’\r\” Hun HAME OF AGENCY DATE OF INSPECTION
202010 GHQ Radio Shop 08/05/2014
AR OF (SSTRUMENT (STREET AND C11Y) TIME OF INSPECTIOHN T
2920 North Shamrock Road, Jefferson City “10:09

CHECKLIST: Place a mark in Ihe box by sachitem if found 1o be satisfactory or if cperaling wnmn established fimils. (Wrile in observed values
1where determined.) Unmarked items must be corrected before using insirument,

D DEAC‘NOSTIC CHECK {PRINTOUT ATTACHED)

DATE AND TIME {from prinlout) 708!05[2014 @ 10 09

W] COMPUTER

DETECTOR

PROGRAM

W FILTERS

_ +49°C

[w] HEATERS SAMF‘LE CHAMBER ___

QUARTZ STANDARD

[y} FLOW BETECTOR -

CALIBRATION

Wi PUMP HIGH SPEED PRINTER -
fj INDICATOR LIGHTS |
EI SIMULATOH SOLUT!ON SUPPLIER _ Guth) Laboratones B . LoT# 13280 _ EXP DATE 1016/2015 _
I SIMULATOR TEMP (34°C  0.2°C) _F00C  gMULATOR SN MP2053 EXP. DATE _ 05/1312015

v LAUBRATION CHECIK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a slandard solution, All three lasts must be wilhin £5% ol the slandard value and musl have a spread of .005 or |
loss. Mark the box corresponding 1o the slandard sclulion being used. (PRINTOUT ATTACHED)

iw] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
" []0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
© [ 10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TEST | & 100 TEST 2 &

.00 TEST 3 = .100

¥l PERFORM R.FL TEST (PRINTOUT ATTACHED)

{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE HEPOHT'

REFUSALS  © |(0-04) O {(05.09) O

(i0-14). . 0 (15-19) O OVER 19

¢

) tr";."f

Yy Vom,

US! ANY HEW PARTS AND DESCRIDE ANY ALTERATION OR MODIFICATION THAT WAS MADE 10 RESTORE THE INSTRUNENT TO.OPERATE SATISFACTORILY AND WITHIH ESTABLISHED UI-IITS
H |U5t OIHEA SI0E [F KECESSANY]

PRINT FULL RAME .
Dewayne D. Carver

e 0 eIk SQMDERTTA ATION DATE
{ - 23010

05/28/2015

TELEPHONE NUMBER

(573) 751-4722

! RETURN COMPLEYED REPORT TO THE:

Lo el R L o

. 2875 James Bivd. -
- Popfar Bluif, MG 63801

AN TOUAL DFPCHTURSLYIATT IHRALYE ACTION AL 0OTEN

2orent § pronidond 07 a Gt Aty BATS

Brealh Alcohol Program, MO Dapnr!menl of Health and Senior Services. 5‘011!?168‘;! District Olinv%

1415 1



GUTH LABORATORIES, INC.

$30 NORTH 87th STREET 9 HARRISBURG, PA 17114- 4611 @ TELEPHONE: T17-684-5470

CERTIFICATE OF ANALYSIS

. Certified Alcohol Reference Solution for Sim_ulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
as éhromatbgraphy on October 18, 2013, using a Perkin Elmer Gas
.'Ch'romatogr'aph Autosystem XL S/N: 610N9030209,-é.nd found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and waterr used in this solution were

free of test interfering substances.

A7

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability: .
Testing was conducied using Ceri!liam Reference Srandard {ot number FiN122211.02 whase
values are fraceable to NIST.

All balances are callbrated annually by an outside agency using NIST traceable weights.
Callbration verification is done prior to each use utilizing NIST traceable weights.




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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FACE THIS SIDE'DOWN - THIS.EDGE IN FIRST :

Evndence Tlcket

ﬁI';DUEI STATE HIGHUAY FRTROL
C DATAMASTER SERIAL. HUMBER 2o@ie
' uaﬁuq 14
TEETIHB-DF?igER;AV"'

cﬁngRxBEMHvHEkﬁ;,'?
OFFICER 1.1 'F41
PERMIT MHUMEER: &
EXFIRATION DRTE:
MISCEL LANEGUS BHT
o8B YAPOR ACCURACY CHECK
GUTH LARS LDT_13£61 EXF 1B-18-0015

s 1
35 ek 13

——— SUPamﬂzaaE HODE ——~

ELAMK TEST . . EEE i

INTERMAL STRMNDARD - YERIFIED  ifrid

EXTERMAL ZTAHDARD .l taeis

ELAMNK TESY , . BEE i@ is

EXTERMAL STAHDARD . 1o RS

ELRHK TEST LG 1@ris
- EXTERMAL =TAHDARD . 1aa i ig

ELAMK TEST o G 1a:14
Ho= 3

i, = Lt

G, o= L1

BAC DataMaster |

e r gk e

FACE THIS SIDE'DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISSOURT STATE HIGHWAY FATROL
BAC DATAMASTER SERIAL HUMBER 282616
BEE5 14

ARREST TINME: S@:@o
SUBJECT HAME:
b
OB 9iseioud
STRTE<B.L. 1t He5~H
ARRESTING OFFICER:
l.,"
GrFIlEF I.I.: X
TESTIHG OFFICER:
CAHRVER/DENAYHE-T
OFFICER T.D: ¢ 4}
FERMIT HUMBER: o213
EXPIRATION DATE: uﬁ
MISCELLAMEOUE TATH
FF1 TERT

ENH: M

i
’EEﬁIE

—-— EREATH AMALWETS ——-

CELAMK TEST o mEm 1817
IHTERHAL - STANDART VERIFIED 1osi7
| SUBJECT ZRMFLE L B 25 1

© RADID IMTERFEREMCE
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