MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
lﬂT &6

BREATH ALCOMOL PROGRAM RECEIVED
By Carol Day at 9:33 am, Apr 10, 2014

DATAMASTER MAINTENANCE REPCRT

Complete this report al tha time of the regular monthly preventive maintenance check {not 1o exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whensver it ts placed into service,
Retain the original and aend a copy within 15 days to the Breath Aleoho! Program, DHSS.

DATAMASBSTER 8N NAME OF AGENCY DATE OF INSPECTION
203008 Maryland Heights 04/08/2014
LOCATION OF INSTRUMENT (STREET AND QITY} TIME OF INSPEGCTION
11911 Dorsett Rd., Maryland Heights MO 63043 8:26 pm

CHECKLIST: Place a mark in the box by each itern if found to be salisfactory or if operating within established Hmits. (Write in observed values
where delermingd,) Unmarked items must be corrected before using Instrument.

] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printouty 04/08/2014 @ 20:26 hrs,
COMPUTER M DETECTOR
PROGRAM b FiTeRs
HEATERS SAMPLE CHAMBER 49+ QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

M NpicaTOR LIGHTS

Pl SIMULATOR SOLUTION SUPPLIER Guth Laboratories, Inc LoT # 14030 EXP, DATE 01/20/2016

M SIMULATOR TEMP (34°C £ 0.2°C) 34.0 °C SIMULATOR SN SD2240 EXP. DATE 08/21/2014

[ CALIBRATION GHECK - (ONLY ONE STANDARD 15 TO BE USED PER MAINTENANCE REFORT)

Run three tosts using a standard solution. All three tests must be within 25% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEERN 0.038% AND 0.042% INCLUSIVE

TEST1 * 101% TEST 2% 102% TEST 3 & 102%

1 PERFORM R.FJ. TEST {PRINTOUT ATTACHED) M’ 5 07\

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 |{0-04) 2 (.05-.08) 1 [(,10-.14) 3 (.15-.19) 4 OVER.198 1

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MOIIFICATION THAT WAS MADE TO RESTORE THEL INSTRUHENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY).

Meets DHSS Specifications, jre24

INSPECTING OFFICE
SIGNATURE
» 7 &,
TYPE Il FERMIT NUMBEREXFIRATICN DATE / TELEPHONE NUMBER

240126 03/24/2016 (314) 298-8700

RETURN COMPLETED REPORT TO THE: Breath Alcohal Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Bivd,
Poplar Bluff, MO 63801

MO SO 14ER {208) AN AQUAL OPPORTUNTY/AFFIAMATIVE AGTION EVPLOYER LAB-118
ARAMRAS EARIEAD (0 A RAPE BTN Ban's

PRINTFULLNAME
James R Schnurr
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Random Samples of Lot Number 14030 f.

. .Bas. chmmatography on. January 22, 2014 usmg a Perkm Bimer Gas‘-

'Chmmﬂmgmph AuIOSystem XL S/N. 610N9030209 nitd found to contam-i “ .,

0.1215% (w/vol) et.hyl alcohol The. expuatnon date for t}us Iot
number Sk JanuaryZD,ZUIG at, 11:59° PM :

When used ina calibrmed Sxmulator, opcratmg at
'34°C '-l-/-- .2°C th;s solutmn w1ll g:ve a breath alcbhoi
-analysis mstrumm. readmg 9*010{] g!210L +I- 3%

.The +alcahiol andf' water - used” jir. .-'thiéi:.?'sblﬁ,t'i"c")'n-_3W‘€f_e...
- free of “test firit.ér.feri'pg.---si_ibfs'ta_nc'é's_j.f: o

Ted L Pauley, Pres:den,'::;""
GUTH LABORATORIES ING.

NIST Traceabllity! ) : ) o .
Tetting was. condueted- usiﬂg Cenllmm Reference Standard 'larnumber‘Fle.?ZU-Dz whoze
values are traceable (o NIST.

Al halénces are cahb!'ated anyiudlly. by an -outside agency usirig - NIST traoeable walghts,
Clalibratlon ver'!ﬂcaﬂon is done . pnor 1o each use ut!luz!ng N[ST traceabls wc!ghrv
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