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Lo AISSOURTDECASVERT OF HEALT M AND SENIOR SERVIGES
S By STATE PUBLIC HEALTH LABORATORY RECEIVED
i éﬂ BREATH ALCOHOL PROGRAM By Carol Day at 1:49 pm, Jun 03, 2014
" DATAMASTER MAINTENANCE REPORT —

Complete lh_is repert at the time of the reguiar monthly preventive maintenance check (not to exceed 35 days).
Complete ih1§ repoit whenever the instrument is sarviced or repaired and whenever il is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcahol Program, DHSS,

DATAMASTER 8N NAME OF AGENCY DATE OF INSPEGTION
203008 MARYLAND HEIGHTS PD 06/03/2014
LOCATION OF INSTF!IJMENT [STREEYT AND CITY) TIME OF INSPECTION
11911 DORSETT RD., MARYLAND HEIGHTS MO 63043 2:53 am
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if opsrating within established limits, {Write in observed valyes |
where determined.) Unmarked items must be corrected bofore using instrument. '
DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 6/3/2014 @ 0253 HRS,
COMPUTER DETECTOR
M ProGRAM : | M eireRs
HEATERS SAMPLE CHAMBER 50°c QUARTZ STANDARD
M FLow DETECTOR M caLiBrATION
M PUMP HIGH SPEED PRINTER

M iNDIcATOR LGHTS

SIMULATOR SOLUTION SUPPLIER GUTH LABORATORIES, INC | o7 4 14030 _EXP. DATE 01/20/2016
M siMULATOR TEMP (34°C 2 0.2°0) 34.0 °C SIMULATOR SN SD2240 EXP. DATE 06/13/2015

E CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solullon. All thres tests must be within 5% of the standard value and must have a spread of 005 or
less. Mark the hox corresponding to the standard solution belng used. (PRINTOUT ATTAGHED)

0.100% STANDARD ~ MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084%, INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1w g0y TEST 2 ™ 102% ]TESTa - 102%

PERFORM R.F.. TEST (PRINTOUT ATTACHED) Ju/7™ Z, /-

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

(,05-.09) 3 ’(.10-.14) 2 [(.15-.19) 7 OVER.1¢ 2

REFUSALS 1 )(0-.04) 10

LIST ANY NEW PARTS AND DESGRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE 70 RESTORE THE INSTRUMENT TQ OPERATE SATISFACTORILY AND WITHIN ESTABLIBHED LIMITS
(USE OTHER SIDE i NECESSARY).

MEETS DHSS SPECIFICATIONS, JRS24

INSPECTING OFFICER =~

W "1// JAMES R SCHNURR

PEPERMIT NUMBEREXPIRATION y/ TELEPHONE NUNMBER
240250 05/19/2016 (314) 298-8700
RETURN COMPLETED REPORT TG THE: Breath Alcohol Program, MO Depariment of Health and Senier Services, Southeast District Offico
2875 James Bivd.

[ Poplar Bluff, MO 63901

MO 5801468 (2-08) AN FOUAL OPPONTUNMITYIAFFIRMATIVE AGTION EMFLOYER LAR118
3R providod oo & ronEaTmatany bass
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CERTIFICATE OF ANALYSIS

Certified Alcoho! Reference Solution ~for-Simulat’or-_

Ratidom Sumples of. Lot" Iflum.t‘ier.-‘ '140:'30: of _
Alcohol Reference Solu‘tion'fori'Simu_lawt were-dnalyzed by
gas chrpmatog_ra_phy: on January 22, 2014, using .a Pegkin ‘Elmer- Gas’
Chromatograph Autosystém XL S/N: 6101"1_90302‘09, nd found "o contajn
0.1215% (wivol) ethyl alcohol. The ©oxpiration date for thislot
nuriber’ is: January 20,2016 -at 11:59- pM. |

‘When - used in 8 calibrated -Simulator,--operﬁtiné-a\'t. '
34°C +/. .2°C, this solution will give 'a ‘breati aleohol
-analysis instrument reading of 0100 g/240L 4/ 3%,

The “dleokiol and water. used  jn. -this’fsqluﬁon. -were -
free of test .irterfering substance's_. '

. Ted L. Paley, Prosidénl
GUTHLABORATORIES; INC,

NIST Traceabilily: . _ R

Testing was. condutled- using Cerlllians Reference Standard 1ot nuniber -EN122211-02 whose
‘values dre.traceable'io NIST, ' '

All .balances are, calibrated . annudiiy by en ‘ontsida ag.enej_t'u.ﬂhgNI.S'T.-{kace'ablé-:weig!:l.s.
Calibration verification Is done prior to each use uitiizing NIST traceable weights, -
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