MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED

BREATH ALCOHOL PROGRAM By Carol Day at 9:32 am, Apr 10, 2014
DATAMASTER MAINTENANCE REPORT REFORT 48

Complete this repont at the time of the regular monthly preventive maintenance ¢heck (not to exceed 35 days),
Completa this report whenever the instrument is-serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days lo the Breath Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
203029 Maryland Heights 04/08/2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSFECTION
11911 Dorsett Rd., Maryland Meights MO 63043 718 pm

CHECKLIST: Place & mark In the hox by each item if found o be satisfactory or if operating within established limits. {Write In observed values
where detarmined.) Unmarked itams must be correoted before using instrument,

4 DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 94/08/2014 @ 19:18 hrs.
COMPUTER i pETECTOR
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER 50¢c QUARTZ STANDARD
FLOW DETECTOR [ causraTioN
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

M sMULATOR S0LUTION suppLIER Guth Laborataries, Inc. LoT # 14030 EXF. DATE 01/20/2016

SIMULATOR TEMP (34°C + 0.2°C) 34.0 *C SIMULATOR SN 8D3412 EXP. DATE 10/03/2014

E CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within 28% of the standard value and must have a spread of .006 or
less, Mark the box corresponding to the standard selutlon being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0,080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
[J 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1w (098% TEST 2 = 0988% TEST 2 # 098%

PERFORM R.FI. TEST (PRINTOUT ATTACHED) Zj-/- A, {j/

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SFELF-ADMINISTERED TESTS)

REFUSALS 0 |{0-.04) 0 {15-19) 0 OVER .18 0

(05-09) 0 l (.10-,14) 0

LIST AHY NEW PARTS AND DESCRIGE ARY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT 70 OPERATE BATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECEBSARY).

Breath tube and breath tube port cleaned. Instrument placed back in service. Unit meets DHSS speclfications.

INSPECTING OFEICER &7

FRINT FUEL NAME

, 7 ‘ James R Schnur
TYPEREAMIL MR BEREXFTRATION DATE TELEPHONE NUMBER
240126 03/24/2016 {314) 208-8700
RETUAN COMPLETED REPORT TO THE: Broath Aleohol Program, MO Departrhient of Health and Senlor Services. Southeast Distriet Offlcs

2876 Jamaes Bivd.
Poplar Bluff, MO 63901

MO £80-1458 {2-08) AN BQUAL OBPDRTUMITY/AFFIRMATIVE ACTIDY £MPLOYER LAB-118
shAtht rosded on & nendiscrimiiony bas's
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Random Samp]es of “Lot - Nuniber. 14030, f" |
Aleoliol "Reference . Soiu’hon for Slmulator were analyzed by

Cgas’ ch:omatography ion. January 22 . 2014; usmg 8 I’erkm Elmct Gas

'Chromatograph Autosystem XL S/N 610N9030209 and found to contain‘ ol

0.1215% (w/vol) ethyl a!cohol The expuanon .date for tlns {ot
-numbcr xs January20,2016 at. 11 159" PM ' -

When used m A callbratad Ssmulator, operatmg at
- ‘.34"0 +/- 2‘°C thls solutxon wnll give ‘" breath aloohol
: aualyms mstrumam reading uf 0,100 gl210b —H 3%

The alcohol and water used in tius solutwn Wcre
-frce of‘ "test’ mtert‘ermg substances ' T

_ ‘ o Ted L Pauley, Premden""';ﬁ"
o GUTH LABORATORIES, ING;

NIST Traceablhly

Tesiing was. conducted - usmg (_.‘en‘!lmm Reference .S‘mndard iai number szzzu 02 whose '

values are-trgoeable.to NIST.
Al_balances are calibrated annually By ‘an .outside. dgengy using . N!ST traceab!e weights:
'.C‘a!!bratlan vénfiaaf!on is déne:. prmf e each use utilizing NIST traceable’ ‘weights.




'Face.Thi; Side Down ~ This Edge In First

BAC DataMaster

¢ - STATE OF MISSNURI

< BAC DATAMASTER SERIAL NUMBER 293825
o B4,08/14
19118
~== DIAGNOSTIC CHECK —-~
CCONPUTERE - OKAY

" PROGRAM (94-07-2085>1  OKAY

S0c

"'.ngLow DETECTOR? OKAY
rﬁﬁ“fPump |

A4 T HIGH SPEED: OKAY

S QKA

nKEY

oKAY

CALTBRATION: OKFY

: . PRINTER TEST
: g ER 7 (Veky -0 ~012245ETER: § (=) 2CABCDEFG
HTJKLINOPARSTUVWKYZE N1~ sbede fahi fkLino

| EvidenceTicket | < *

MARYLAND' HEIGHTS PALICE DEPARTMENT.

R Sg@@%/o}/

£204-02 ‘ '




Face This Side Down — This Edge In First

| BAC DataMaster

| ’-‘Ei)ideﬁce Ticket

STHTE OF MISSOURI

maRthnn HEIGHTS POLICE DEPRRTNEHT

84-86-1{4

I TESTING OFFICER:

SCHHURR-JAMES

S VOFFICER 1.D.t 24

... .LPERMIT NUMBER: 246126

... HEXPIRATION DATE! 03,824,168
L v MISCELLANEOUS DATA:

}-fﬁ;Q ‘-~~~ SUPERVISOR MODE ~--

CIBLANK TRST . BOG
":INTERNRL STANDARD YERIFIED

EXTERNAL STANDARD 898"
LANK. TEST N . 200
“EXTERNAL STANDARD - L 9%8
BLANK TEST . BB
. 000

o BAC DATAMASTER SERIAL NUMBER 28323

13121

19124
19122
19102
19123
12123
19124

ot



Face_This $lde Down ~ This £dge In First @

'BAC DataMaster |
s f,-l--Evideiiiﬁé Tickét | ©

L - STATE OF WISSOURI s
R NRRYhHHD HEIGHTS POLICE DEPHPTﬁEHT

BAC BHTHHHSTER SERIAL NLMBER 2931329

) 04./08/14"
nhvw‘”HRREaT TIME: 12:68
;¢ 1 SUBJECT NAME:
v TEST/RFI
bL-DOB: 11/18011 SEX: M

L STATE/D.La R MO/
i ARRESTING OFFICER!

"OFFICER I.1.:
4: TESTING QFFICER:
 SCHNURR~.JRMES
. OFFICER 1.D.! 24
| -PERMIT NUMBER: 240126
LEXPIRATION DATE! 03/24/16
' MISCELLANEQUS DATH:

o P et

~-— BREATH ANALYZIS ——

VBLANK TEST .60 12107
INTERMAL STANDARD VERIFIED 19187
“'Rﬂnxo INTERFERENCE.
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